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IV. PREFACE

'i-is report is subdivided into parts I and 2 in order

to lend equal emphasis to both the laboratory program
dfnd the program support efforts. Part I addresses the
laboratory effort and test results. Part 2 details
the support work preceding the laboratory program,
specifically: development of the laboratory break-in
procedure and traceability, calibration, and verifi-
cation of the measurement system. The appendix con-
t, ins the data for Part 2.
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Parallel BPCD 9 9gi ts ner Channel

j. L I a bra t ior

Cal ibration of tne working instruments described in part 2.0
for the most part were conducted using the DAS as the readout
device. There were however two exceptions. The frequency
counters were individually calibrated prior to use and digi-
tall y transferred readinq to the DAS. The torque shaft was
calibrated using the readout in the signal conditioning am-
i[lifier used to excite the torque shaft strain gage bridge.
Followinq calibration, a precision resistor was placed across
the bridge and the output recorded. When using the DAS, the
signal conditioning amplifier gain was adjusted to obtain the
same reading as at calibration time when the precision resis-
tor was again placed across the torque shaft bridge.

.... raceabi lity Statements

Pressure - Pressure is traceable to N.B.S. through an Ashcroft
dual range dead weight tester type 1305, certificate
of accuracy no. 2GH-21398 from Manning, Maxwell and
Moore, Inc., Stratford, Conn. dated March 30, 1978.
Accuracy is certified to one tenth of one percent.

Volume - Volume is traceable to N.B.S. through Seraphin 5 gallon
and 1 gallon test measures, through the Wisconsin Dept.
of Agriculture Heights and Measures Laboratory. Wisconsin
Test No. 816, dated February 2, 1978.

Temperature - Temperature is traceable to NBS through a Fisher

Scientific Thermometer, S/N 673650, through the
Wisconsin Dept. of Agriculture Weights and Measures

Laboratory. Wisconsin Report No. 816, dated Feb-
ruary 2, 1978.

frequency - Frequency is traceable to NBS thru the ABC Television

Network (West coast) and N.B.S. Time and Frequency
Bulletin No. 250, September 1978. Accuracy is certi-
fied to 3 ppm.

force - Force is traceable to NBS thru two Lebow load cells, Ser-
ial No. 517 and 518. Accuracy is guaranteed to within
+ .07 on their certificated dated July 27, 1978.

,nqth Length measurements are traceable to N.B.S. thru the
Wi';consin Dept. of Agriculture Weights and Measures
Laboratory. Wisconsin Report No. 868, dated September

7, 197 ,I



i iow

.3 CU. in./rev P.D. Flow meter with 120 tooth gear -
maqnetic sensor drivinq a frequency counter

I(, ca. in./rev P.D. Flow meter with 80 tooth gear -

magInetic sensor driving a frequency counter

Speed

60 tooth gear with magnetic sensor driving a Simpson

frequency counter

F reuency Counters

S i ,i ps on
Model No. 7016

-1 Flow Rate S/N U3869
7? Shaft Speed S/N 03874
Parallel DCD Output 10 Digits

Particle Counter

Hiac Model PC 305SSTA S/N 403

Sensor Model D-5-150 S/N 471
Automatic Bottle Sampler

Data Ac(uisition Sys_tem

A Monitor Labs, Inc. Model 9300 data acquisition system (DAS) was

used for all data collection in the test program. Output from

the DAS was transmitted to a teletype which produced a hard copy
of the data and punched a paper tape which later was entered into
a time-shared computer for data processing. Specifications of
the system are as follows:

A. Genera l

Monitor Labs, Inc. DAS
Model 9300

S/N 70
Channel Programmable
Internal Scan Rate 16 Channels/sec
5 Significant Diiits

P. Analog Signal Inputs

4( Channels

Voltafle Range Fixed + 1OVDC
i AV sensitivity

Tmera, are Type J , K, or T Thermocouples
Alitomati, Refurnce Junction Compensation

- 1*1-



5 >s', Apparatus

1.'.] List of Measurement dd Support Instrumentation

Information on calibration procedures and error limits for
the instrumentation listed below may be found in part 2.0.
Detailed calibration data appears in the appendix.

Torque

2000 IN-LB Himmelstein Torque Shaft, 11.6K shunt calibration
resistor

Daytronics strain gage indicator Model Number 3278

S/N 1

Daytonics MSOE/N-11741 two channel strain gauge amplifier

Model Number 300D
S/N HF9E1678

Pre-s sure

A. Inlet +/- 5PSID - range

Pace +/- 5 psid pressure transducer M/N KP15
S/N 12752

*De Pace amplifier M/N CD25
MSOE # 11730

B. Outlet

Viatrin 0-5000 psig pressure transducer M/N 218-15
S/N 328176

FPI Power Supply ;#3

I eiiperdtu re

A. Inlet

FPI :C Iron-Constantan thermocouple
FPI vOA Iron-Constantan thermocouple

Out let

iPI ,I Iron-Constantan thermocouple
FF1 alA Iron-Constantan thermocouple
FP -1B Iron-Constantan thermocouple

_ 3-
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Minimum psi for 2 mIljTut'tj

lo00, of maximum corvtait rdited pressure for 2 in futes

Minimum psi for 2 minutes

115: of max imum cons tan t rated pressure for 2 minutes

Minimum psi for 2 minutes

At each data point record input speed, torque,
temperature, pressure and outlet temperature,
pressure and flow.

5. Run the Dump for two hours at constant rated speed and an
outlet pressure of maximum constant rated outlet pressure.
Monitor and record input speed, torque, temper-
ature and outlet pressure, temperature, and flow
every two minutes to determine changes in the
overall efficiency.

6. At the conclusion of the two hour test, take an
oil sample to determine the contamination level
of the system.

.4.2 Instrumentation and Test Parameter Accuracy - NFPA T3.9.17RI

The accuracy tables 1 and 2 of NFPA T3.9.17Rl were used
as a basis for determining the measurement system for this
test program. The values are being contested by industry,
and a survey of T3.9.17 members is being conducted to obtain
current estimates of more acceptable tolerance limits.

1.4.3 Reference Standards

1. NFPA T3.9.17R Proposed Method of Testing and Presenting
Basic Performance Data for Positive Displacement Hydraulic
Fluid Power Pumps and Motors.

2. NFPA T2.9.1-1972, ANSI 893.19-1972 Method for Extracting
Fluid Samples from the Lines of Operating Hydraulic Fluid
Power System forParticulate Contamination Analysis.

3. NFPA T2.9.2-1972, ANSI B93.20-1972 Procedure for Qualifying
and Controlling Cleaning Methods ,-or Hydraulic Fluid Power
Fluid Sample Containers.

4. NFPA T2.9.6-1972, ANSI 693.28-1972 Method for Calibration of
Liquid Automatic Particle Counters Using AC Fine Test Dust.

NFPA T2.9.3-1973, ANSI B93.30-1973 Method of Reporting
Contamination Analysis Data of Hydraulic Fluid Power Systems.

6-. (,AFJ745C-1970 Hydrajlic Power Pump Test Procedure.

-9-
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Minimum psi for 2 minutes

72,1 of maximum corstint rated pressure for 2 minutes

Minimum psi for 2 minutes

110% of maximum constant rated pressure for 2 minutes

Minimum psi for 2 minutes

115% of maximum constant rated pressure for 2 minutes

Minimum psi for 2 minutes

At each data point record input speed, torque, temper-
ature, pressure, and outlet temperature, pressure and
flow.

7. Run the pump for two hours at constarnt rated speed and
maximum constant rated outlet pressure. Monitor ard record
input speed, torque, temperature, pressure and outlet
temperature, pressure, and flow every two minutes to
determine changes in overall efficiency.

8. At the conclusion of the two hour test, take another
oil sample to determine the contamination level of the
system.

Contaminated Fluid Break-In Procedure

1. Use the fluid conditioning circuit (Figure 1.5.13) to
bring the system up to an operating temperature of 120'F.

2. Add uncut AC Fine Test Dust to the system and take oil
samples until the contamination level is 1500 + 250
particles per millilitre greater than 10 micrometres.
Run with filters out of the circuit. (Do not operate the
test pump.)

3. Start the test pump and bring the speed up to rated
within one minute and maintain an outlet pressure less
than 250 psi.

4. Load the pump at the following pressure increments and
time intervals. (Do not readjust the speed for each load
pressure.) The time interval between each pressure setting
is one (1) minute.

Minimum psi for 2 lmiriiutt'

24% of maximum constardil rated pressure for 2 minutes

Minimum psi for 2 iriutes

48% of maximum constant rated pressure for 2 minutes

Minimum psi for 2 miniutes
72,e, of maximum constarnt rated pressure for 2 minutes

-8-
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1.4 Test Requirements:

1.4.1 Development of the Break-In Test Procedure for Gear Pumps

The results of the gear pump break-in procedure survey were
analyzed to develop a common break-in procedure for all eighteen
gear pumps. The procedure for all eighteen gear pumps was
identical except for the contamination level of the fluid.
Twelve of the pumps, four from each manufacturer were broken-
in using clean fluid with a contamination level of 100 parti-
cles per millilitre greater than ten micrometres. The remain-
ing six pumps, two from each manufacturer were broken-in using
dirty fluid with a contamination level of 1500 particles per
millilitre greater than ten micrometres. The procedures de-
veloped were as follows:

Clean Fluid Break-In Procedure

1. Install the test specimen pump in test circuit shown in
Figure 1.5.14. Before starting the test, take an oil sample
to determine if the contamination level is 100 or less
particles per millilitre greater than ten micrometres.

2. Use the fluid conditioning circuit (Figure 1.5.13) to bring
the system up to 120'F operating temperature. (Do not
operate the test pump.)

3. Start the test pump and bring the speed up to rated speed
within one minute and maintain an outlet pressure less than
250 psi.

4. Leave the pump run for twenty minutes with the filters out
of the system, then take an oil sample to determine the roll
off cleanliness level of the pump.

5. Put the filters in the system and continue running the pump
at rated speed with an outlet pressure less than 250 psi for

0. twenty minutes to clean up the system. Take an oil sample
to determine if the contamination level is within specifi-
cations. Leave the filters in the circuit for the remainder
of the break-in test.

6. When the contamination level is within specified limits, load
the pump at the following pressure increments and time inter-
vals. Set speed initially at rated speed arid minimum pressure.
(Do not readjust the speed for each load pressure.) The
time interval between each pressure setting is one (1) minute.

Minimum psi for 2 minutes
* 24% of maximumi constant rated pressure for 2 minutes

Minimum psi for 2 minutes

48'-' of maximum cori,,tarit rated pressure for 2 minutes

0



1.2 Test Objectives:

1.2.1 Primary Objectives

A. To prepare and sponsor a current revision to NFPA
T3.9.17, Pump and Motor Test Procedures.

B. To prepare a proposal for revising the Fluid Power
Measurement Methods of ISO/TC-131/SC-8/WG-3.

1.2.2 Secondary Objectives

A. To bring into consonance the needs of the U.S. Army,
Industries technological capabilities and current thinking
in the International Standards arena.

B. To investigate the extent to which gear pumps undergo
irreversible degradation of efficiency in the first few
hours of their lives.

C. To investigate the extent to which heavy doses of contaminant
at break-in time will affect and/or expedite degradation
of efficiencies.

D. To prepare test procedures which will accurately and
repeatably assess the performances of pumps in view
of today's energy conservation needs.

E. To estimate the spread in performance efficiencies
which can be expected among several samples of conventional
commercial gear pumps.

F. To investigate realistic U.S. Army acceptance criteria for
pump performance efficiency.

G. To set up required measurement procedures and certifyC.. ~working instruments.

1.3 Component Description

The eighteen gear pumps tested were coded by arbitrarily selecting
numbers from a random number chart in order to maintain confiden-
tiality of the program participants. These numbers were then stamped
on identification tags and attached to the individual pumps. In the
process of testing, the code numbers were used to segregate the data
collected. The three industrial contributors (final selection made by
U.S. Army MERADCOM) each contributed 6 nominally identical gear pumps
which were commercial industrial equivalents to pumps supplied to the
U.S. Army for application on military equipment. The range of component
specifications were as follows:

Pressure Speed Displacement
SPSI CRPMJ _n 3

2500-3000 2800-3000 2.8-3.16

-6-
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1.1.3 A total of 18 gear pumps were solicited from each of
3 different manufacturers at no charge to MSOE in exchange
for test reports. Each of the 6 pumps contributed to the
program from each manufacturer were standard production pumps.

The U.S. Army (MERADCOM) selected the contributors from a list
of manufacturers indicating an interest in participating in
the program. The following contributors were selected:

Company Name: Hydreco
A unit of General Signal

Address: 9000 E. Michigan Avenue
Kalamazoo, Michigan 49003

Technical Contact: Joe Lemon
Project Engineer

Company Name: Sperry Vickers - North American Group

Address: Troy, Michigan 48084

Technical Contact: Ron Imperati
Director of Engineering

Company Name: Sta-Rite Industries, Inc.
Fluid Power Division
Webster Electric Co., Inc.

Address: 1900 Clark Street
Ci Racine, Wisconsin 53403

Technical Contact: Glenn Hubbard
Manager-Forward Planning

1.1.4 Mail Survey Respondents

The gear pump manufacturers who responded to the Break-In
Procedure Mail Survey are acknowledged below. Details of the
survey may be found in part 2.0, section 2.2. Without their
valuable input, a general gear pump break-in procedure could
not have been developed.

1. Dana Corp. - Hillsdale Hydraulics
2. Sperry-Vickers
3. Parker-Hannifin Corp. - Mobile Hydraulics Div.
4. Hydreco
5. Roper Pump Co.
6. Ross Gear - Division of TRW
7. Fluids Control Division - LFE Corp.
8. FMC Corp. - Northern Ordance Div.
9. MTE Hydraulics, Inc.

10. Weatherhead Co. - Subsidiary of Dana Corp.
If. Webster Electric Co., Inc. Sta-Rite Industries
12. Hydraulic Products, Inc.

6 13. Prince Manufacturing Corp.

6 -4-
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PART 1.0 LABORATORY PROGRAM

Lil Introduction:

1.1.1 Contents and Authorization

This interim report summarizes the results obtained in
evaluating gear pump efficiencies during the first few
hours of the pumps lives. This concludes the initial
phase of the program to investigate pumps described in
the following section.

The authorization for this program effort set forth in
MSOE Fluid Power Institute unsolicited proposal entitled
"A Proposal to Evaluate Hydraulic Pump Efficiencies During
The First Few Hours of the Pumps Lives", dated May, 1977
was awarded on 30 September, 1977 under contract number
DAAK70-77-C-0214.

1.1.2 Objectives of Contract

The overall program objectives are:

1. To prepare, implement, and validate a current version
of NFPA's T3.9.17RI Pump and Motor Test Procedure.

2. To determine the degree of correlation between the
endurance test method in MIL-P-52675 and the high
cycle rate durability test method.

3. To determine if the durability test method will serve
as an acceptable accelerated life test to replace that
procedure contained in the current version of
MIL-P-52675.

4. To implement and validate those measurement procedures
prepared by the Milwaukee School of Engineering for
the U.S. Army under contract number DAAG53-76-C036.

The means by which these objectives are to be accomplished
is shown in figure 1.1.I.

The objectives of the effort reported herein support 1. and
2. of the overall program objectives and specifically for
this phase were:

I. To evaluate Industry efforts of hydraulic pump break-in
procedures upon the MSOE measured value of overall efficiency
on a selected sample of 18 commercial grade gear pumps.

2. To study the nature of and the degree to which the overall
efficiency migrates during the first few hours of the
pumps' lives.

3. To determine the degree to which moderately heavy doses
ot AC fine test dust affect the above.

-
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F i gure_ 1 5.6

PRESSURE AND TEMPEARTURE TRANSDUCERS

Pr',-tjrpnd temperature measurements were made at the 11let
mu outlet of the test pump. The hose leadinq to the inlet
0 thf, pu)o wa,- insulated to reduce temperature fluctuations
*. 1hn IncrHcas..q( and decreasing the pressure at the outlet.
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1.b Gear Pump Test Procedure

.6.1 1In trod uct io n

Before the eighteen gear pumps supplied by industry were tested,
the test system was qualified using one of FPI's gear pumps. Both
the hydraulic circuit and the instrumentation system were qualified.

1.6.2 Hydraulic Circuit Qualification

A twenty gallon cylindrical shaped reservoir with a conical bottom
was used to insure that no contaminant could settle to the bottom.
A diffuser was installed in the center of the reservoir just below
the oil level which created a mixing action inside the reservoir
to keep the contaminants in uniform suspension. A separate fluid
conditioning circuit was incorporated into the main hydraulic
circuit for heating or cooling the oil and to control the
contamination level. A three micrometre nominal filter was used
in the fluid conditioning circuit with a bypass valve so the
fluid could be either routed through the filter or around it.
When the fluid bypassed the filter, it went through a sixty
micrometre strainer to remove the large particles. The sample
tap was installed in an elbow in the return line after the filter
and strainer.

To qualify the system, the fluid conditioning circuit and the FPI
pump were run for several hours with the filter in 'the circuit.
Oil samples were taken at selected intervals to monitor the
stability of the contamination level. The system was contaminated
with AC Fine Test Dust to the level required for the contaminated
fluid break-in and allowed to run for several hours with the
filters out of the circuit. Oil samples were taken at selected
intervals to monitor the stability of the contamination level. The
thermal stability of the system was also monitored during this time.
Qualification results are shown on page 28, figure 1.6.1.

1.6.3 Instrumentation System Qualification

The transducers and their related equipment listed in part 1.5.1
and calibrated as described in parts 2.4 through 2.8 of this report
were installed in the test circuit, figure 1.5.14. The outputs
from all the transducer amplifiers were connected to a single
data acquisition system which was completely controlled by the
operator. The data acquisition system was used as an interface
device to output data from the transducer amplifiers onto a paper
tape and teletype. The paper tape with the raw data was fed into
a Burroughs computer for processing.

Calibration of the instrumentation system was verified before and
after the break-in test on each gear pump. The FPI gear pump was
installed in the test circuit to check out the operation of all the
transducers, data acquisition system, and the teletype before
testing the eighteen gear pumps supplied by industry.

1.6.4 Deviations from Test Requirements

The actual test procedure followed is as presented in section
1.4.1 of this report for break-in of the gear pumps.

-27-
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,U ltV - i > r,ak- 1r arid Two Hour PUT,

I. . M tth0d ot DIata Process 1f

Data was processed using FPI's LABCAL computer report Pro-
cessirig Program. Prior to execution of this program, the 0

input information was separated into three categories of
data files:

1. Transducer File (calibratioui data)

. Raw Data File (laboratory data)

3. iris truction Fi le (data manipulation information)

Upor exenution, the raw data file is automatically run through
the transducer file. This corrects the raw data, as recorded
ir tne laboratory, to standard engineering units and provides
Tor calibration corrections. The resultant data is then math-
e maticalIy manipulated to yield required information by means
(of tnlt, instruction file.

') tput ir formationi from LABCAL is in the form of graphically
A'lotted data, data tables, arid summary data.

'jitd '' ;twer tS

.J.ir, r It .yc Iic break- iri , cnanges in the input speed to the
: ( , 'curred due to differernt values of loading. With the
t )Uhp, the maximum loss in speed was 269 rpm (no-load
: lod), or about 10 of Target Speed. Because of time

S,-alisrnd for data collection, the input speed could not
I .J Ltd at each loading to a constant 2700 RPM. This input

....... i Irop-off meant that the output flow also dropped off. These
VI1 ,,erv adjusted using a ratio of the target speed and

* Ia.tic ir~dspeed:

T ,

th, two nour run were also adjusted to p

r . i1';nt cnaigi-..u from the target speed using the
I I , ,i , o tro(eddur,- as in the cyclic break-in, input

S, , for t.ht two hour run were adjusted to cc .pensate
;. ' r, in in 0ut,l,,t pressure (less than I of target pressure)

, .r Trit, target pressure arid the actual measured

'I , A

,",Il ej,r t.jr ad3 us rr t was performed to correct for
• ,,il i fij < !, fftc t.-d by ttemperature changes with i ri the torque

* 'r .... . -l >it'd a a, the '' of ideal torque
.i v f i ., ' thO torqu irlput ir the case of

. . ,, ;. .,r t'ar that oalculated on the

. r t Ir: nut. lotu pressure a lore.
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1.7.4 TABULATED DATA - TWO HOUR RUN

1.7.4.1 Clean Fluid

Manufacturer Pump Code No.

1 57740

12566

25331

84387

2 56941

11458

16439

05585

3 10281

63661

17453

18103

P ~-38 -



1.7.3.3 Graphical Summary

REPRESENTATIVE GRAPH OF

DIFFERENTIAL PRESSURE VS. TIME

FOR CYCLIC BREAK-IN TEST

4
This representative profile curve describes the cyclic break-in t4St.
The test was performed immediately after determining the roll-off!
cleanliness.
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b r 1 (ouo 5~.3 e67.7' 9922 04*M, '2

7 ^ )" ' 1

A z oQ1

9 9 n o 2uI b u) q Io,

to 3 () - 7 .1, 1 to bs 9 3 2 p

zoIo 24.3 b .71 929 b,05 ,5



IE373 LUNUV;TD BY FLUI Pu,.tx INSILTUILs Ml WALJ~LL bLMUUL UP* LN4INt LM A m,

PA10 1,PU4 COO NO ~~
SECT a t4QI~mALIZ 04VAL f'OF' CYCL1it BREAKIN *CONTAMINATED FLUID

PROCESSED DATA

TIPE ('F OF VOL. EFV. mfcwd O FRQALL
4 I%UTts N F51 ~ PFPFd W~

38 5 7 1) 9 .1 9 P , U

111 100 7O~3 7 s0 .7

5 0000 200.706 0.5 9 .29 57b~ 5 nh

PAS '00e) CO 4E nO 578 - I obh OFC. 6? 0Fb2 A
SECTI1N 1.0r 5J~A1E bAUE OF 43LI 6REA21N S3 COT SIAE FLID

11 23 'it 01F 1 O VOL 0 ~ 1iC 4 VFR-S87ALL: ,

~~,200~ 9O~5 l~I 9~ 59, 55b 5*3.

12,000 20o06t0 M 7?Cs 2fE5 57,

255.3 Ti.S D2b~ I lWAld LE

VA I~!S~IDC'Cl'I BREAKIN *CONTAMINATED FLUID

PROCESSED DATA

K O VOL. EFF. MECW. OVFR:AL

2,0oo 5o A 1:$1 . 5 u P' A09J A,70 7sh (lub
3 4600 2js(J5u 13b.460 9q,Qo 591b573,

4 l on 1 19.4 ~j 9.5 6,?
n01,oo 2 ?. 11 . l 9e.992~ 87 6 1o 8 6%

Ii 1n0.02 1b1,p3d 9b0 19 blq 5 25

6 0  0 Q CO NO 0 9% *t. I 0 I rr F 63 9 5 92, 2Q,

31 100000 20 1 IbA*C.C1Q 93.28 541i,5:~

1 p c r ) " oF
. o 0 1UQ NO L 28F[GCL

StC I d8"vL6E BHE91N CONTMINTFD LUI



1.7.3 TABULATED DATA - CYCLIC BREAK-IN

1.7.3.2 Contaminated Fluid

Manufacturer Pump Code No.

1 44947

58678

2 18593

64952

3 17983

08158

--34

*"



IL$TS (UNUU:TED Iy FLUID PO'NER INSTITUJTF, M1LWAUPKLL SCHOOL Of t1J(INLLFkING

PART I ;1(1-'p c~r NO A M 120 DE(, F
5 kC T10' 3,02 1 ?,.HALILED vLLJfS 00 LYILII BRfAKIN *CLIAN FLUID

PROCES5EO DATA

11f pOVf. I OF VOL. EFFr. mECH. OVFPfl.LL
44 MIN'?' C T2 EQ ; SY

7) I b 1 6P
M 

-4 j9).o s 561 %0.25
3fl 1)r 1 $ Q'3 1 7 lu Q7 7 A 7 9 . 1i o 76. 5 '

u' r 7 7 1 R I "i Not 3.

L)P m "44 1' M cm9 9O b 3 7 121 1201 F

I OF VOL nFF nMECH 7)1 1C j1 1 8 9. -'L

1 32.1 0,o I Q I'.1 " 1 ~ .7 1 ~ h N t

PART 1 'U~mP CnOD! NOI7 661 120 DEC, F
SE CTIONf I. 1,0 ~.~A L uEALoEs OF CY1LI1 t3REAIKIN *CLEAN FLUID

PROCESSED DATA

. mE r Z OF VOL. EFr. MECH. vE4*L

0,00 L; ~ ~ ? 1T7 '5U 17~ 53b~ 1 , q T EfPEl5'

V 070 117t4 41~~ Qf A

7 Q 1 k: n I 1 1) (1 " . N ~ 9 . *1P

2W') F 9l Pb 8 M(27.t o 0 n c t ) 7 19 6 0 8 1 . b i . D 4 7

P 1T' 1 1, 11P C C)NO 4U35 2 F
SECUO 0 PhA L SL VA UC Yl LI 8RA.N*CLEAN FLUID

PROCESSED DATA

TIE 1mr~O VOL. EFr. rrmCH'. OErF-A L
N pp(5" D0' IA Er.FN

4:n~jn 9 .07
7,), .. ,'~ * 7

6 , 00t 0 Q. 3 ) 9 t

00(%~~ ~ ~ 1 71 Ib



TESTS CONDUCTED BY FLUID POWIRD INSTI TUTF, M1LWALIKEE SCHOOL OF ENGI4NEERING

Nil lUMP (JDF8 * DC F
S3ECTI0N 1.W C NDBMAL!ZED'VA'L d CY4LI1 BRIAKIN . CLEAN FLUID

PRocrSSED DATA

T I 4E 1 F ~ I VOL. E fc 4'~ 0 YFR A

ml NIUT 1 1 "I4I 10 7L4U PF NCI NT PERCEtjT rE C.i

9 :3 u 7 8b: S, 653 A? 31
4,000 t,#uO 52,2QO qq.2un t5thba 0J?

a 20000 1 7 4 iQ7 I n P. i' Q u2 92. Qf.6 ~ 8 9 7

'J000 '9 1. 0 7 %

ri 9 0 ic 6 39 Q3: O 9b2. 49
11 i000 426 10S1 g 6 bl,155 60.53b

E 81CT104 1.0 2mp CNOORMAL lE'VALUES OF CYLI BRFAXIN *CLEAN FLUID

PROCESSED DATA

TIME 0 1F F % OF VOL. EFF, Mf CH OVEW-ALL

2:000 J9 *20bt W ".b8 epiu u65 3:33n
,000 euI btq lb0.bcq Q'q.' 7b b?.2?ti 61.97B

10, 000o I J9 h 05 9 1 Q9

1 0.000 201.722 150'6.$.21 bb,30J 65.795

p A410 I I a'Um~p CODOE 1-20 DEC F
SEC TON 202 NOR AL!l VlALUES OF CY1LI1 BREAKIN *CLEAN FLUID

PROCESSEn DATA

T TI mE T r 0ZO VOL. EFr. MECms OVEF4-ALL

0,000) l7. Ai l1t.50'I Q'?'3m0 52,77n 2 O
2 :0 00 61t b7, 7 1 1 3O.'36 7  Qb 1,23 7 b ,au 1 2

00 17Qi7w 7 Q s . 2S 7. II ? 35 73

11 2000 181 b7 89Q,585 99.15 52:747 52:33(1

PA Eiy CO~ 1O 10S4 c- Q NO Fl
* ~ CIO ~O. a .l-0MAL!ZDV'lLUEVUF crydLI SPLAKIN *CLFAN FLUID

PROCESSED DATA

rJ P., ~ VOL. EFF. 'E C w OvrQ-4LL

u A 2 7 u N o te 2

1OO~ 100 ~ 'J 2 ~ ,3 I032*IS *.
1101~~~~~ 1'3?-1) 5t



TESTS CONDU'TED MY FLUID PO.oER INSTITUTE, MILWAUKEE SCHOOL Of ENGINEERING

6LC10 "3iotZ2;p1.V8 fC yI l1ORCA'KIN CLEAN FLUID

PROCESSED DATA

00 I7.'0 5 O- i b ,6 Qt Qb .10 5 .

0,000 1 h 0I 75 it 5970 95.762 ';bf.9 0a

0A0 1I 1 'j-4 CO0 EN n? 56 Ao~ 2 PF b

P0o 0 IA SA Err 48 g:

110.000 1 '1 ' 50 64 9.762 5b,950 75 4' I

O P1 C 0 1) N 0 F

9:02.72I Q U4 b2'? 58.93;
000 Zoqlo33 27e89 q1bb 9272 8,32UB 75.Q

a 10 0t S Q38.9l

PAR 0I a' 0 1CO e,5 33j.:2I lz r? A 7 T NA.
SECTION0 1.03 a BR A I CL A 9L I

1 0 00 1 0 5Li 6: 4 b 91 3.

3I4 5SOL .Er 93 . VQ.L
9 ()(,a A pp 4r 1~ 7 ~ C 3E~F Q 2:7 6a 5 ut 0 )9 10b Io k6.9QQ 2 4 8 1

1 0,000 178.899 18.1 b3 92.905 55,o92 !t:147

SEC~ ~~~~~~2 lIN10D. 94A!EO~ALES FCr BREAKIN *CLEAN FLUID

PROCESSED DATA

TIME Dirr.XO VOL. ErF. mECW., Dy F~lAlj
' Ppl~ Pr ! FrrF I Fr!
uT~T Etr ;EQCE;,T pr F

~~~9 AIb' I ~
3t h 6()7

* ''I m

7 06510 ~ .~7 5
t 1 2 Q7 7" 61 b Q9 5w~p o7 15 S
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1.7.3 TABULATED DATA - CYCLIC BREAK-IN

1.7.3.1 Clean Fluid

Manufacturer P mp Code No.

1 57440

12566

25331

84378

2 56941

11458

16439

" 05585

3 10281

63661

17453

18103

Note I: Mechanical and overall efficienies 100'. due to input torque
measurement error. Data should be ignored.

. Note 2: Volumetric and overall efficiencies 100- due to outlet flow
measurement error. Data should be ignored.

Nott, 3: Volumetric efficiency 100 due to outlet flow measurement
error. Data should be ignored.

1.
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1.7.4 TABULATED DATA -TWO HOUR RUN

1.7.4.2 Contaminated Fluid

Manufacturer Pump Code No.

1 44947

58687

2 18593

64952

3 17983

08]158

c00

6 -45-
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1.7.4.3 Tabulated Summary - Two Hour Run

Root-mean-square was adopted because it is d good nieasure of the
degree to which a parameter varies from a desired or t~arqt-t, wivlut.
For instance looking at the table for manufacturtr 1, 67 (RMS
of Deviation = One Standard Deviation 67, of all obstrvti or,) uf
all pressure readi rigs on pump number 58678 I ay with 1 5 ,i f
an average pressure level of 2498 psi.

The following data was calculated from a sample size of aipjruxim,1t,,y
65 data points for each pump, taken during the steady stat ow()
hour break-in run. Values of QAVE, TAVE, arid PAVE were arrivd (t
by averaging the 65 data points for each parametr resp)H(:tively.

Mfyr..I

RMS VALUES OF DEVIATION FROM AVERAGE

Pump RMS RMS PAVE Rr'1S NAVE RMS
Code # (Q-QAVE) (T-TAVE) (PSI) (P-PAVE) (RPM) (N-NAVE)

_ GPMU J__ in-_-Ib-s) (-PSI)- (RPM)

58678* .114 4 2498 5 60 l

44947* .119 5 2494 4 27b5 I

12566 .067 4 2498 2 2693

25331 .102 5 2489 3 26.97

84378 .051 3 2493 2 269h .

4 57740 .083 8 2498 5 ?7s, 1

AVERAGE VALUES OF EFFICIENCIES

Pump Vol. Eff. Mech. Eff. ()ve-ral [ff.

58678* 90.4 90.3 81.7

44947* 91.4 90.9 83.1

12566 88.1 93.5 82.3

25331 92 92.1 84.7 

84378 90. 1 91.7 82.6

57740 90.2 91.0 H.. I

*Pumps broke-n in with contamitiated flu id.

-49~-



Mfj-r_._ 2

RMS VALUES OF DEVIATION FROM AVERAGE

Pump RMS RMS PAVE RMS NAVE RMS
Code # (Q-QAVE) (T-TAVE) (PSI) (P-AVE) (RPM) (N-NAVE)

05585 .530 12 2500 1 2710 49

11458 .128 48 2495 14 2704 11

16439 .497 11 2501 2 2707 50

56941 .080 12 2499 8 2696 5

18593* .083 37 2495 18 2697 5

64952* .028 8 2496 9 2704 1

AVERAGE VALUES OF EFFICIENCIES

Pump Vol. Eff. Mech. Eff. Overall Eff.

cCode # ( 1)
05585 93.6 93.4 87.4

11458 93.5 95.3 89.1

16439 93.8 95.9 90.0

56941 91.3 96.6 90.1

18593* 91.6 82.8 75.9

64952* 95.1 92.2 87.7

*Pumps broken in with contaminated fluid.

*-50-



4B

rif . -3

RMS VALUES OF DEVIATION FROMAVERAGE

Pump RMS RMS PAVE RMS NAVE RMS
Code # (Q-QAVE (T-TAVE) (PSI) (P-AVE) (RPM) (N-NAVE)

_____Mi __ (in bs_) -PIi (RPM)_

63661 .060 16 2474 4 2700 4

10281 .084 24 2527 25 2699 7

18103 .555 17 2500 2 2715 49

17453 .478 18 2504 6 2714 43

08158* .121 9 2495 5 2697 8

17983* .034 10 2494 7 2696 2

AVERAGE VALUES OF EFFICIENCIES

Pump Vol. Eff. Mech. Eff. Overall Eff.

' fl) Code #

63661 91.4 88.8 81.1

10281 91.3 94.8 86.5

18103 90.6 94.1 85.3

17453 89.0 94.5 84.1

08158* 94.2 89.1 83.9

17983* 94.4 93.9 88.7

*Pumps broken in with contaminated fluid.
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1.7.5 GRAPHICAL DATA -TWO HOUR RUN

1.7.5.1 Clean Fluid

Manufacturer Pump Code No.

1 57740

12566

25331

84387

2 56941

11458

164 39

05585

3 10281

63661

17453

18103

-52-



IISTI CONOU:10If I UY 10~ -Z~fl n h5 t 1u? 7 I.~ rC00 A ~ uIE,1 m oftl.. ( IFI G

,I( I 1 0 V L vt 3 F ZJ 40 /IL RU COA1 FLUID
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I 1" IN ). 14JTIZ1 mILlIPLV 1'y 10
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$50 85,

5.1 3.0

1.0 0.0
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00 0 1 0 0 2.0 030 ai~ 00 .0 a 7 0 0 a,0 009,0 200 11.0 IZa

$5.0 
Is's

$0.0 
go's
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1(070 CODVU1( Fly FLUID PO-10 2I'IUT,'f -ILOAU-It 8C.'OO. OF N2.Ise

1 II c- C~- UN FLUID

0.0 01.0 07.0 03.0 06.0 05.0 06.0 07.0 00.0 09.9 10.0 11's

'.030

to.* 01.0 01.0 00 0a.0 05.0 0o.0 07,0 00.0 09,0 Jo.0 22.0

TI-f IN. MNUTES MULTIPLY B 0 1

~ ~ c333l L!fV92FTZ OLIN - CLFAN FLUID

0 0 0 0 1.0 o I ,0 01,0 00a.0 0 s,.0 06b,.0 0 7 .0 0 a,0 0 a9,0 10,0 22, 0

0 s, as,$

0,0 0,0

0 0.0 01,0 02,0 03.0 04.0 05,0 06,0 07.0 07.0 09.0 20,0 110

I 1N - J I 1 "UL1 by 0020

v 3,2 13 r 15 ?,? L .t9r.1 P t c 1 141 qj3i 1o 5 IN.

121.000 23 MAN. 11r 14 "4UTEO, 0,000 is 0IN.

,t"a A, zb5 VILAVET 1 RUN CLI AIA FLUID

00 0 0 1. 0 07,0 0 3.0 04,.0 05. 0 06,0 07,0 08,0 09,0 20.0 11 ,0

01,,o

0.0

00 0a1 0 01 .0 o0, I Os to O 060o 0 1, 0 0A,~ 09t,.0 20,0 11 .0

I I F 14 -1j( I K ULTIPLO Y Ay201

91,11O10 :SAN. - 1,. r r. 1. 4 0r ac f , fe9 .I
9

0 II1%



_ - - " -.- _ _ ,- _-- .

iisos CO DJ:I(D Oy FL-.3 l0-( I l',611Yuf( OILOSuRIE AC.OOt Of fh~.(,IP1.'

OILIRP, 1. . f' L LN*CI FLVID

so $1 . 01.0 03., 0 o;, #$.1 *i.0 *7 .1 06.0 09.0~ 10.0 .0~ [i.0

5...

00.0 0 1.0 02. 0 03, 0 0o'10 0S. o 06.0 ol7,0 0A0 09.0 10.0 11 .0 220

12" I~ r IN JOOS WOULTIOLY By 10

qo. Sb! 13 1 Ai .V - I EFF IN PIPC[NY. oq9.6oe Is PIP).
1?0,000 is PAX. !!t 14 h!%U3Cs, 0.000 13 "IN.

to 0 01.0 02.0 03.0 64:0 0S.0 06.0 07.,Q 06.0 09.c 10.0 11.0 1Z0

S., *0.0

00 02. 1 1, o 0 o. a5,0 0,0 (17,0 0o. 0 o o o o I, 2. 0 12,

T I' P~ F 7, I 
4
ULTIPLY Py 20

01.260 15 "! .P 14V I 1 IC fT 01,1137 1II IN,

1?0.000 Is PAX. TIME 1% MINJte, .00 Is -IN.

I c IO, 3,0.. -"~?t CL(AN FLUID

0 . 0 c 03.,0 ~oe 05~ a. 070 06, o P610 0'.0o I0 1 .0 11.0

1,o6

to, 62,0 .0~ 0).5 c''.0 oq.o a.0 o7*0O '60o 0.0 I0,0 11.0 126

-1- !,M T0,013 IT JIN.

Is -14



'4S

0, .0 01,0 @30 80.0 9 5,a *, @7,0 o0o oo 1, 110

5.0

-, -- 010

-n @1,0 00 0 AIn 0 0@, 5 . 00 b , 07,0 0 09,0 10.0 01 0

N' i1j 4i)LTIPLY by I

I.1I~~~ ~~ -DU,1(.~i~ ' IJ PUN -CLIAP. fu

0 010 0 0 0, 00 03,0 Ob, 0 7,0 0 0,0 0 9, 100 1 1.

06 *0.0

Its.09-,

S.Is50

0.0 0,a

000 01.0 0?*ri 01,0 06,0 03.0 Cb,O 07,0 0P.0 09"i, 10.0 11.0

I . .

&. !,r ;1. q Q uI. (LU Is

A0 1. 4 0 1

0f. C. ?0 of4 0,0 @5,6 4 60 07,0 1'8,0 09,0 10.0 11,'o

S.0 - o,

*0. 0.~ 01.0 0o , * b 07,e 0F.0 09.V 1c.0 11,0

fl'-1 ~ *'~MULTIPLY P' 10

'V~ ~, 00015 Ili .



T t 6 1 CO.Du:T10 My FLI Po-ff* I.50llIjlV, "IL-AI.(( bfMUOL 0 .161 (11 4

os, 15o0. 0. ao .8 Ob.0 07. 0 pe0 (19.0 Ic~t I11 1 z,0

,0.. 0.

*o.0 01 .0 01.0 03,o 0 o0Q. c5,g 06.0 D 080 09.0 10.0 1 1,0 1

1 -41 INK MI'dJ IfI MU0LOIPLV dY 10

I00A15 "Al, II-E 14 1401135, 0,0001 I.

SLC 10 IO 1.?i R ~rLZDLE P1~. UIl - CO',YAMINdA1D PLUOD

00.0 01.0 02.0 03.0 04.0 05.0 06,0 01.0 08,0 09.0 10.0 11,0 l,

95 .9I. I...1

":ao 01.0 0?,0 .3.0 04. 0  05,0 06,0 07.0 Of.o 09.0 10.0 11.0 17,0

lIPP IN INJOCS 4ULTIPLY by 1IT

94.P13 IS 'Al. 0,. f . ,, rPCNT, 94,757 IS MIN.

l~,'0 s Ai 1II- 1%. .'i',,ff, 0.000 in M-IN,

0, 01. 07, 1. ,0 05, 0 06,0 07.0 Do0,0 000 10.0 110 11,0

Is,0 asI

li-f~IJ y~-~( '' Py IT



"A. @1. a. I3. oO " ̂ -L 0', VIP* CS~ n.I q I L 10, 10 I*

11100

l?.O .3 h . .l~ ....... ..' '' S 0 ..0 1. .1.

@0 0.0 010 3, u*o 05.0 06.0 01.0 0P.0C 01, 1o~ Z1. r1

71 ( 1 PV E 'U I VL y I

el*CIN 1 o 0 at . 02.0 63.0 
3
a 0  05.0 06.0 f, 060 09.0 10.0 11 3.0 1.

111t INs b'fJI(3 "UL11PLY by 10 1

I?3.030 15 A .x T3 I % N l sI 0 .0 nom I' It,

3~~~~~l1Q ~ ~ ~ ~ RO -IC, .r~s. ~~@~ CONTA.I014fILP FLUDO

I~I4Ll 01.0 41 .0 0?.0 03.0 @4.0 05.0 f~L. a 01.0 08.0 09.0 10.0 11 .0 I*

*0,.0

I .'o Is , ,I E I~ 1I S, 001. 0 I' -IN.



OL40 coUo':nr "LA Ori j14 IIIc ASIIr CILNhu'Ct AC 0, I0tf

cr ~ db,,d, .1 011IA C C

o6:$ @2.0 02.0 03.0 n*oa 05.0 06.0 07.0 06.0 09.0 IQ.(% 11.0 12.0

11001 IN . 1j011 -ULYIPLY BY 10

0.SQo 13 VAX. OVER-ALL ter. III PERCENT, 66, 17925 03,14

M?.I.Of 16 fAA, 1I1[P Ik "i'l 0.000 Is .1's.

INLA AL VA U .,'I COVIAMINA100 LUID

;1 c

eo.@ @3.0 *a.0 0).0 04.0 05.6 06.0 07.0 06.0 09.o 10.0 ]i~e. 22.0

I$ 

0,0

09.0 0 10 a.0 0?,O 0 C-1 6. 05. 0 0b.0 a ? .0 06.0 09 1.0 111' 2.0 11,0

I I - I s t 4!iT( E OULYIPLY SY 10

%1.1)3 Is VAX* "EC. (iF, IN PENCE 41 a0. QO? 1S 1I.

12h1.000Is PAv. T1't 1 . 'MINUYE3, 0.000 is ".11

9*6 2g IP ((i r ?~ C
SE~lCP 2, I ''MLi 0 F SwIII CINI~thTtI PLUID

@0.6 62.0 01.0 03.0 DR.$ 05.6 6.0 07.0 05.0 09.0 20.. 11.0 22,0

60.6 - 6,0

"t, 6.6 0 03.60 (16.0 as,0 06.0 fk,.0o 16.0 010.0 10.0 11 .6 12,0

TI']f 14 'T.j?tlk -ULIIPLY By 10

V9i,ilb IS 01k. 111. (',IF1 'fII? vs. 7 Is -i.2.

1?0,0061 5 'as. Jbo l 14, 1l, 0.00 Is "IN.



'*C L"LD R UN COP.?h..IhOIID FLUID

61.0~~ ~ ~ 010 1 6. %10. 60 0. op IID 1.

91.,0

110:0 1.Ii oz,o 0.0 04.0 CSo 06.0 01.0 00.0 09. 10.0 1o~ 1.0o 1,0

I.?IS IAlf V%. E Ff III Pte'C(P.1 91. 178 15 PIN.

l?'n.Q00 15 PAN, 1141 1h -1'AIS, 0.000 lb mIl

00.0 01.0 *?.0 @3.0 (4.0 es,5 06.1 07.0 08.0 09.0 10,0 11.0 12.0

log '0,0

II

11-1 IN~ P.I4jrts "ULTIPLY by 10

Tob6 to to~ 'P. IV JN PVCYNI, ADOb 15 o is I
Il,ft.% 15 IS tax. 1l'( 1%. -:..''rs, 0.rp Is "III.

SIu~ .. C I I U4 I DIIL II ,',,r.J piA i R * -CDOj1AN l0IFLUID

DIE ItA 0 01.0 02.0 03.0 04.0 15,0 06.0 07.6 08,0 09.0 to,@ 11,0 12.0

7S.,

I0.4

06. 01,0o 1%? ,0 41,0 li0 os.o r-6.0 a 1 0 r'.0 09.0 10.0 11.0 [,

11It' INa "l..Js SULIIPLY 01 10
P1.5e I. ~ CIPT t3?~IS'

1?0.V30 15 1x 1i -1 % -j'.if?0, 00100 is "I". *



b i~tI - I~ 0 -$~~Ll( a vuI C, 0uh BUN *CO~fAMI..TLD tLVIO

se ie 01' 0 @4.0 01.0 *&.6 FI* *P.0 09.0 10.0 11.0 11.0

110010 0100 02,0 03.3 (14.0 01.0 06.0 01.0 110* 09.0 10.0 11.0 11.0

tl'.F IN mlmIE S NULYLIPLY By 10

*?.,5 S "A% CMC(tALL [FF. IN rf*6E'JT, 79.678 is M~IK.

118.000 ir. fix. T14C 1% w3..IhI~ , 0.OCO is Him.

PAII? I I Du-p 0 O4 . VV
SID-4 .1.0 1 1 .0 ALI/ D RUNJ -I tetAm1NATIO FLUID

4tCH

00.0 02.0 02.0 01.0 04.0 65.0 t#6.@ 11 08.0 09.0 10.0 11.0 l?,0

a s.#5,

9.4 0,0

00,0 03.0 02.u 03.0 od.0 05.0 Ob.o 07.0 Qt*0 09.0 10.0 11.0 11.0

11'f IN PINUTES MULTIPLY by 101

to. 91 1 IS 'A a1,r . F'r. IN, Of '~t, ag~br2 IS PI0

"&I. 11" g4 ''P~rs 0.c( is NIP..*I0 U

* IICIIO. 1-040w "Uk"Ii 'L~l 3 OF 2 'I 1I - CUIAmINAI(D FLUIL)

PE1f% v0 * 02.0 01.o 0 0 0. n.0 01. .0 o,,o .0 011,0 09.0 10.0 12.0 12,0

0.0

00.0 02.0 04eol) o.0 01,0 cg..0 n I 0 0 aP. 0 09.0 20.0 11 .0 12. 0

12101 144 '4 wj S MLI.IPLV liv 101

*0.
51  
IS '~ * 'L. iif'. 1. Practo, 701I 1.

Il..' ~ ~ ~ ~ ~ ~ 00o is -a.I 13 ~.f*~I .

-67-



11,11 C04o:ll 0 My FLUID O-.0 ',ST I J~t, ol.iU1(V lC.1(l0L cF 1#r %t1o3'.

SIMO 1 . 41 'zr .N *~DI lrA? U CO'.ToINATt0 FLUID

UC P~ L RNi

II

Is a Ia U P C D X " N

@0, 0.0 02.4 03.0 0.9~ 05.0 06.0 (t.0 OF.0 09.0 10*.0 33110 3,0

TIM( IN MINdJTfS AULIIPLY Oy 10

p).661 IS 'kl. OVI-AL (P . IN PO C 4 , t%?.9 0 13 "i'

110~,,0 13 I#Air. 113'E 1% ." 16 , 0*t00Di IN ,

Psi ti l *.0 1UM I-pw '.0m Jo i I Or .

00,0 03.6 02.0 03.0 00 #S.0 A60 fI1.l 06.0 09.0 10.0 13.0 32.0

of.$ @3.9 02,0 43,f 0. 05.0 0. 01.0 004.0 09.0 30,0 13.0' 3,

11'. 3' I 1ilOs HUL1PLY By 10

91 10 11 0' F .LM Ctp 3L I f'' I r . 40 9 ? i

ItCIIO" IseuLIiIU P&W.U ?I*( IN CCI.A.000 is PLIN

-66



1.7.5 GRAPHICAL DATA -TWO HOUR RUN

1.7.5.2 Contaminated Fluid

Manufacturer Pump Code No.

1 44947

58678

2 18593

64952

3 17983

081 58

-65-



tests CIddF.tD PT ILJito PDOtl PI111I!611 i 43 A41-t L *1VU. VF 9 1,J 11

~am '~u C .. J L'3 i ftI"ful 111II CLIA FLUID

00.0 61,0 01.0 0.0 Cat 05,- 061 07.4 so's 09. 100 I'

Va

o5.,

00.0 p0. 0 03.0 04,0 05.0 01,0 P',.0 t~a.0 09.0 l0ss 11.0 11,0

4 15IIP IN p T1Jlls MULIPILY MyT 10 1 ::~:
1 118 IS PAX. OVE-L '. , *4*0fl8 3 04

161'.1104 1 r I'l . 4 IN -3 14 ES 6. 0 IS0 O-t..

* *:l3Oh* I.~ a 0..ii.In0 ~ALL'CI 1 au'RUN *CtfiA. L!

@0ot0o , 01.0 91,0 04.0 @5, 06.0 07.0 04,0 09,0 0.0 lot# it, 0

0.0

990.0 11,0 C, .0 03.0 c1l,0 05,0 ob,e P7.0 011.0 00.0 10.0 1I,3 1z,0

IlpMt IN. -]iveJ~s -xLLIPLY HT 101

I?~ s I %. '(CC". (Fl. 1% rl..tiwi., 01.194, 13xl.

itd,.3co is iddi. lIi 5% IhuTS oifor's 0.0 5 is-I-

goo, 0 0. ?0 o'o l 00. IS. obid $?. s' 040h.0 'Llot ts

05.0 Oslo

0..

06,$ 1101. 0 ) 40 0301,1'.fl116.0.pe o 3', 8.0 It,0 11,11

lii..1oft IS t~.(srs "'' -64- *. sp'



to81 co..DU:1 vto ft L P0.1wq ".I~'s 1f , Ibouat $(Moot. Of t1Idll'dL01%6

Itcl 10 C I ~j 10 P4 I LI uJ RUN~ C LEAN PLUID

SSS h 10 S. 4 05,s 96.0 709 00,0 09.4 10.0 It,@ 11.0

W000

13.0CI

00.0 41', oz.O @3.0 60.0 05.0 06b,0 0.0 01.0 09.0 10.0 11,0 I." (

TIF14 E "dUL11PLY My10 f

100,000 [S3 AN. 7 14 Ii "I k E5 Is -1I,

10I L * 0,~ o~ Q U70. '
'I."O * I ' IL b I "uQ"*(E' LUID

*o , s,$ 02.0 03.0 04.0 03.0 06.O 01.1 60.0 09.0 16,0 11.0 1Z.0

*190 to0

0. 01,0 0?.0 03.J 04. 0 05.6 06.0 1'*o 00.0 09.0 10,.0 11,0 12,.0

li* IN .~r 4ULTIPLY By 0 1

a*6 t cr.Ift. Ij?0tC.. CLe 
1

'LUo

or, 0 at 0 02.0 03.0 0.0 fS,* 06.0 01,0 011.0 09.0 10.0 11.0 12.0

00.

$Se

00,0 11.0 91,0 03.0 04. 05.0 06.0 0t 00.0 09.0 10.0 1 1 , 10

11-1 IN. "%JI11 4v01FLY WY t0

190sis -&I, o!%. to9*'. tPf 2Ctwl. 79,090 11 1 10

10.000 1 s PAN I I't 14 "1~IS 0,#00 13 -1-4.



3..J I L~ALIIo WLLt T- .-*V& RU4 CLI AN I LUbD

SS.0

I0. ck* E~. 0 06.0 0S.0 00'.0 11. 00.0 09. 10. 1o 0 .

fl-r t.. "1mU'(S mut I ILv So 0 t1

'I. I n C'P r 0 I 00n3'N

DIl~l 'l g L V8. T Di U
I"- F~

1
6' L' LUID

*Lol 00.0 el .0 oz*o 43.0 n0. 05.0 0  
fl?0 08.0 09.0 10.0 1 1.0 Iz'O

90.0 os

Pit 0.0

so's 01.4; If 03.0 n.* W 5. o ob* 07.0 08.0 09.0 10.0 1 1.0 ].o

v ?0I IN v1'.JTfs PUTIPLY Vy 101

fq.')vl 3'I .'!~ IrrY IN Pt*Cf. 9I111 I5 "I".*

15 la.. 1 &*24! IN -I.. 0.00M is -3'.

4.,;:
4  

11 11.1,3 U. CL (All FLUID

*,. 02. oq* nO. 06. 05. no 01 0 60 ae~ 9 0. 1l o I .

5,.0

4.9 0.

*P* 2.' 9?.. 10 0,11 01.0 A.0B 0', 09,0 oO. 20, 014.0

iI r I 3.%j 71 F5 ol0P~W 20

~t,)1* ~At ~* V 9' ~I .l 000'? is -10"



,7.

*i AL? 1' "t* AL t VU I OSAf RUN CLCI.1 ANOa iF -2'I

ofu o 61.0 ftz.cl 0n1.0 * eC.

SO. @.0 *?.8 01.0 A5* 05 66.0 *1.0 @5.9 09.0 100 4 0

4 ~q.' 5 d~ 21 P 1 7*' 0*' 5 2

S I ALC

LC1 -U"- CtL 1 PLvID

SC .0 01.0 .O o). 0 55,o 55.0 51.5 04.0 09.0 10.0 I2D

69.6

S0,0

No$ .o , . f?, 05, el * P6.6 1.6 o?,5 0 0
9
.0 10.0 11.0

tif Vv 2II % .I rf tC I 70daiIsIOlt..

1,. ht I, a. "'s.. IVe 0) T~ rn~r Olt'.ot

T ,- ,P .nj*I I~ 2 (S*0* '~ S I



It fit CONDU:1I 0 111 FLUID PD-01 161 'UlIy~f ,"U"WAI SCPPOL of iptItiI&I

1, L 11-!LV1 AU Ruh. CO "II FLVIC

0 1 ,0 .0. *z0 @1.0 04.0 *%*0 mb** 0o oft.0 09.0 1S.0 11 .0 12.0

4EC
9 . *SIC3$.

S.1..

#*,1. 01,0 0j.0 01.0 04.0 05.0 06.O 07.0 06,0 09.0 10.0 11.0 12,0

TIWE I.. 4Miflts MULTIPLY BY 10

15.O S a #&j Id '*LI FFF IN oCC1 7*3 I

IISe.,00 Is v*,. li'r 14 "14T13s, o,000 i 13 .

1 ?rS LA VV: "E"0 -111 -CCoA CL(IN FLUID

*00.0 01.0 02.0 63.0 04.0 05.1 06.0 07.0 06.0 09.0 10.0 11.0 1?,0

'S.S

0,0 0.0O0,0 00,0 01.0 03.0 00,0 0S.0 ot'll 07.0 em, 90 10.0 11.0 1.,.o

011-1. IN -..JC ULIIPLY by Im

9%,%5j ID * i "a C F7, I"pSoN,9.0b0 1 .

IIF0.' IS'hi fl IN1NJFS,0.0f'0 1s Ik



0O It Jul. I IO~ tu P1 J'A,, LC ~ CAy~ F' R V~ P11. C L F A ~LU 10

00,0 01.0 01.0 03.0 06.0 6S.6 06.0 07.0 66.0 09.0 lose its 2,

~0.0 90,0

S..O

of'!0 01.0 .o o n4.0 05.0 Ob.0 07.0 06.0 09.0 1000 00.0 12,0

tIl I P1 . JI r 'ULYIILY "Y Im

11,"~r "'.if. l1*' Z' M0~'IN, 0fE-1.0ps 1$ "N.

41 cm

00 0 01.0 02.0 0.0 00.0 CS.9 06.6 07.0 00.0 09.0 10,0 00.0. 02,0

00,0

00 0 1,0 02.0 03.0 00.0 05. 0 60 0 7. 0 0B.0 n 0 0,0 00.0 02,

71I' IN "1'hJYt% NUL1ILY BY' 10

12q.,000 15IS A, 1141 IN "INLIl(S 0,0p0 13 'OK,

I I I I vu-P (tl';O Nrt $9 C

bOCI0' IO .0, &L 1S AL *'1T--A IUN * CLI AN FLUID

60,0 01.0 02.0 @3.0 04.6 05.6 06,0 07.0 06,0 09.0 00,0 00.0 0,

&$.a as,*

6 0.0 so,@

00,11 01 e 01.0 (49s.0 0S~ 0, 07 . 00 0 o9 ri 100.0 11 ,0 a2,

TiP 1.. "IsJftg RULTIPL "1 10

91 1 S3 IA I, v ), I'' N ~,T, ok,039IS2%

0I A. 
0
0 15 ' 1. I( 14 .1 " I~P, 0,080 is MI'k.



CIL A 11 I "U4(. L 6 11 U C Lu t L3h IuD

999 *, i* 0. * 06.0b 01.0 08.0 09.0 10.0 113.0 11,0

a 0.0 01.0 A?.o 03,0 nl4.0 0S.0O 06.0 (17.0 0S.0 09.0 30.0 11.0 li.o

00.0' IN. 4~'t1 N)F MLTIPLY y 10 1

919514'1 ( 2> >I ALfr IN 1 ~CT, 6AS 3 M~IN.

I 1 3 5 I IU~ C~e 1r 15 HIC N

'( U

0C.0 01.0 ol.0 o3.0 04.0 05.D 06.0 07.0 00.0 09,0 3.0 1 3.0 11.0 z0

10,. 00.

0., 0.0

00:6 01'r o?0 M3,0 041.0 05.o 06.o 07.0 08.0 nQ. 10.0 11.0 1?.0

TIM? IN. mINjICS MULTIPLY b0Y 10

q 9.197 I5 *'(j. . [IF. IN 
3
'7wci'v, 1118 13 "IN.

0lN 1 Tu Ir~ IF I ITISoIoI

1c IO 0 0 1 4 A RUN *CLIA01 FLUID

oo 0 0 1 0, 3. D 000 o5. 0 70 0 0 9 0 30.0 31. 0 120

S0~~

0 10 01 f t. .At " a~
1

L Y 09 1o0 1tI 1

o te~. 30 'I, * !' * I' 0CST 9073 3 I



• ( 0 . .

. 0

. . f

-l fLU. A-

( . ,...7 I
(i-nma) , , / 'l ~ | il I /lUmmIIlulmm / i



.I k,, , zzt SS.* S, -'lS

CC

Ln

CD

<c 3 I0 -jc i c:: - '\j so - 0 N

-onE r~

<O'J LC) n Ca 37-

CD, F 1 F

=: :3 -Ei 03 i- n ONJ U-) U03 ZT (n 110-f

:: WI0v

Ctc z l 0U
H-Jco ::3 0.-0 S-0 - i 3 r 3 i n - (J 0

cc w: 0- '- CT- co - D -- "T
L) :3 S- m -. ccl cc--

57 -\j CC r- -tj COD

-L)Li -- ,*~ D. C-i

*~~c cc aU 0 '91

Z0) ti-cc <Cf/ 19 4D oIC C n m

F- H-CE - in-ia- c -i r- U-a CO r-0 (N 30 4
cc~1 cz_ r--a r)(a ( > f- Co r-o 03C f in '

03 00 > - CL

cc') 19.- -)~ L4-
>- LU CC- -- I- - - T

cc: 00 -- 1 u19 -) C\
LW03 0 J03 r- 03 ) C-) CO- 030 c 3C

La . ]
-D 4tZ0 E C c- C - 0 4 - - - 0 3 3 4



C,~
U-) r- U) kD L

0

-tj Czl -. ) C

-

oo

C3

u Et4~ (D Io(- ~j -o c,

.7 4 C-_ C r- -D 'D (\j CD
CDD CI :3 C\

L4 C- CDi

'ZEi9r , D C j mNC 00C m

F-~~~~~' S-z '- D- 4-)- s~~D N

LCD -1 CLJ CD ( D) C
LD D--' C- C: w CO Q~ mN CDj (.0

co 1-- 4-'A D- .L C\l C\ --- -u -

L.J ) H .J N

Co CO0 ,D , ,T cc

11) CO - (2 i-O r '- C
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.0 1.8.2 CONTAMINATION GRAPHICAL SUMMARY

HISTOGRAM OF ROLL-OFF CLEANLINESS LEVEL TEST

RESULTS OF 12 GEAR PUMPS BROKEN IN ON CLEAN OIL

Note: The data from one pump of Mfgr. 1 indicated that the
contamination level decreased from the beginning to
the end of the Roll-Off Cleanliness Level Test - that
data is omitted from this graph.
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1.9 Summary

1.9.1 Operational and Technical Problems

During the course of this test program certain operational and
technical problems were incurred which are listed below.

1. Electrical interfacing of the data acquisition system with the
hydraulic system. Because of "electrical noise" in the
laboratory from several sources, special cabling and shielding
had to be used between the transducer amplifiers and the data
acquisition system to insure accurate signal transmission.
Also power line fluctuations caused problems with the data
acquisition system until an isolation transformer was
installed.

2. Triggering levels in the flowmeter calibration fixture were
found to be very nonrepeatable when the magnetic reed switches
and photo-optic micro-switches were investigated, so the
fiber-optic system was developed.

3. Several ideas were investigated in the development of the torque
shaft calibration fixture and found to be inadequate; the
pulleys, cables, and weight system didn't work because of bearing
lockup. Calibration of the air-cylinders revealed that they
were non-lineai. Calibration of a 300 lb. load cell at 70 lbs.
full scale didn't work because of non-repeatability.

4. During the test phase, it was found that there was a calibration
shift in the torque shaft due to a thermal problem because it
was calibrated at the start of the test when it was cold and
checked at the end of the test when it was warm. A thermocouple
was mounted on the torque shaft housing to monitor and record temp-

erature rise versus time for the remaining untested pumps. An
equation was developed to correct torque shaft calibration due to
temperature rise. The correction factor was then used to correct
the torque valves on all eighteen pumps.
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Fijure 1.9.1

S "-PROGRAM STATUS

Current Status Contamination Level Type of Pump Manufacturer
;Laboratory Phase of Fluid during Endurance and Number of Samples

I-Endurance Test Test Method Mf s
Mfg. 1 Mfg. 2 Mf g. 3

Complete Clean (Fewer than OSU P-4 1 1
100 particles per High Cycle
ml greater than 10 u) Rate Test

CI, I ete Dirty (about 1500 OSU P-4 I1
particles per ml High Cycle
greater than 10 u) Rate Test

In Progress Dirty (about 100G OSU P-4 1
particles per ml High Cycle
greater than 10 u) Rate Test

Planned Dirty (about 1000 MIL-P-52675 1 
particles per ml
greater than 10 u)

r - 1:--
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1.9.2 Conclusions

41. Currently no industry norms exists for the contamination level of
production test stands and the roll off cleanliness level of gear
pumps.

2. A buyer of pumps may gain some insight into a manufacturers roll-off
cleanliness level merely by requesting receiving and analyzing
an oil sample from his test stand. At this time, it is impossible
to state that break-in with contaminated oil is, of and by itself
detrimental to the life expectancy of a particular pump. The
results, however, do clearly indicate strong correlation between
test stand contamination level and roll off cleanliness. That is,
the manufacturer with the dirtiest test stand oil samples and
pumps which contributed the most amount of dirt added to the

MSOE system.
3. There was no measurable benefit or liability to the contaminated

break-in however, effects of contaminated break-in upon life
expectancy have yet to be evaluated.

4. Changes in overall efficiency in the first few hours is caused
primarily by changes in mechanical efficiency and not the
vol umetric efficiency.

5. Manufacturer No. 1 had the least amount of overall efficiency
change, however, conversations with manufacturer No. 1 revealed
that there may be up to ten hours of running on each pump before

W) they were tested by FPI MSOE.
6. Although different break-in procedures were not investigated, the

pressure time profile used in this program is based on current
industry practice, and it must be concluded that it is a
sufficient process if followed by a few hours of steady state high
pressure running. Some efficiencies were still changing after

4 two hours, but these were not significant. The results indicate
that pumps with short running times do indeed undergo changes
in performance.

7. Any industry standard which aims at acquiring power conversion data
to be used in the market place should contain a requirement that

4 the pump be broken-in and then run in at high pressure for a total
of about three hours. There are indeed changes taking place inside
the pump and they appear to settle down after that period of time.
Premature measurement of power conversion data may result in a
difference in overall efficiency by as much as five percent,
a difference which in most cases re~ults in an improvement in the
pumps' quality.

1.9.3 Frogram Status
Program activity concurrent with the submission date of this report
is in the High Cycle Rate Durability Testing phase as shown in figure
1.1.1 page 2. No preliminary conclusion can be drawn at this time
since the data collected is presently being processed by the computer.
Results of the durability and endurance testing phases will be available
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in part III of this report to be published at a later date.

A review of the program effort by MERADGOM over the course of testing
has resulted in minor technical changes at their request in the life
test phases. Since these differ from those contained in the MSOE
proposal entitled "A Proposal To Conduct A Comparative Study of
Accelerated Life Test Methods on Hydraulic Fluid Power Gear Pumps"
dated 28 August, 1978, a revised block diagram of the life test
phases and current status is presented in figure 1.9.1 page

1.9.4 Recommendations

The results of this program effort will serve as valuable technical
inputs to future revisions of NFPA T3.9.17 Pump and Motor Test
Procedure and MIL-P-52675 Military Specifications Pumps, Hydraulic,
Oil, Fixed Displacement. Viable standards in cognizance with the
needs of the US Army and the Fluid Power Industry will then be readily
available and insure the advancement of the "state-of-the-art" of
Fluid Power Technology. To this end, the following recommendations
are made based upon the knowledge and experience we have gained in
the course of this program.

1. Since both of the previously cited standards apply to both gear
and vane type pumps, the MSOE proposed additional effort shown
in figure 1.1.1 page 2 and outlined in "Proposed Modification
to Include Vane Pump Testing" dated 13 March, 1979 be pursued.

2. Develop a program for the 6 gear pumps from the Break-In program
using contaminated oil to determine their expected lives.

3. Direct efforts to promulgate and implement SAEJ1227 dealing with
the evaluation of roll off cleanliness of hydraulic components.

4. Industrial standards which the US Army expects to reference in
it's procurement procedures should contain the break-in procedure
reported herein.

5. Speed droop during the cyclic portion of the break-in is difficult
to control without expensive feedback equipment. Any standard
should allow for a 100, drop-off in speed in going from no-load to
full-load. This is easy to achieve with an open-loop pump drive,
corrections for this can be handled mathematically.

6. Because_ there are a number of reasons for speed variation during
the two-hour run, any standard should allow for a + 4% (2 standard
deviations, 95" confidence) speed variation, since-flow can be
corrected mathematical ly.

7. Because there are a number of reasons for pressure variations
4 dUrinq the _ two-hcur run, any standard should allow for a

+ 2 \2 standard deviations, 951K confidence) pressure variation.,
since torque can be corrected mathematically.

4

4 -80-



PART 2. G

PROGRAM_ _SUPPORT

Part 2 details the support work preceding the laboratory program
specifically: Development of the laboratory break-in procedure
arid traceability, calibration, and verification of the measurement
system. The appendix contains the data for part 2. Since adequate
industrial standards already existed in the area of contamination
analysis and reporting, these standards were implemented and are
considered sufficient. The standards implemented were:

1. NFPA T2.9.1-1972, ANSI B93.19-1972 Method of Extracting
Fluid Samples from the Lines of Operating Hydraulic Fluid
Power System for Particulate Contamination Analysis.

2. NFPA T2.9.2-1972, ANSI B93.20-1972 Procedure for Qualifying
and Controlling Cleaning Methods for Hydraulic Fluid Power
Fluid Sample Containers.

3. NFPA T2.9.6-1972, ANSI B93.28-1972 Method for Calibration of
Liquid Automatic Particle Counters Using AC Fine Test Dust.

4. NFPA T2.9.3-1973, ANSI B93.30-1973 Method of Reporting
Contamination Analysis Data of Hydraulic Fluid Power Systems.
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2.1 Literature Search Results

2.1.1 Introduction

A literature search was conducted by surveying various technical

sources of information such as universities and professional

technical societies to determine if any work has been previously

done in areas related to this contract effort. This section

contains a listing of the technical papers compiled during the

courses of this contract.

2.1.2 Contamination Papers

I. A New Theory for the Contaminant Sensitivity of Fluid Power

Pumps OSU paper no. P72-CC-6.

2. Analysis of Hydraulic Fluid for Chlorine Containing Contaminants

ASLE transactions volume 30, 10, 506-509.

3. Contaminated Lubricants and Tapered Roller Bearing Wear
ASLE transactions volume 20, 2, 97-)07.

4. Determining Contamination Levels in Hydraulic Systems
ASLE 24th annual meeting May 5-9, 1969.

5. Lubricant Contaminants and Their Effect on Bearing Performance
SAE paper no. 750583.

6. Pump Contamination Sensitivity Versus Operating Pressure

OSLI paper no. P74-43.

7. Speed and Viscosity Effects on the Contamination Sensitivity of

Hydraulic Pumps OSU paper no. P76-4.

8. The Effect of Contaminated Lubricants Upon Tapered Roller

Bearing Wear OSU paper no. P74-57.

9. The Evaluation of the Air Enteraining Tendency of Fluids.

10. Verification of the Pump Contaminant Wear Theory Part 1.

OSU paper no. P76-B.

2.1.3 Filtration Papers

1I. Choosing a Full Flow Filter Element for Industrial Hydraulic

Fluid Power Systems ASLE 21st annual meeting May 2-5, 1966.

12. Suction and Pressure Line Filtration; Proper Selection,
Installation, and Maintanence. ASLE 21st annual meeting

May 2-5, 1966.

(.1.4 Instrumentation Papers-

13. ApI_)lication of ;nfrared Spectrometric Techniques to the g
Quantitative Analysi. of Hydraulic Fluids ASLE tra, -tions
vo1ume 1.i, 49-in4.

l a. tara A ,gui s i ion Ichni ques for Fluid Power Systems
OSIO paper no. P73-SP-).

. Frtquency Output Pressure Sennsors B ased or an Application of I
Surface Acoustic Wave Techology. SA[ paper no. 760093.

. , .,'



16. Some Applications or Tn , Scannin,; Electron Microscope in Wear

Studies ASLE trcnsact l n- voluni, 31, 10, 521-529.

17. Tne Answer to Low Cost )ata Acquisition OSU paper no. P73-RQ-3.

2. .5 Wear Papers

18. Analysis of Tapered Rol Ir Bearing Damage ASM report no. C7-11.1.

19. Ap)plied Wear Araiysi ,; A Review of Some Performance and Life Tests
on HydrauI", 1umps OSj paper no. P71-SP-5.

20. Bearing Bronze Wear in Hydraulic and Lubricating Fluid

Environments ASLE Transactions volume 28, 408-411.

21. Effects of Rear Axle Luoricants on the Fatigue Life of Tapered
Roller Bearings SAE paper no. 760329.

22. Friction, Lubrication, and Wear in Machinery U.S. Dept. of Commerce

NTIS AD-749 086.

23. Ideas and Hypotheses on Plain Bearing Failures ASME paper no. 77DGP-13

24. Relative Wear Resistance of Metals Under Hydroabrasive Wear

U.S. Dept. of Commerce NTIS AD-747-668.

25. Tribological Interaction Between Piston and Cylinder of Model
High Pressure hydraulic Pump. ASLE transactions volume, 18, 1,
21-30.

2. 1.6 Miscellaneous Papers

26. Compiled ASLE Transactions Volume 30, Number 3 July, 1977.

27. Compatibility of Hydraulic Systems Material ASLE transactions

volume 32, 6, 299-305.

?8. Selecting and Instaling the Hydraulic Pump. ASLE 19th annual

meeting May 26-28, 964.

29. Test Techniques for the Evaluation of Lubrication Effects on

Axle Break-In Temperature. SAE paper no. 760327.

2. 1.7 Conc I us ions

The above papers were reviewed and it was determined that little work
has been done in the areas of universal break-in procedures, break-in

using contaminated fluid and lorn term effects of contaminated fluid
on the i ft, of hyurau li (. pumps.
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2. Break- Ir Procedure Si. rvey Suinui ,ry

2.2. 1 Introduction

In course of tnis prorar, 32 manufacturers were surveyed by
mail to determine the break-in procedures they used in produc-
ing gear pumps. The respective manufacturers surveyed were se-
lected from those listed as producing gear pumps in the Hydrau-
ics and Pneumatics raqazine Designers Guide to Fluid Power

Products. The results of this survey were later analyzed and
served as the basis in developing a general procedure as fol-
lowed in this program. Survey results are contained in appen-
dix F.

. 3W Reul ts

Survey results indicated considerable agreement in the break-
in procedure used prior to qualification testing. Most com-
panies 161.5,) reported having a criterion for determining the
pump break-in point. Ihe procedures were based on laboratory
studies (69.2 ) and experience with the product (76.91) in
most returns.

In (78.6) of the returns, the break-in cycle was conducted at
constdnt speed. The constant speed selected was 1800 rpm in
4 cases, rated speed in 4 cases, and some other speed in the
remaining 2 cases. It was observed in the majority of responses
that constant speed was established quickly but some companies
increased the speed slowly or even incrementally to that re-

qluired for break-in. Outlet pump pressure was varied in (69.2t)
of the responses. The orocedure ranged from continuously vari-
able to "spiked". In moc;t cases, pressure was increased in
steps with 3 as a mir imur, to 7 maximum. The respondents unan-
imously reported not using a constant torque condition.

Total elapsed time of cr.. :rocvJdre ranged from 10 sec. to 9
min. Typically the procedwre, was concluded by evaluating flow
at a particular weed and iodd pressure. The unit was accepted
if it met specificatiuns or historical limits.

P

Iri 3 f,f tne 13 return', Companies reported using different proce-
dures for individual pump desiqns. Otherwise, the indication is,
that manufacturers applied a particular procedure to their entire
pump product line.

The to !winq is a ofiva.' ,t o t r inform tion also reported in
,1?' tree - in , r ' (irv'

.,I '" 1'n)

%AF 1 PW
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in addition t,) reyues l1! se _ lfiC information concerr;ing the
break- in proccWure, opporun i ty was provided to survey the con-
ditiorn of fluid used in iraoduction test stands. Five companies
agreted to submit oil samples and a result summary appears on

the follk ing pane.

The rontamins i on ve, 4ere significantly higher than expect-

ed based upon our experiernce with those we have normally en-

countered in hjdrauinc systems. With respect to water content,
low 'ev,,ls w(,r- observed in ali samples tested.

Since no st.andards exist for atomic absorption, conclusions drawn

ir intuitive. Of the : 1 1a , ic ions analyzed, copper and lead
were observed in ni(lh concentrations wnen compared to the other

elements. This is not )irprisin, since these elements normally
comprise bearing materia ls. Th,- indication is that portions of

the pumps comprised of hearinq materials are seating or wearing
i n.

While hig;h , ofitr,trations of zinc were reported in all cases, this

1a un anti-wear idditivt, found in many commercial hydraulic oils.

"" "- [:-. . . -i ii. 'i i i J l 
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PRODUCTION TEST STAND OIL SAMPLE RESULTS

The range and average are the results of a total of five
Manufacture's oil samples. Each of the three individual
ridrifacturer'S results are presented also. Oil samples
were submitted by respondees to the gear pump break-in
procedure survey.

TABLE 2.2.1

CONTAMINATION ANALYSIS RESULTS SUMMARY

Particles Per Millilitre Greater Than
The Indicated Micrometre Size

Water
- Content %

10 20 30 40 50 By Volume

Range 427-17081 64-2073 8-471 4.4-168 2.8-74 .008-.016

Average 6268 556 135 53 25 .0112

M 1135 168 48 18.2 8.7 0.013

M 4156 400 128 64 35 0.01

M, 17081 2073 471 168 74 0.008

M W1(jr.
M9  Mfqr. 2

M Mfqjr. 3



I"

PRODUCTION TEST STAND OIL SAMPLE RESULTS

The range and average are the results of a total of five manu-
facturer's oil samples. Each of the three individual manufac-
turer's results are presented also. Oil samples were submitted
by respondees to the gear pump break-in procedure survey.

TABLE 2.2.2

ATOMIC ABSORPTION ANALYSIS RESULTS SUMMARY

Concentration Metallic Ions ppm by Weight

Al Cu Fe Pb 7n Si

Range .1-9 .5-56 .5-14 1.5-97 400-650 2-6.

Average 2.58 27.50 6.10 42.30 534 4.40

M 9 56 5 65 650 6

M2  0.1 39 14 97 500

M3  0.3 30 8 34 500 4

M I Mfgr. 1

M2  Mfgr 2

M3  --Mfgr. 3
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2.3 Assessing Data Accurdcy in Fluid Power Testing

2.3.1 Justification for Measurement Accuracy

The basic motivation for examining measurement accuracy is
the realization that the results of an experiment are no
better than the measurements made. The purpose of collect-
ing the data (measurements) is to provide a data base for
action or decision. This leads to additional pressures to
assess measurement accuracy, however, accuracy should not be
any greater than that which is needed to decide on a course
of action with reasonable confidence.

The current climate of social and legal influences as re-
presented by the courts, the legislatures, and consumer ad-
vocacy groups are demanding better and safer products, so it
is necessary that we have more reliable test results. De-
cisions can then be made regarding the quality of the product
under test and those decisions can be made with reasonable
confidence.

The accuracy and validity of any conclusions formed as the
result of experimental work depends upon the validity of the
various measurements made during the experiment. Since the
measurement process basically involves comparing an unknown
quantity to a known one, there exists a need for universally
recognized and accepted standards. Instruments used in the
laboratory and for that matter commerce, are calibrated a-
gainst a standard. In the United States, the National Bureau
of Standards (NBS) serves as the source of universally recog-
nized standards. Through various agencies, these standards
find wide acceptance in commerce. For example, state agencies
routinely inspect supermarket weight scales and service station
gas pumps for accuracy traceable to NBS. However, evidence
exists that maximum use of traceability to NBS is lacking in
some Fluid Power testing laboratories. There exists a poten-
tial for growth in this area. Currently the National Fluid
Power Association is in the process of re-establishing a
measurements project group and is including traceability re-
quirements in the scope of its work.

However, the existence of standards for calibration is not
totally sufficient. In calibrating instruments, there exists
a difference between an instrument's accuracy and its preci-
sion. Accuracy refers to confidence in close correlation be-
tween the same measurements in one location and another, or
between a mreasurement and a recognized standard all with the
same re,ult. Precision, on the other hand, implies careful
measurements under controlled conditions which can be repeat-
ed aiain and igain. Precision then is related to confidence
in sucessive measurements with the same equipment and oper-
.atInq conditions. It is entirely possible to have precision



without accuracy. Ideally an instrument should possess both
attributes and the purpose of calibration is to verify this.
M1ore will be said on this subject later.

d2.3.2 Sources of Errors in Measurement

While instrument calibration is a prerequisite for accurate
measurements, other factors do influence the results. A brief
review of some of these is appropriate but we will not dwell
on these.

Certainly the type of measurement made will affect results.
There are basically three types: A primary measurement is one
that can be made directly, with no translation of the measured
property. An example of this is the measurement of linear
dimensions with a ruler. A secone3ry measurement involves one

4 translation. The measured quantity may not be made directly.
An example of a secondary measurement is a Bourdon tube pressure
gauge. Pressure is translated into a scale movement. Tertiary
measurements involve two translations. A typical example is
the measurement of rotational shaft speed using an electric
tachometer. In this case, speed is translated to voltage and
voltage is translated to a scale movement on the meter readout.
It is obvious the possibilities for error increase with the
type of measurement made from primary to tertiary.

In general, it is possible to classify measurement errors into
four types: observation errors (human error made by the obser-
ver in reading a scale and pointer), translation errors (instru-
ment originated, for example inertia and hysteresis effects),
signal transmission errors (such as a voltage drop along the
wires between transducer and readout), and instrument location
errors (an example of which is ignoring an elevation difference
between pressure gauge and tap). In application, other factors

4 as the test procedure used and degree of control of parameters
in the experiment will effect the final test results and there-
fore the conclusions drawn. These will not be dealt with further
here but are included since acknowledgement of their existence is
important.

2.3.3 Assessment of Measurement Accuracy

As we have just observed, there are several sources of error
possible in physical measurements. It is usually desireable to
distinguish between systematic errors and random errors in
calibration processes. First we shall define what is meant by
Systematic errors.

Systematic errors are those which remain constant through all
repetitions, of the mneasurement process, and p~roduce a drift, trend,
or other predictable pattern amiong repeated measurement results.



They are not ordinarily evident from an examination of the
data but are detectable by making comparisons to a standard
or with results from other processes or methods.

Random errors on the other hand can be defined as non-system-
atic and are exhibited in repeated measurements of the same
quantity varying in an irregular manner without a discernable
or predictable pattern.

In the calibration procedure to be defined later, these errors
are taken into consideration. The important point in consider-
ing these errors though, is to use them as a criterion in in-
strument selection.

Typically, Fluid Power standards require instruments to be se-
lected which are accurate within -+2,,,. This is somewhat nebu-
lous because a percentage is a ratio of two numbers, and if the
standard does not specify the source of both there is no way
to implement the criterion. In 1973, the M.S.O.E. Fluid Power
Institute surveyed over 180 industrial Fluid Power Labs through-
out the U.S. and reached several revealing conclusions.

First, there is no way to effectively prove or disprove a given
accuracy claim, and second, even though different labs used
similar instruments, their accuracy claims differed by as much
as 10"'. Today's standards explain the test procedures, and
sometimes spell out the circuit and exact equipment. They also
show how data is to be presented but they offer no assistance
in assessing the level of accuracy achieved or how to arrive at
the required accuracy level.

As a minimum, calibration must prove the instrument to be re-
peatable to a degree less than the end accuracy required and
in a cost effective manner. The instrument manufacturers and
metrologists have developed calibration standards which are
necessary to evaluate intrinsic errors of the instrument only.
The instrument users nave developed test procedures based upon
Fluid Power needs, and in them have stated the end accuracy
needed in the measurements specified. As a result, the labor-
atory is reqluired to bridqe the gap between the end accuracy
specification and the instrument manufacturer's specifications
by engaging in what Must be construed as the black art of test-
ing. What is needed is a procedure which addresses the evalu-
ation of instrument accuracy through calibration prior to use
in testing.

When this procedure is, developed and accepted, it should be
incorporated in individual test standards since each carries
its own accuracy and instrumentation needs based upon the na-
ture and usei of the physical qJuantities to be measured. But
before further progjress can be achieved in developing this pro-

f cedure, a controversy which currently exists in the standards



arena must be reconciled. This controversy relates to the
use of percent of reading versus percent of maximum measured
value in assessing measurement accuracy. This leads to a
logical question, what is the difference. Let me explain.

Percent of reading requires that all measurement be within the
stated accuracy required and necessitates that the instrument
oe changed as the measured value rises and falls. Its only
advantages are that it prevents an overranged instrument from
being used neac the bottom of its scale and it is easy to spe-
cify. But these advantages are overshadowed by the impracti-
cality of the concept. In many tests, the instrumenmay not
be conveniently changed particularly when dynamic measurements
are being made over a large range of values. Also, one has
to pose the question, why is one ten times more interested in
say the flow out of a pump when it is operating at 10'/ of rated
speed than one is when at full rated speed? It is hard to con-
ceive of a situation where one would be.

Percent of maximum measured value on the other hand is practical,
economical, and represents current industrial practice. This
concept however is easy to implement but difficult to document.

From a knowledge of the component to be tested, the nature of
the test, the maximum value of say, flow, is anticipated and
a flow meter is selected. The selection criterion is based
on formulas which use instrument design features, calibration

$7) data and accuracy needs. Once selected, the flow meter is not
chan, ed throughout the test regardless of how low the flow may
go. We advocate adoption of percent of a maximum measured value
as a data accuracy requirement. Again each test standard though,
must have its own accuracy requirements and instrumentation needs.
Each must be considered as an individual entity. Although this
sounds complicated, it reflects what is being done in industry
today and it's not all that complex once you get into it.

2.3.4 Proposed Approach to Assessing Measurement Accuracy

The approach we are proposing for assessirg measurement accuracy
bridges the o between instrument manufacturers' specifications
and the end ur:curacy needed in the laboratory measurement process.
We are proposing a procedure for instrument calibration which
develops a mathematical model and then assesses the amount of
calibration error. The total error arrived at in this procedure
is the sum of the reference standard error, calibration error,
and readability error. While metrologists may argue about how
to classify these errors as either systematic or random, we are
propasin~j to add them linearly but further work is obviously
needed. Details, of thL procedure may be found in appendix G
but, let us, now rview ',mf, of the qeneral concepts.

'.M e ir,,t error we arf, concerned with is the error of the reference

.6 , . .. . .- . ., ... " "



5t-andard La5d I h td tr'ol Lne work] .n irst rument. This error
I, ,ta 1I y out) r d , i ther' from the manufac turer or certifying
a',nc y who )rovidt'd Ltrt t L ation tra(eable to N.B.S. on the

tondard . ht ret ere rce Standard error is usually the sma 1 lest
of the thre,, e.rrors we are concerned with.

The calibratiori error is,, as its name impies, determined through
a calibration comparison with the reference standard. This com-
parison is made at e O of I0 equal increments of the maximum
value of measu,-er',ent t.×xpt.cted in data collection. It should be

recognized tnat. only it d number of repeated trials at each

increment are ,unducted, only then can a trend be established
and the existence of any difficulties noted. Therefore five
trials for each measurement increment are performed. If a work-
ing instrument is known to be subject to hysterisis effects the
five trials should be performed for both increasing and decreas-
ing values at each increment.

Having collected the necesary calibration data, the calibration

error may now be determined using one of the four following math-
ematical models. The first order model makes direct use of the
indicated value of a readout device without resorting to any
corrections. in other words, the instrument and readout device

are the model.

A second order mathematical model assumes that the indicated
value is related to the actual value of a physical variable and
any influencing environmental factors throuqh a formula of the

- fo rm ;

K
Actual Value 1 L- bKx (ind icated value)

+ ' a. f(i 1

wner,, [ is one of n ir n lutnc i inq environmental factors, f (E i  is

the ftn(!tio al manner in which E. affects the measurement of the
actual value and a is a linear oefficient which affects the
degree of effect. 1

f i may be determined by arny one of the fol owing methods"

ustJe acoejitab Ie t hetnri is

C. eiq) iri( nol da ,i , ' i , r. dur r, or t rol led experiments
durinq Working Initrurnerit (a I brat ion.

.-.



3. Use manufacturer's data, such as, for instance, zero
shift due to temperature, or span shift due to viscosity,
etc.

4. Ignore Environmental factors when they are brought into
sufficient agreement in the Measurement Situation with the
values that existed during the Calibration Situation.

5. Ignore Environmental Factors which are known to have an
insignificant influence upon the Indicated Value.

Evaluate bo , bi , and ai using linear regression on all data
from all trials of calibration conducted.

A third order mathematical model makes use of a point to point

correction under the assumption that corrections are linear
when t,.e indicated values in the measurement situation lie
between data points used during the calibration situation.

The fourth order mathematical model accomodates complex math-
ematical functions which relate the actual value to the indi-
cated value and any influencing factors. It has no specific
genera I form.

The calibration error then, is determined by either first im-
plenmenting the model or using the data directly to find the
differences between the mean value of the 5 trials and each
trial value for all calibration increments. The standard de-
viation of all the differences is then calculated. The cali-
bration error is equal to two times this standard deviation
for a 95 confidence level.

The final step before the total measurement error can be eval-
uated is to ascertain the readability error (RE) in the read-
out device. Here however, it is necessary to distinguish be-
tween analog and digital devices. Of the two types of readout
devices, the digital error is most easily determined. Its value
is equal to the smallest change in the lease significant digit
or the smallest integer change possible for the particular read-
out.

The readabi I ity error for an analog device is calculated by using
the fo I lowing formu a

SValue of the Smallest Scale Division

(RKI x RF>, 4 2)

wher, RFe and PF are deterwired from the properties of the read-
out device in the fol Iowiny manner. It is assumed that the in-
'trurnent is -,quipped with a parallax error minimizing feature.

. • -p



RF I is detterniirfieLd o . n, a n of the smai lest scale

division W) in r1111 and lstitutinq in the appropriate formula
be] ow;

RF 3( I-C0' 5-I W W >  0..5 1Wfil

RF I W 0.5 rm

is deter;!u (ed in te, lo1 !owlr, fashio:o,. First estimate
the width , ne pointer to the nearest C.25 mm in the region
on the pointtr whert , t ie reading is interpreted. Divide the
width of the raialest scaie division found previously by the
;)ointer width to form the ratio4. Calculate RF2 by using the
approori ate forrula ias determi ned by the value of d-.

RF,, -0_ 1.0
IL

RE/ -U u 4l.O

By adopting the procedures set forth in this paper, a practical
means is provided for assessing data accuracy. The suitability
of an instrument for use in a particular measurement situation
may also be determined in a practical manner. If the total
error as determined in this procedure does not exceed the accur-
acy required in the measurement situation, regardless of where
in the instrument's range measurements are made, the instrument
is considered acceptable for use. Scientific evidence then forms
the basis for judging the suitability of instruments instead of
rules of thumb for example, do not use an instrument for measure-
ment below 25 of full scale. Any instrument can be used in
any portion of its' usuable range if it can be demonstrated that
it rmeet's the accuracy requirements.



2.4 Pre"sure Cal )bration

2.4.1 Introduction

The usual method for measuring pressure is by secondary .
measurement, using a pressure gage to translate pressure
into a scale movement or a pressure transducer which trans-
lates pressure to a proportional voitage. Hence, accurate
calibration is a necessary prerequisite to accurate pressure
measurements

2.4.1.1 Definitions
Pressure is defined as force per unit area and is
measured either in units consistent with this or
in terms of an equivalent head of some standard
liquid. When a fluid is at rest, the pressure
within it at any one point is omni - directional
(Pascal's Principle), but definite directional
effects exist within fluids in motion. The main
difference between a pressure within a static fluid
and a stress within a static solid lies in the fact
that the stress will have definite directional e-
ffects, wnile pressure will riot. The calibration
work described here concerned itself with static
liquid pressure.

2.4.2 Traceability

Pressure is traceaDle to N.B.S. thru an Ashcroft dead weight
tester type 1305, certificate of accuracy number 2GH-21398
from Manning, Maxwell, and Moore, Inc., Stratford, Conn.
dated March 30, 1978. Accuracy is certified to one tenth of
one percent. *1

2.4.2.1 Sourct, Flow Chart

FIGURE 2.4.1

Distance Manning, FPI

Maxwell Dead Weight
N.B.S. and Pressure Tester

Moore Inc.
Weiqht

I.



r) i- r t a t,- one method for
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2.6.3.2 Procedure for Calibration of Lab Reference.
NOTE: In order to establish consistency with the

Wisconsin Dept. of Agriculture calibration
methods, the displacement volume was cali-
brated using water.

The problem here was to determine the volume, within
the volume calibrator, that corresponded to the upper
and lower slots on the flag. Also, to determine the
repeatability of the liquid level at which the trigger
circuit would fire at both the upper and lower slots.

To test for liquid level repea tability, an upright
plexiglass tube with a needle valve shut-off was
attached to the side of the volume calibrator.

With the needle valve open, the volume calibrator was
filled with water until the upper displacement trigger
level (lower slot) was reached and the level detection
circuit had triggered. Liquid was drawn up the plastic
tube usingj a vacuum pump. This lowered the liquid level
in the volume calibrator to a point below the trigger
level. The vacuum in the displacement tube was re-
moved and the needle valve was closed maintaining the
height of the water column. The needle valve was
opened to allow the liquid level in the plastic tube
to fall (liquid level in the volume calibrator rose).
When the start signal from the trigger circuit acti-
vated, the needle valve was quickly shut off and the
liquid level in the plastic tube was marked. This
procedure was repeated nine more times. An arbitrary
datum, on the plastic tube, was selected and the dis-
tance from the datum to each of the ten recorded levels
was measured and an average w*~s calculated. The liquid
level in the plastic tube was adjusted until it reached
the average value of the ten trials, then the needle
valve was closed. This was designated as the best
estimate of the upper displacement volume level.
(Standard deviation of the upper level trigger points
was 0.86 cu. in. out of 9333 cu. in.).

The next problem was to determine the net volume between
the upper and lower limits. Using the Seraphin buckets,
eight 5 gallon measures and one 1 gallon measure total-
ing 41 gallons were removed from the volumt calibrator
(the needle valve was closed). This dropped the li-
quid level below the lower trigger point, meaning that
too much was removed. An addition of 2000 c.c. volume
of water was put back in to compensate for some of the
overdraft. At this point, the trigger was impending but
not actually reached. The needle valve was opened and
the water level in the plastic tube was allowed to fall
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. Traceability Flow Chart

o I ume, Wisc. Dept. FPI

2.. airtOf LSoaor e ern n

_ jOfS - nAricult urec Bucket: FPI

-6F Low Rate
NBi Calibrator

iNL two r k l I
T',' Counters

F Station t mentuency

Z 6•3 Calibration of Laboratory Reference

2•6.3.1 Lab Refere2nce - The laboratory re;ference is a stand-
pipe flow rate calibrator. It consists of two 55
gallon drums welded together with the tops cut out
in order to make one long container. The lower half

0 ~ conditions the flow, i.e. dampens the momentum forces

and straightens the flow pattern. The upper half con-

tains the displacement volume. A float was placed in-

side the barrels to help define the upper boundary of

the liquid i>vel. Also, this float was used to sup-
port a flag with horizontal slots. The distance be-

tween the upper and lower slots corresponds to the

calibrated dspiacerient volume inside the barrels.

A photo electric detector consisting of a light source,
fiber optics, arid a photo conductor were used as the
triggering mecnanism. The light source was positioned

in front of the flag and as the liquid level rose, the

upper slot passed the photo conductor permitting light
through. This provided tne start signal for the in-
strumentation. The sto signal was initiated when
the lower slot passed the photo conductor.

- (A-



Figure 26
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2.6 Flow Calibration

2.6. 1 Introduction

Flow calibration on the working instruments wds jerformed

using a "time-volume" liquid flow calibrator. The method

employed is called a standpipe, or level sensing method
and the flow rate is determined by measuring the time re-

quired for the liquid surface to travel from one predeter-

mined level to another.

2.6.1.1 Definitions
1. Flow Rate - The volume of a fiuld Oassnln

through a conductor per unit of time.

2. Flow Calibrator - Container with ilbrattd
volume and a system which provide,, i tart

and stop signal to determine the interval of

time required for the fluid to be displaced

into the calibrated volume.

3. Displacement Volume - The calibrated volume

of fluid to be displaced into the flow cali-

brator.

2.6.2 Traceability

Frequency - Frequency is traceable to NBS through ABC

Television Network and NBS. Time and Frequency Bulletin
No. 250 September 1978. Accuracy is certified to 3 parts
in 1 million.

NOTE: Because of the relationship between time and fre-

quency (f.- I the error is assumed to

period (time)
be the same whether using time or frequency. See
paragraph 2.5 (Frequency Calibration).

Vol mne - Volume is traceable to NBS through Seraphin 5
gallon and 1 gallon test measures, through the Wisconsin
Dept. of Agriculture - Weights and Measures Laboratory.
Wisconsin Test No. 816 dated February 2, 1978.

I



2.5.4 Resul ts

NBS has to measure all these signals as they occur and publish A

the result after the fact. However the atomic clock drift is
so little and the standard offset is very rarely violated ex-
cept for component failures and down time which is published.

2.5.5 Conclusions
J

2.5.5.1 Uncertainty of Laboratory Reference Standard is
l x 10-3 hz.

2.5.5.2 Uncertainty of Working Instruments

Counter No. Uncertainty

1985 1.1174 x 10 sec

3869 2.5142 x 10-6 sec

-7
3870 8.3809 x 10 sec

-7
3874 8.3809 x 10 sec

1590

N..

'1,4

-i{5-
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determine calibration traceable, to VUS.

ljet, time, traceablIe to NBS * one Hewre Iy ha,, to takekt
iniverse of thc Frequenicy recorded a, calibration time,.-

F i ure_ .5.

COUNTER CALIBRATION

F Frequency counter cal1i1bra t ion
using the 3.58 MH1Z frequency
test point available fromn the

41 Pl~mcoior television set.
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4
*4.* .I ri up t~' v' r - ia r r . v -q

r I ,K tO c :, i fdj t Hi r I I 3p vr rt i j r t a (_ dU t:

I t a. OtS p r, hwr s t rliz i o ,f f I nLe rra C 1 0 k.

5. a" r t ( i ' c ion ,i; (rd r :tr ,. : i t 1ly T i ;ml

ard FreqUvr.Cy' Mua 5sirment. ub :i cat 10 rtport for the
next month. Seo Apperdi x b for addrecs.

Th;s is an officiai publication of the National
Bureau of bon ards and is needed to verify the
,ccuracy Ot re calibration on te day that it was
pertorwed. ±1 contain a list of row far off from
Lt' ,,Nter '<uen y z, ,olor ",aiWcdrrie was for

the V)ar'l.a Ar Av; aol tar tn' particulair network
u ; ed.

T. T n ir C' v in: act to &itner an ABC,
NBC ur CBS 't,.orK proqran , 4Un as ABC Evening News,
CBS Wednesday Night vies, NBC Tonight Snow etc..

Be sure to havo. a sharp picture (or a good, well
defined waveform wren viewing the color subcarrier
on an oscil )csope)

7. Connect the set to toe iramquerecy counter to be
calibrated, observinq C,31;nai and ground connections.
Adjust the n,00 triggering levtml until a properly
locked in signal is obtained. The counter should
read 35795454 HZ + 1 count on the least significant digit.

8. Adjust the counter to reda 35795454 (repeating) by

tuning toe crystal os(iator loading capacitor. This
is the Fine Frequency Adjustment on the counter and
is clearly dCcessibie anl laeled on most Frequency
counters.

9. You can now nnaurle tr, f r,:,quen(cy counter to be

tenativel/ ';ratori r.: ready for us. It is very
important !a la, :cme "r,';,rw : count wito the following
inforwition , ,: , it wi h yo neded at a later:

A. Date ca l1 nr' tC ,
Ki. Tme , (. 1 11t ;

C. Not? qr I , . i

A. 0
r i in i ' P 7 - ' .t , a] .Ii

lW n lta wdm h; ,, ,.1, t , -. tn- ' nauracy of the

(c r" '_u.w''r i U l ., <Ortrmo in the
foll ,wi r an; "

A. bee Appendix K w'u 4 . t'"',i r,,ort
B. pTe Mmi i5a rem int , r1 'i. Ii , n rd, n r n actual

",I r t 1 i ' ., rJ f, riency

I



A prescaler is an electronic coun :, j cevice wnich divides
high frequency by a factor, usually an i:nteger power" of two
( 2 n). A single device may provide division up to 2 0 counts
input per every count output.

The same calibration would be ontaiieJ vitn d cryst4l refer-
ence but to a lesser accuracy, up to one p)art in I0 reliably

which is traceable if tne reference; ,rt- naintained calinrated

to NBS at regular suggested irtervs. Tris interval is aic-
tated by th, drift rate of tne crystai reference, usually given
in parts 10§ to parts in lC I ,r da.l.

There is a way however, to or)tain) d ,sedOl reference signal
whose frequency is fror: an NBS traceable cesium or rubidium
source. This signal is tne color frequency subcarrier for
color television which is under strc-t NBS supervision an
must be within a strict tolerance of )!,s or minus 4 x V1

parts. However, tnis figure is based on an averaging of 150
hours per week and cannot always be expected to be this small.
The deviations from 3.5, me(;ahertz NBS coior frequency for the
three major networks O e publishea monthly and are given in
parts deviation in 1011. Note that tqo standard offset is
minus 3000 parts in iG ;. See the sample from the February
1979 issue of thP NBS Time and Frequency Pulletin in appendix
B. This publication is available from the Department of
Commerce, NBS, free of chdrge. See appendix B for address.

The color frequency suocarrier i> available from the output
of the color demodulator circuit in any color television and
one must refer to the schematic for the television in question
for the proper pickoff point, usual]', clearly shown. However
note that the Droqram on Ste set '- o ri inate at the major

network, in other words toe prograr, ius*. be d network movie or
news broadcast and not n loca. station proiram or show.

2.5.3.1 Proceduro

1. Obtain dny wor ln'4 n" ' , c,] , receiver.

Record trie iiai,, , n a(' rwi Y' " erid v r of the
telev;'nion an1i r ni trei duata to Sam's
Photo Fa.o Corn :o btar, .n ,,lectrical schematic
diagram of trie jn1 . .- r, H for address.

. rnCe t e rit, t2 c tr ' ": n ,b L ,o r obtained, a
qual i fied r.c rn 1 ' r ,,ni tet' Output of the
Chroma Demodulator J t. ui reuit locks on
to the receivcld c. c,i- 'r:.A' ,TbC.trer signal and
fetds it to the otpul" r U> r.t i t .i A number 18
AWG lead s'ouid t)!, S.r i 3,,o ,'it and brouqht
to tne outside of ,, . Tn s cad is
Itootr, connecter W.; t , . Cr. 9 . rotin f o the

requeocy c ojite r -a it ri

...0a i r t



0

woulId be d varry qoud h-ili on Dt tween the pieces of
equi pient.

However it one needq tro fui accuracy of the atomic
reference, up to pilas ur min 3 x 1o 1 parts there will

be disaqreement even in tho atomic clocks. But a more
common case is that muht aeople (companies) cannot afford
an atomic refererce ard i sijally have at best a stabilized
crystal in their lap. -niQcr i disagree at normal accur-
acy level , dt one part in 1 / which would cause disagree-
menin most normai ty . ,quip m-nt. This problem of non-

correlation betweW.r A o;quipmnt and various lab cal-
ibration refortpces so'ms very ciscouragin and even un-
sol vabl e.

However the fedora, po,,rrment an industry saw the need
for a solution to thi% problem, possibly a place which would
contain a master reference (clock) from wnich all references

could be calibrated ann likewise all counters and timers
would be calibrated trom these secondary references. Both

these secondary references and the equipment calibrated from
them could be termed traceable to this master reference clock
and theretore would all correldte witnin their inherent
accuracies anu all i masu -ments made with traceable gear
would also correlate.

As mntioned Oefre tine federal government saw this need

with industry and started what is now known as the National
Bureau of Standards, NBS for snort. All equipment in the
country which will aKe measurements needed by other com-

panies for critical specifications shoulo be officially
termed MNES trac eaie" nr n hear this label and be checked

periodical ly. It now Wncild be apparent that all support
equipment (in our case time) should be traceable so the

field service people P Ohio "ill measure the same flow
rate at a certain rem j- fho R & D technicians did at the
factory in Wisnconsin.

2.5.3 Calibrd, tion of W rki Ir: rin..m

Now that the reason;s w, ta tran on trace.ability are under-

stood along with what i W.; caibrated om may ask how

tracab e calibratio 5 uctlq 0eW

One way a mentioned ,TOr,: is to have an atomic standard
in the lab and adiust the rnunter to read the standards

tricdahn , ,Opu t ,c.w,, V ,wuv r most counters are accurate
to only ^4w, or win . oW _1 , PA ine muSt bear this in

m.ind when a rf i , ti'fr; TO i r,: ;wk. The frequency of
inO~ rnfp*rew n1 141' i '*'' .' 'roe most counters
and tnerefore ore :, i r a ,r aKr to divide the fre-
iljjen:} y do n t i t u- ,;r, u' . Accul'acJies of tip to
one part in 1( I ,o" m ',d n locaticn in this manner.

0'



Most Of today i < , , r ' i r C L tj le', st a T
base whi ch emio S ai . t -:,ticn n (,,j crystol whic by
its ph sica; tjof, itr, w : ',, i i , o It, o, fixed hih
frequency whi 1 a(.orate efdP, Tor' tne resol ut ion rc-
quired by the devi( Tr, f re:e , s OLJri ttd dlown by
electronic mean,, and i , I, d very accurate intervaI
clock for mea,a r o ,r )w d S/ th r crystal o'.-
ci ;lator has [)etrl fasn .a're, 'ir proper fr iCenc1 ,
this wiiI bc, . H te'>" . 5'd n
most lab eo0 ,; , ° : I: , ' . at ,' ] taO r

if kept at coril,,,j tt:: ,r.,t trA , i [, i r, , ( "v I Ofltall!-

ed in the equi'I,- ,, tr , . r r s Ta
will eventually It : t) )t i ' r' 'tr a ,io i t f
measu rernen ts pert or:ci , rv, T iC, 0C ,turred
will be inaccurate.

However one may a. I t, ,-V',, uot (1 w 1 dtor which
doesn't drift ilit, i ian; i i : e q f .nt aCt uj rate. ) nere
is a type of Isci i dtol o r ncc wnlcr " sxtrrnleiy accurate
but hiqhly ex e i ve. Ti is J(-,ice is the Ce'-ium clock or
c, ilufi, osci llator wnlco d tO Is pri a pny.'cal parameter of
the cesium atom tar Its fY_ (l y of osci I lation. Without
getting into mo ich d,,ta ;, he ai kai i metal cesium has two
electronic spin states, winch diftr in energy by a quantized
amount. in audition to the spin state of the electron in the
outside shell of atol? which precesses on its axis of travel
on an eccentric path tne frequency of precession is an ex-
trenlely important and accurate physical constant of 9.192 x
l9 hertz. The difference between the spin state can be ob-
tained (electron placed in a nigher energy spin state) by
exciting the vaporized cesium with the same frequency r.f.
energy as its resonancc (9.12 x l09 hz). This higher energy
state can he sensed uy a gr-,at increase in electric conduc-
tion of the vapor placed in an electric field. By using
feedback one can devise, j circuit which adjusts its own
oscillator to watcn t.he resonant line of the csium. This
frequenc/ i- accuri te to w i th in one pdrt in 10 and can be
stabilized to w'thin tnre. parts Tn 10I I . This frequency
call be Lea t down to a L,Seafle referenct- for calibrating crys-
ta I based tqigi Irnent to :;SaxVimu attainable accuracy of the
eg u 1)ume rl t. These cesii? devices are now made small enough
to fit. in a standard 19 inch r,,iay rack but are extremely
expensive ini ial ly and hard io maintain. It will be shown
later that a cesium (;rade reference siqnal can be obtained
without owning your own reference clock at low cost. As a
final word there are also references based on other elements
such a , rubidiurnL.

? . . V Traceabi I i ty

Phet ato-lic reffrence i,, vtry accurate but even it has limits

in its inherent ac(.uracy. If everyone had an atomic refer-
,:r(t and used .o al ibrat e this rorma I grade equipment there

IiI



2. n F requenc y d r 1i( He iA ) ri 1 ',.

2.5. 1 Introduction

Whenever a qua ntity -, 1 :,e<sur ., in the 1abora tory or field
which invoives ti;t, in oiiie respect is a fundamental unit,

one relys on the f a t that an interval of time through which

the measure im made it),ri ute plus or minus some uncertain-
ty. However, ot A i IKt 1 1 tirTe measurement made with an
uncalibra t,' , irj, cata taken under this stipulation

is virtually ort , . (r t, )a, ic reasons:

1. Trnt odata r(a i c -r repritd r1liably in other locations
with ottnur O .i > . ';(,ar because there will be no

corr, lration between t r,e .

. The component data which is main criterion for selecting
parts in a desig4n wiil he useless and could have inaccur-
acies misleading the designer into selecting the wrong
components which may lead to catastrophic failures.

Th, only wa' to avoid tnis, problem is to have equipment which
is in calibration vitn respect to two criterions.

1. To have eJquipment ir absolute calibration according to

the physical definitior, of the quantity measured.

2. To be iti c i ibcat i n identical to the calibration of

other pieces of equipment which also measure the same

physical quantity.

In other word,, thc (;o il . t) ).Jmiin a pioce of test gear
which accurately maSue ahsoiute time intervals and has

(oodr data correlation WItin other instruments that also
Pttlasre Line. This cJr'ltion i, extremely important and
has its roots in a term rrferrr!d to as traceability and will

be treated more thorou(qhly later ifter some needed ground

work is laid.

Considering fluid power fiIwd t Vt ,is a s pecial case one

finds a high re iiane ot. Imt, _c, , base unit. In other words
many fundamental quantif i,-, i,, fluid power use time such as
flow rates, r)M, ye noittr" ,

In a i I it', tht' mea r, .' of t imt and frequency are very
similar in nituTr P. rlo wr' th time interval one starts
a t. ,iri Ovice ,t t , -4i 'nr 'i of an event and stops the
devic,' at. ht, ,'ric4 f - this gives elapsed time. How-

,v tr with fre;-i y eonte counts a number of occur-
i n a r ,'rrva I-, y ield event.s per second or

c/y leo per . llt i ri,F1r wt, I_ is ,1ore meaningful. How-

eve.r" hotI ei o f trtse t t", r,, i ,d -,oet< require' a time reference
o uithi , i v r t 1 i vi f or the resolution and

(V 1.r:' 1j r :;I~mtcir.



?.4.4 Resu ltS

The data obtai no frm to . 1 :, 1 cn a)rocedure was used to
derive a Third Order Matjc t i a I I of te "rkirjIrntru-
ment as describted in av pendix , anex C, section 7. The model
was then entered irte a computer f, I e and corrections were
applied to the test data prior to furtner processing in the
computer.

2.4.5 Conc. usion

The calibratior, reui r:, .'r.i0n,; instrument are shown
in appendix A fo e,i tr rac,(.ucer calibrated

2.4. 5. I Ljncertaliot y of Labor-ator,' Reference is 10 psi when
usiny the ar'je diamiiter piston and .25 psi when using
the small diameter piston.

2.4.5.2 Uncertainty of Workinq Instruments

1 ransducer No. Unort ry

3:7 78 76 iS ~Calibrated With
327976 13.2 psi
328076 14.3 osi Large Diameter
328 17 6 13.1 psi

1275? + port
pr_ssorizod .:6 . s, Calibrated With

127c;2 - port Small Diameter
pressu 'i ci . .. i Piston

I

I

6

6

- 9,.;
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2.6.4 Calibration of Working Instrument

2.6.4.1 Description of working instrument - Two working
instruments were calibrated. A 10 in3/rev and a
2.3 in3/rev, positive displacement, balanced vane
type, commercial grade hydraulic motors were used
as flowmeters. The 10 in3/rev flowmeter has an
80 tooth gear on the outnut shaft. A magnetic sen-
sor with the appropriate electronic conditioning
equipmnent was mounted near the gear teeth to moni-
tor the passage of each tooth. The frequency coun-
ter records the passage of one tooth as one pulse.
Thi 2.3 in3/rev flowmeter is identical to the 10
in /rev with the exception of thI number of teeth
on the output shaft. The 2.3 ins/rev flowmeter has
a 120 tooth gear on its output shaft.

2.6.4.2 Procedure for Working Instrument Calibration
The 10 in3/rev flowmeter and the volume calibrator
were plumbed in series to the outlet of FPI's 150
HP Hydraulic Supply. An essentially constant flow-
rate was established through the flowmeter and into
the volume calibrator. At the instant the liquid
boundary reached its lower displacement volume level,
the upper slot on the flag passed the stationary
light source and provides a simultaneous start sig-
nal to 2 frequency counters. One frequency counter
was set up for the totalize elapsed time function
and the other was set up for total counts - i.e. the
total number of gear teeth from the output shaft of
the flowmeter passing the magnetic sensor was summed
over the duration of each run. When the liquid boun-
dary reached the upper displdcement volume level, the
lower slot on the flag passed the light source and
provided a simultaneous stop signal to both counters.
Six trials at eight incremental flowrates were per-
formed for a total of 48 data points. The incremen-
tal value for flowrate was 5 GPM, and ranged from
5 to 40 GPM.

II
This same procedure was repeated for the 2.3 in3/rev
flowmeter with the exception of the number of trials.
Five trials at eight incremental flowrates were per-
formed for a total of 40 data points. The incremen-
tal value and range of the flowrate was identical to
the 10 in3/rev flowmeters. Six trial runs were per-
formed on the 10 in3/rev flowmeter and five trial runs
were performed on the 2.3 in3/rev flowmeter.

-113-
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2.6. 5 Resu I ts Per Append x G, Annex u

2.6.5. 1 Math Model of [aboratory Ref r:'ence - A thi rd order

math model with only one calibration trial was used

to determine, t.he value cf calibration error on the
flow rate calibrator.

2.6.5.2 Math Model of Working instrument - A third order math

model (point to i: i ; r tion) was used to deter-,lii,e the va ue c..f cali bration error on the 10 in3/rev

and 2.3 in3/rev flowmeters. Six trial runs were per-

formed on the i0 in 3 /rev flowmeter and five trial runs
were performed on the 2.3 in 3 /rev. flowmeter.

2.6.5.3 Flowmeter Data Reduction - Because of the inability to
return to an exact fic.,orate on subsequent trial runs
at each target flowrate the following method of data
reduction was adopted:

i. Measure tine (sec.), Volume (constant gallons),

Total Counts (pulses).

2. Calculate frequency for each of five trial runs

at each target flowrate total counts = f0
t i me

3. Calculate fiowrate for each of five trial runs
at each tarqet flowrate Volume = Qo"

time

4. Calculate ratio for each of five trial runs at

each ta rr;et flowrate ,requency fo"
flowrate Q0

. esiqnot e the calculated flowrate from the first
of five trial runs at each target flowrate as the
Reference fiowrate QRe f .

6. Multipiy the rat- io of fo by the reference flowrate

(Ref. Qo
to obtain a theoretical frequency fe at each of five
runs for each tarqet flowrate.

7. Calculate the avzr,-,.,, theor, tl cal frequency from the
five ootai rod n ,tep --6 at. each target flowrate f ave.

. _jbtr,-'t. nt. avera ie theorotical frequency from each

Wf the fiv- tnoortical frequencies obtained in
ct.ep 6 it, earn tarqet fI owra t .

' ]1



9. Twwe tt- ntaordr deviation of ail the
dev ia t i)r>, ro tho, averajes was designated

(as the (- alibrat ior error.

This proctiure ,na tts the theoreticd frequen-
nies to t- lotted versu's one value of flowrate.
See Fiqurt- .6. i. Ire ron-linearity is exagger-
a ted for xpia nitory pu rposes.

2.6.6 Conclusiois

2.6.6. l Uinc e r: iJr. , '

L'c!rt, rt, tr NUS 2.079 cu.in.
j2 Jnrtu nt from Wiscons in Oest.
of A;r 1 '.tire 2.16 cu.in.

3. Uncertairty from FrI Technician (est . 4.5 cu. in.
4. Uncertainty of Seraphin bucket readability 4.65 cu.in.
5. Uncertainty from switch repeatability

(Composite of upper and lower) 3.905 cu.in.
6. Uncertainty due to thermal expansion 1.8 cu.in.
7. Uncertainty due to clingage 8.C cu.in.

26.49 cu.in.

Total Uncertainty = 26.49 x 106 = (.286:11
9333.22

2.6.6.2 Uncertainty of Working Instrument.

A. 10 cu. in, PD Flownete,
Error + (.047 .pm + 0..2,6 of Q)

B. 2.3 ct,. un. PD Fowmeter
Error : (.65 gpm + 0.286 of Q)

AM' flowmeter ci ibration data is contained in
appendix C. kepeataoiiity was found to be + .047
and + .0165 g:allons per minute for the 10 in-3 and 2.3
in3 , respectively. The total uncertainty in the vol-

ume calibrator (26.49 in3 out of 9333 in5 ) passes
through to the flowreter as a of reading error.
Results of tne repeatability tests indicate that any
future efforts to reduce the systematic error in the
volume calibrator would be justified.
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2.7 Load Cell and Torque Shaft Calinration:

2.7. I [ntroduction

Torque calibration of the working instrument was performed by
using air cylinders to apply a force at a known distance from
the central axis of the working instrument.

The working instrument was vertically mounted, with the force
being applied 'orizontally in a direct couple. There were two
main reasons for using this method. The first was to reduce
the possibility of error due to side loads. The second was to
eliminate the need for the technician to load and remove weights.
At low torque values, such as 2000 inch-pounds, these benefits
were minimal, however, with larger torques, such as 5G(0. 000

inch-pounds, the amount of weight and resulting side loads could
be substantial.

When this method was originally conceived, the plan was to cal-
ibrate a pair of rolling diaphram air cylinders. Unfortunately,
the output force varied as a function of position as well as air
pressure. Although this tendency was relatively slight, the
accuracy and repeatability required of the force in this cali-
bration procedure could not be attained. The decision was then
made to purchase load cells, which were mounted on the end of
the cylinder rods. A diagram of torque calibration rig is shown
in Figure 2.7.2.

2.7.1.1 Definitions
1. Couple: Two forces having the same magnitude,

parallel lines of action, and opposing
direction.

2. Moment: The product, of the magnitude of a force,
and of the perpendicular distance from
axi, to the line of action of the force.

3. Torque: A m))i:;Jeft in The form of a couple causing
tor' 1iorta i (adi-;ng

?7i.2 TracUaii ty

F()rce - Force i ?r t rch r t k 'l through the weights of the
Ashcroft dead wei rq t te-1ter, i ,, described in section 2.4.2.

D istance - Distance is tra:ceahblr to NBS through the Wisconsin
Departmont of Agricultjr,, i ijuts nd Measures Laboratory.
Wi scons in Test Numbrer , , I) a t i)t ember 7, 1978.

S
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Rolling Diaphram Air Cylinder

Male & Female Knife Edges

Torque Shaft Being Calibrated (Working

Ai r

Fijijj) 7.3 -2-.

Torque Arm
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2.7.3 Description of the Torque Calibration Rig

The laboratory standard, (torque calibration rig) as shown in
figure 2.7.2 consisted of a machined surface on which the tor-
que shaft transducer was vertically mounted. Also attached to
the surface were two (2) support brackets, which held the air
cylinder and load cell assemblies. The torque arm, as shown
in figure 2.7.3, is a "T" shaped beam with male knife edge
bea'ings at the opposing ends. Permanently attached at each
end of the torque arm is an alignment fixture, consisting of
a section of 5/16" keystock mounted parallel to a line inter-
secting the tips of the male knife edges. The force was applied
perpendicularly to the torque arm using the alignment fixtures
as a reference. The force was measured by the load cells mount-
ed between the air cylinders and the female knife edges.

2.7.3.1 Procedure for Calibration of the Load Cells
Each load cell was electrically connected to one chan-
nel of a two channel Daytronic Model 3000 transducer
power supply/amplifier. A Fluke vacuum tube voltmeter
was used as the readout device. Prior to calibration
the zero was set and the gain was adjusted using the
calibration resistor and output valve supplied by the
manufacturer.

The load cells were calibrated using weights from the
Ashcroft Dead Weight Tester as described in section
2.4. Each weight was certified at 2835.0 + 1.4 grams,
or 6.251 + .003 pounds.

12 weights were used to achieve the maximum value. The
procedure consisted of mounting the weight pan, record-
ing the output voltage, then adding a weight and tapping
on the weight to reduce hysteresis.4

This method was used for increasing and decreasing in-
crements. The procedure was repeated for a total of
5 trials.

2.7.3.2 Estimated Uncertainty of the Load Cell Output
There are three contributors to the total uncertainty
in load cell output:
1. Readability error of the readout device.

2. Reference Standard error.

3. Calibration error.

rhe readout device was a John Fluke differential volt-
meter with a readability error of 0.5 millivolt out of
a full scale value of about 7500 millivolts. This pro-
duces a readability error of 0.005 lb.



Fi~Jure 2.1-1

LOAD CELL WSIRJMENTAT I (J

Lebow l oad co i Icd I i brd t I M

W V W fixture, v4uiqht pan, fHaytroplc,

N * r ampli fie'r ind Pluke VTVM used

U as the readout dtivice'.
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The reference standard error, that is, the error of
the calibration dead weights is given by Manning,
Maxwell and Moore as being 0.05%, which resolves
into 0.0375 lb.

Analysis of calibration data for all five increasing
and decreasing trials shows that the 2d' deviation
about the third-order model is about 0.08 lb.

The total uncertainty in one of the load cells is
the sum of the three terms:

Total Error in lb = 0.005 + 0.0375 + 0.08 = 0.122 lb.

In percent, 0.122_x 100 =0.162t
_ T737 -_5

Both load cells yielded almost identical results, so

much so that any differences were insignificant.

2.7.4 Description of the Working Instrument

The working instrument was a Himmelstein non-contacting rotary
transformer torque transducer with a 2000 inch-pound shaft in-
stalled. Torque sensing is accomplished with a four-active-arm
strain gage bridge.

2.7.4.1 Procedure for Working Instrument Calibration
The torque transducer was mounted on the torque calibra-
tion rig and electrically connected to a Daytronics Model
3278 digital amplifier/power supply.

Prior to calibration the transducer zero was set and the
gain was adjusted to obtain an adequate span.

To establish perpendicular lines of force, a drafting
triangle was attached to the torque arm and flush mount-
ed with the alignment fixture. The support bracket air
cylinder assembly was positioned so the air cylinder rod
was parallel to the 900 edge of the drafting triangle.

The calibration procedure consisted of increasing the
force applied by the air cylinders, while tapping on
the torque calibration rig, until the first of ten even-
ly incremented target values was achieved on the output
of the torque transducer. The purpose of tapping on the
torque calibration rig was to overcome the break-away
friction of the air cylinders and the torsional friction
in the knife-edge bearings. The target values were read
from the output of the torque transducer amplifier, be-
cause there were two inputs neither of which were re-
peatable, and only one output which was very repeatable.

-123-
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Ice was added to the water to get the water bath temperature
below the first desired reading. The water bath was heated by
a hot plate. Readings were taken every 10°F as indicated on

the glass thermometer from 40'F to 210'F by the DAS printer.
This procedure was repeated four more times to get five cal-
ibration trials of increasing values only.

The calibration procedure used fo!lows the procedure described
in appendix G, annex B.

The values of the reference thermometer were corrected using
calibration data from the State of Wisconsin Bureau of Weights
and Measures. This was done to obtain the true standard valu(,
for these temperatures.

2.8.4 Results

The data obtained from thte calibration procedure was used to
derive a third Order Mathe!mIatical Model of the working instru-
ments as described in appendix G, annex C, section 7.0. The
model was then entered into the computer to interpret the tem-
perature readings from the test and corrected the data.

2.8.5 Conclusion

Several thermocouples were calibrated and the results for each

are contained in appendix L.

2.8.6.1 Uncertainty of Laboratory Reference is 2.05'F.

?.P.6.2 Uncertainty of Working Instruments:

Thermocouple 40 3.88°F

Thermocouple #l 4 . 0 F

* - , -. t
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Figure 2.8.3

THERMOCOUPLE CALIBRATION

Tn1. mwercury thermometer, thermocouples and stirring motor
wo v rt, mounted on a ring stand and placed in a container of water
!(ucatfd on top of a hot plate. The data acquisition system
4W, j ,.o o record the thermocouple output directly in degrees

e i t t .



Dissimilar metal thermocouples work on the principle of
Electromotive Force (EMF) which is developed between the
measuring junction and the reference junction whenever

there is a temperature difference between the two. When
Cthe reference junction is kept constant at a known tem-

perature the difference between the measuring junction
and the reference junction is your unknown temperature
which is measured and recorded by the Data Acquisition
System.

2.8.2 Traceability

Our laboratory reference standard thermometer #673650 was
calibrated by the Wisconsin Department of Agriculture,
Bureau of Weights and Measures using their mercury-in-
glass thermometer of 1/2°F accuracy. The Department of
Agriculture thermometer is traceable to the University

of Wisconsin using a platinum wire resistor which is
certified by N.B.S.

Dept. of FPI FPI

Agr. Bureau Mercury-In-

N.B.S. U.W.M. , Of Weights Glass Thermo-

& Measures Thermometer couple

(Platinum Wire (Mercury-in-
Resistor) glass) 1/2'F

@11 Figure 2.8.2

The error is our laboratory reference standard as propogated

through above chain is I°F.

2.8.3 Procedure of Calibration

Before calibration, the wire extension leads on each ther-
mocouple were measured and length recorded to insure that

the length used during calibration will be the same length
used during actual usage of thermocouple. Thermocouple #0
was hooked to channel 0 on the DAS (Data Acquisition System).
Thermocouple #1 was hooked to channel 1 on the DAS.

The two thermocouples and FPI glass thermometer #673650 were
mounted on a ring stand and lowered into a constant temper-

*ature water bath. The thermocouples were placed close to the
thermometer and at the same level. A variable speed mixer was
also used to insure uniform temperature of the water.

* -130-



2.8 Temperature Calibrati on

2.8.1 Introduction

There are several methods for temperature measurements, such
as mercury-in-glass thermometers, dissimilar metal as in a
thermocouple and the more expensive kind such as a vapor pres-
sure thermometer. We use thermocouples to the greatest extent
in our lab and have mercury-in-glass thermometers traceable to
N.B.S. as reference standards for the calibration of these
thermocoupl es.

Definitions and Principles
Temperature is defined as the degree or intensity of heat
possessed by a substance shown by a thermometer. The ther-
mometer most people think of is the mercury-in-glass thermo-
meter which consists of a long thin wall glass tube sealed
at both ends. At the end of this sealed tube is a well where
the mercury is stored, the space the mercury has not yet oc-
cupied is filled with a dry inert gas which keeps the mercury
from separating. A scale is then provided to indicate the
height the mercury rises which is proportional to the temper-
atire the bulb is measuring. One of the greatest drawbacks
of these instruments is that they are very fragile.

At the institute we use the thermocouples which are more rugged
and can withstand pressures greater than the glass thermometers.

"( Tne thermocouple consists of an iron wire for one conductor
and a constantan wire for the other conductor. The two wires
are joined together in d capillary tube which is called the
measuring junction. The wires between the measuring junction
and the instrumentation are called the leads. They consist of
one iron wire and onr Lonstantan wire. Care should be taken

to connect the iron wire lead to the iron wire from the measur-
ing junction. If nO', r,.,i",s will go down instead of up when
heating the measuriw n,,,iction. The leads are then connected
to the back of trie aito Acluisition System (DAS) which has a

II"-l"1'r)teads

.. I ~ ' . r Instrumentation

. I Ir- I f

,,jn( t l "- _

Reference
Junction

4ure c.:-8. 1
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For angles approaching 90', the Cot (0) approaches
-69, therefore:

Or + f + A

r -

When e is ir radians and 4O is the departure from 900.

From the Wisconsin Department of Agriculture we know

that the total uncertainty in the torque arm length
is about + 0.005 inches out of 15 inches, thus

,r + .005 x 100 = .033 of FS
r 15.00

From results of calibrating the load cells,

Af z .122 lb = .162% of FS
f 75.375 lb

It is estimated that the total angular misalignment of

each cylinder does not exceed lV, so,

-6 .01745 radians

then,

2 (AO)2 = 2 x (.01745)2 = 0.0006 = .06%.

Now, total error in torgue,

AT = 0.033' + 0.162, + .06,/ = 0.255'% of full scale

T

which is 5.1 in lbs.

2.7.6.2 Uncertainty of Working Insttument

8.75 in l s.

6t

*- 6 Th';-



0

3. The initial angular mHialignment between the
center line of the loading cylinder and the
torque arm radius (not to be confused with the
change in angle caused by deflection under load,
a phenomenon which was corrected mathematically).

To evaluate the compsite uncertainty, it is necessary
to derive the equations which dictate the means in
which the individual error contributors combine. We
*tart with the definition of torque, which is the
vector cross-product of torque arm length and applied
force. In our case, there are two forces and two arm
lengths:

T = r I f ISin6l 
+ r2 f2 Sin82

To obtain the total uncertainty in torque, 8T, from
the individual contributors, we find the six partial
derivatives. That is

&T LTrI + T a f + T 9e + T br2 + T2  f2) r I f 1 1 r2

+~ T A 6

0 e2

P Substitution yields

T = f Sin6 I r I + r Sinl I f I + rI fI Coe A

M f2 Si r 2  Ar 2 
+ r1 SinG 2  Af 2 + r2f2 Cosa 2  a 2

To obtain the fractional error, we divide both sides
by the total torque, but making use of the fact that
the system is nearly symmetrical, that is

T = r f1  f Sin9 + r2f2  Sin 2  2rIfI  SinOl _z2r2f 2  Sin 2

Now, by dividing:

T = rI + f 2 + Coso 1 G1 r+ r2 +Af2 + Cosa 2  02
2 f-, SinO 2r 2f Sin 2r Lo1 2 2 2

Alo, hL catjs& r ::r, f "-"f and 0 kH
1' 1 " 2 1 2'

6 T A= 6t t Ki(A k)



Final processing of the data indicated that this
method was of satisfactory accuracy.

When the target value was achieved, the output of
the torque transducer was recorded, along with the
outputs of both load cells, and the deflection of
the torque transducer. The deflection was caused
by the twisting of the torque shaft as the load was
applied.

ro Deilection was measured with a magnifying glass and
machinist scale with 1/64" divisions. This method
was repeated for all the increasing and decreasing
increments. The procedure was repeated for a total
of 5 trials.

2.7.5 Results

2.7.5.1 Processing of Raw Data

Raw calibration data was processed in order to correct
for the change in angle between the line of action of
the air cylinder rods and torque arm radius line which
passes through the center of the torque shaft, since
perpendicularity will not be maintained as the torque
shaft twists and the arm deflects. Also, the composite
net applied torque was calculated from

T = fI r1  + f2 r2

where f, and f2 are the two applied forces as measured
using the load cells and rl and r2 are the effective
torque arm lenqths to the right and left of the center.
A third order mathematical model was pre pared as de-
scribed in appendix G, annex C. The 26 spead was
found to be 0.122 lb.

2.7.6 Conclusion

The torque rig design is judged to be accurate for most fluid

power applications, however, the process is tedious at best.
The horizontal torquing plane appears to offer its greatest
potential when calibratinq larqer torque shafts which might
otherwise require tons of deuid weights.

2.7.6. I Estimated Uncertairty of the Torque Calibration Rig.

There are three ia ,or orror contributers to the torque
ca l i brat ion:

Uncertain ty i ,' , of tne- torque arms.

2. Uncerftairitv in K 1', (,I et,,r'r ned from the
load cel I I t(I ' rI (

:-



APPENDIX B

FRE UENCY AND TIME CALIBRATION DATA
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RE-FE-R[-NCE- ADDPRLSS[ES

Howa rd W . Sams and Co. , I nc .
4300 West 62nd Street
Indianapolis, Indiana 46208

National Bureau of Standards
Time and Frequency Division
Boulder, Colorado 80303



6i iEKLY TiLEVISION FR[QUENCY TRANSFER MEASUREMENTS USING THE COLOR SUBCARRIER

T',.*e Ocata are furnished for users who are making frequency transfer calibrations using the television
, ,*twrk 3.58 Mriz color suhcarrier signal. This signal is controlled during network prograrming by atomic
f Fq'iv",cy standards located at each of the major U. S. television network originating studios (ABC uses
S, standards; NBC and CBS use rubidium standards). These network standards are low with respect to
JC.NPS) by about minus 3000 parts in 011 (-3000 x 10-11).

12NBS estimated uncertainty of these measurements is + 4 x 10 2
, except for ABC which has an estimated

.nertainty of 2 x 12. However, users of the color subcarrier should not expect measurement

.irnctrtalnty as small as quoted since the NBS measurements are based on averaging approximately 150 hours
of data per week per network. Measurement uncertainty as a function of averaging time that may be
reasunably expected is as follows:

AVERAGING TIME: 10 seconds 100 seconds 15 minutes 30 minutes 24 hours

MEASUREMENT UNCERTAINTY: 3 x 10 "10 6 x iO- l l  2 x 10- 11 1.5 x 10-11 6 x 10- 1 2

4Masurements can be made onl on programs originating from the network studios in Los Angeles (West Coast)
(r New York City (East Coast). East Coast data are for those users in the Eastern, Central, and Mountain
Time Zones. West Coast data are only for those users in the Pacific Time Zone.

AVERAGE RELATIVE FREQUENCY (in parts in 10)11

YEA\UR[M NT PERIOD EAST COAST WEST COAST

1978 NBC CBS ABC NBC CBS* ABC

30 JULY - 5 AuG. -3001.0* -3001.2 -2999.9 -3007.2 -3015.2 -2999.8

AUG. - 12 AUG. -3001.9"* -3001.2 -2999.9 -3007.8 -3015.5 -2999.9

13 A J. - 1r AuG. -3002.9** -3001.0 -2999.9 -3008.2 -3015.8 -3000.0

_0 AUG. - 26 AUG. -3003.6** -3001.1 -2999.9 -3008.5 -3015.7 -2999.9

27 AUG. - 2 SEPT. -3006.2* -3001.0 -2999.8 -3008.8 -3016.0 -3000.0

For information on how to use this frequency transfer method, write: Time and Frequency Division, NBS,
Boulder, Colorado 80303.

*The CBS station in Los Angeles is now using a frame synchronizer on the incoming network line. There-
fore, the color subcarrier for CBS West Coast is no longer available to users in the Los Angeles area.
The ;.,jblshed CBS West Coast data are derived from Line-lO measurements made by the Hewlett-Packard
Corany, Santa Clara, California.

"Jncertainty of the NBC data is approximately + 2 x 1011.

6. BROADCAST OUTAGES OVER 5 MINUTES AND WWVB PHASE PERTURBAIIONS

OUTAGES PHASE PERTURBATIONS WWVB 60 kHz

AUG. BEGAN ENDED AUG. BEGAN ENDED
STATION 1978 MJD (UTC) (UTC) FREQUENCY 1978 MJD (UTC) (UTC)

NON NONE

-5-
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. 1
Frejcy_ Counter Calibration .

The ABC network color subcarrier signal from the week of August
27 to September 2, 1978 and a Singer Model HE 8020 S/N 101095 were
used to calibrate four Simpson Model 7016 Frequency Counters and Timers.

Color Subcarrier Frequency 3,579,545 HZ

ABC Network Average Relative Frequency for the week of August 27 to
September 2, 1978 - 11

2999.8 x 10 HZ

Corrected Color Subcarrier Frequency used for calibration -

3,579,545 - (2999.8 x 10-11) (3579545) 3,579,545 HZ

[ Counter Counter Color Error
i No. Reading Subcarrier HZ

Frequency Frequency

HZ HZ

1985 3,579,549 3,579,545 + 4

3869 3,579,554 3,579,545 + 9

3870 3,579,548 3,579,545 + 3

3874 3,579,548 3,579,545 + 3

*- 143-



Uncertainty of Reference Standard:

3579545 x 3 x 10-10 = 1.1 x 10- 3 Hz

Uncertainty of Working Instrument:

No. nf Counts = f x Gate Time

Gate Time = No. of Counts = f ref + f error
f ref f ref

= f ref + f error = 1 + f error
f ref f ref f ref

Error in Gate Time = 1 - Gate Time = f error
f ref

Counter No. 1985

-6
Error in Gate Time = 4 1.1174 x 10 sec

3579549

Counter No. 3869

DAP Error in Gate Time 9 2.5142 x 10-6 sec
357 9549

Counter No. 3870 + 3874
-7

Error in Gate Time = 3 = 8.3809 x 10 sec
3579549

4

4- 144-
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F-LOW -C-ALIBRATION -DATA

6 -145-



FLUID POWER INSTITUTE
HIILWAUKCC SCHOOL OF CUGINEERIVi

T Calibration of Laboratory Flow rate PROJECT 'Jn. 50560

Reference Standard _)/_T ,. 3-19-79

TECHNICIP I J.T.M.

D[)SCRIPTIO .Repeatability Test of Upper and Lower

Triggering Level Switches

O.C0111EITS I.iS TRU F NT AT I ON

Starrett

Machinists Scale

Upper Triggering Level Lower Triggering Level

Ref. Ref.
Trail Distance Ave. DeV. Trail Distance Ave. DeV.

z INS INS INS # INS INS INS

1 2.187 2.24 - .053 1 1.031 1.722 .691

2 2.750 2.24 .510 2 2.063 1.722 .341

3 1.906 2.24 - .334 3 2.406 1.722 .684

4 1.875 2.24 - .365 4 2.813 1.722 1.091

5 1.50 2.24 - .740 5 3.063 1.722 1.341

6 1.094 2.24 -1.146 6 .844 1.722 - .878

7 3.219 2.24 .979 7 .219 1.722 -1.503

, 2.313 2.24 .073 8 1.406 1.722 - .316

9 2.313 2.24 .073 9 1.531 1.722 - .191

! 3.250 2.24 1.01 _O 1.844 1.722 - .122

2 (5 1.392 in. 2e= 1.79 in.

i *i

. . . . -

V - _ ____ __61
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TOTAL VOLUME CALCULATIONS

V 41 gal x 231 in - (2000cc x .06102 in- ) V tube
cc

V tube =Ay 7-Il252  A y = 12.840 in
4

V tube = 12.340 (41.252) 15.78 in3

rs 4

33 3 .3
V total z 9471 in3  122 in 3 15.78 in 3 9333.22 in

3
V total z 9333.22 in 40.40 gals

REPEATABILITY ERROR

rane _top + ranqe bottom ) 1.252
2 2 4

= ( 2.156 + 2.187 )X 1.230
2 2

( 1.078 + 1.094 )$ 1.230 - 2.672 in3

error ( 2.672 in ) x 100 .0286%
9333,22

repeatability error .0286.'

VOLUME UNCERTAINTY

upper triggering level

20' = 1.392 in V 77" 1.252 x 2

23V = rl.25 x 1.392 1.708 in3
4

lower triggering level

2 : 1.79 in V =-77' 125 x 2d
4

V : 1 -252 x 1.79 2.197 in3

4
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total uncertainty 1.708 in3 + 2.197 in
3  3.905 in3

volume uncertainty - 3.905 in3

error = 3.905 x 100 = .0418%
9333.22

READABILITY ERROR OF FIVE GALLON SERAPHIN BUCKET

From Appendix G, Annex D

RE 2 x value of smallest scale div.
RFl + 2

RFl = 3 ( 1 - e'"5- 1.1w

w = width of smallest division

w = 1 cu. in. = 2 mm
-lI

RFl = 3 ( 1 - e 1.7 3 ( I .183

RFl = 2.45

3 3
RE 2 x I in = .45 in

2.45+ 2

total readability error for nine buckets which were emptied
out of the flow calibrator

RE = .45 in
3 x 9 = 4.05 in

3

error = 4.05 x 100 = .0434%
9333.22

THERMAL EXPANSION ERROR

diameter at calibration time = 22.500 in

diameter at run time = 22.502 in

volume Do2 ( 23.0625 in
4

V 2-2-.-52 ( 23 0625 ) =9169.8 in 3

Vf d_ 22.5022 ( 23.0625 ) = 9171.6 in3

4- -
3

error - Vf Vc  - 9171.6 - 9169.8 1.8 in

1.8 in3  x 100 .0193"
1-in

148-



FLUID POWER INSTITUTE
HILWAUKEC SCHOOL OF [NGINEERINI

TET CaI iration of Laboratory Flowrate PROJECT 'Jr. 50560

Reference Standard DAT__D 4-20-79

_____ __ _ __- I- -IJ.T.M.

DESCRIPTION- Clingage Test

INSTRUllFNTAT I ON
CO:iMENrTSu dairin From ..... Ca I. i brat

5 gpm run on 2.3 in3/rev P D Meter

Counts Counts Time Freq. Temp.

-with without

Clingl. Cling. Sec HZ OF
513165 513855 464.68 1104 90-100

513158 513637 461.54 1111 90-100

513158 513613 458.62 1120 90-100

513197 513606 460.46 1115 90-100

513225 513389 466.90 1100 90-100

513181 513620 462.44 1110 95 AVE

29.5 165 Deviatio_

-149- 1 .



CLINGAGE ERROR

total volume through flowmeter
3

9333.22 in with ave. pulses of 513620

9333._22in_ x 120 pulses = 2.18 in3/rev
513620 pulses rev

volume change due to clingage

V =  (P cling - P cal))l rev x 2.18 in3

120 pulses rev

(513620 - 513181)}12.18 = 8 in3

3
clingage uncertainty z 8 in

error 8 x 100 = .0857,1
9333.22

- 5G-



SUMMARY OF UNCERTAINTIES FOR LABORATORY FLOWRATE REFERENCE STANDARD

I. Uncertainty of volume of 5 gallon Seraphin 3

bucket from NBS. 2.079 in

2. Uncertainty of volume of 5 gallon Seraphin 3
bucket from Wisconsin Dept. of Agriculture. 2.16 in

3
3. Uncertainty of Seraphin bucket readability. 4.05 in

4. Estimated Uncertainty from FPI Technician 4.5 in3

5. Triggering level uncertainty. 3

(composite of upper and lower) 3.905 in

6. Thermal expansion uncertainty. 1.8 in3

7. Clingage uncertainty. 8 in3

Total Uncertainty 26.49 in3

Total Uncertainty 26.49 x 100 .284%
9333.22

-1 S1-



FLUID PO,,ER 1iSTITUTE
HILWAUKEE SCH OOL OF C;2ItEERIW'j

-,T .. .. /rev P.D. Flowmeter Calibration PROJECT -0n. J 0!)60
_4- 7 4-7DAT,. -

........-NECHNICIP'I J.T.M.
DESCRIPTION- . ......

- ____ - -.. .. INSTRUIVFNTAT ION
CO:IIEIJTS Mob.l DTE 24 0il at 95F ___

Ave. muter factor 2 1.415 "Z.'gpm

______ l Trial g2

r t Av Total Actual Target Ave Run Total Ac tua'l
r Coun, Flow Flow Freo Time Counts Flow

. 3F , GPM HZ SEC GPM

___ .7) ,.~ r 513165 5.20 _ 1126.6 455.49 513158 5. 2
2144.7 Z 2 ). 35 513322 10.13 10 2178.5 235.65 513357 10.29

1(222.4 53 94 15.23 15 3285.9 156.13 513021 15.53

I_ Iol. i 35 5128,2 20. 14 20 4187.6 122.49 512946 19.79
1354.2 5 7 5125(i 25.33 25 5417.7 94.60 512515 25.63

695.6 ) 512?22 30.27 30 6327.3 80.94 512128 29.95
74 .,,. 511674 35. 24 35 7455. 7 68.62 511607 35.33

• ; . 511509 40.65 40 8573.9 59.66 51151 40.63

" __.___ ____Trial 14

1Tita I Actual Target Ave Run Total Actual

, ount, Flow Flow Freq Time Counts Flow
.G - 0P>, PM HZ SEC GPM

3 *. , C Ii J(1 1 1 2C. 7 457.91 513197 5.29

, i. ' .0 5 13235 1,7. IC; 2151 .1 238.56 513161 10.16
11. I F i 30% 14..1 15. 1 3231.1 158.79 513 67 15.27

.0.? 512790 20. 33 20 4263.5 120.26 512729 2K.16
5 i 3 0488 2.17 20 C0210. 3 98.39 512645 24.64

S.54 5 22,4 ,0. 1 30 6342.5 80.77 512281 30.01
8 ,0, 4 1.1.64 01127? 3.3 .35 7485 68.34 511529 35.47

. . 5 .,5 4r,.h , 4535.1 59.9? 511426 40.46



F L tllD P: .. iJT[

PRO)JECT I

DAT..

- - T1ECH-NI Cl 11 . >

i 5,cC R PT 10:

fis M -. %STRUMFNTAT ]ON

U 51 3(') 3 34

1 4 >*i L_ ] . .
_____9 tr ____-____________ _____ ____



FLU ID PC T T

L',IAU? E S '-,

-° fT .:Jo ':,, .4 I PROJECT 'JCI 5 6

DAT-

.. ... ECHNI C .
[)[SCRIPT]O~ l )iru t i I [ -(' ; S'~ +

. RUI TRUIFN TA 1O N

-O'!. TS.. Ashcroft 14ei hts

Daytronics Amplifier

f , r_, yVd , . __ l3ike VTVM

. .. .. .. .... .... ....-- ---- -- -- - -- _ _ _ _ _ _
I 1

u- L ,1 i/.... . -~U -- V -- I

324 .36i 634 16.618

__._,___( . 3 ____ I 6 .615 9.943 _!

6__.. . 3 ,). 1.243 q ) 809

; 14 3.V3 1. 7 9) .914 923 9.948

° , .~~~~~ -, -..,.- -..-,..--- .. ......... ; 9 94

- " __ __ _ . ", ,2 ' i , : 7", c 9. i -4

: . 1..: ,. ,(4953

__ _ .... 1 a4 : o,.' "i , 9}. :. 5(4

S11 . -_ A __

111171. . ... -t___

.. ..- 7 i_ 1 . .. i -- - -



FLUID POWER I!NSTITUTC

HILWAUKE SCHOOL OF CINGIEERIN1,

"[T _ Lebo,,,' L d Cell Calibration PROJECT 'n. 50560

DAT-. 11-3-78
J.O.M. I- --- -TECHNI CI/"I

Riudje 3167-100 s/n 518
DESCRIPTIO0 ___

CO N S T R UNSTRUIiFNTAT 1ON
CO____E__TS Ashcraft weights

Daytronics Amplifier

!V"C increasing value Fluke VTVM

DEC decreasing value

Tr'ial #5

Weight INC DEC _

Lbs Volts Volts

O, (3 0 _ _ _ _ _ _____ ______ _ _ _ _ _ _ _ _ ___ __

.361 .033 .032

6.61? .665 .663

12.683 1.294 1.294

14 .92,4 1.924

4 2.553

, r .. .,2 3.182

3.812
.... ; .: i 4. 440

.' ' :.,.6' b 5. 695

r .6.3 1

- 6-__,_ __6949

' ' J~i ; 575



FLUID POWER INSTITUTr
IIILWAUK[C SCHOL OF E[iINEERIJC

., Lid Ce 11 Ca ibration PROJECT 'n* 50560

DAT. 11-3-78

-- TECHNICIPJ1 J.O.M.
Model 3167 - ]00 s/n 518D)ESCRIPTION ...

-- I NSTRUMF NT AT 1 ONCO;IMEITS Cal resister value = 73.15 lbs Ashcrof t veights

Daytronics Amplifier

INC incr,,a, ing value Fluke VTVM

-DEE decreasing vdlue

Trial 11 Trial 02 Trial 43 Trial #4
1*

S . IC DEC NC DEC INC DEC INC D C
ib' Volt's Volts Volts Volts Volts Volts Volts Volts

0 0 0 0 -.001 -.001 -.001 -.001 0
.361 .641 .039 .024 .023 .038 .032 .032 .034

6.612 .672 ,672 .655 .653 .668 .662 .663 .664

12.683 .301 1.301 1.283 1.283 1.295 1.293 1.294 1.297

'.14 1.93(l 1.930 1.913 1.911 1.922 1.922 1.924 1.925

K. 366 2.559 .559 2.542 2.540 2.551 2.551 2.553 2.554

i , 3. I87 3.187 3.169 3.168 3.178 3.179 3.180 3.182
6.., 3.']4 815 3.797 3 796 3.806 3.807 3.810

44. i9 4.441 4. 44? 4.424 4.423 4.433 4.436 4.438 4.437

. 370 5.069 5.069 5.052 51 5.056 5:063 5.066 5.064

6 :4 5.696 5.67, 5.617 5.688 5.687 5.691 5.691

K'. :.27 0h.321 6. 32( 6.h .3,. 6.313 6.313 6.316 6.316

'4 v' 147 6947 (9 26 6.1? 6.939 6.939 6.942 6.943

i. 3 75 7. 71 7.57? 7.5KY 7. 2 /.564 7.564 7.567 7.567

- - -,



Uncertainty ofLebow Load Cell Model 3167-100 s/n 517

Reference Standard Error = .05%

Readability Error = .006%

Calibration Error = 2cF- .008V

.008 x 100 = .106%
7.574

Total Error = .05'.10 + .006% + .106% .162% .122 lbs

Uncertainty = .122 lbs

-164-



FLUID M0K. iZ TSTITUTE
i LAUL:SCH-CIOL OF El )NEE MAl'

OS ~io~i ~,dCei- Calioration _ P[ROJECT 'Jr). 50566 __

DAT.: 5-10-79

T[CHN cu*~N A. S.

D E S C R A P T IO li . d ~ j C W / 1 ?_ _ _ _ _ _ _

____ -------- -----_________________ _______ ________ -_____ - ~ STRUJ!.FNTAT10:N
CO;AE:ITS Aoo eValue oi Devia~icon from thle Aver~ige _______ ___

* va GH-

7J7~~ INC DEC ____ N DC

v V Ilt s VolIts I_ ____ Volt 5 Volts _______ ____

_U _0 .001

.. 000 .00] .0004____ ____

_ _ ___ __ ___ ___ .0 .004__ __ __ .006

_______Jc I_____ ED_____ 07 D I

___ __ _ _ __ ___ __(__ _ U2 __ _ _ _ .613 .014_ _ _ __ _ _ _ _

7..;,; 1 _____ j (01 .015 .014 _ ___ _____

___ ___ 8 ___ ~~~ ------- T- _ _ _ _ _ - _ _ _ _ _ _ _



FLUID POO'LR INSTITUTE
HILiLIAUK SCIhD)L OF E;,0IERIi

.?LST , Load Ce! I Caliration. PROJECT Yn. 50560
5-10-79

DATJ '
J N. A. S.

. . . ... . . . . . . .. .. . . . ... . . . . . .. . . . . . E C H N I C I M i
DSCRiPTIO Mode 1 3_106-0 s/n 617

.CO ... . .... ..-- - - - INSTRUKFNTATION

C COIrA$[dTS Absolute Vdlue of Deviation from the Average

-- ..... C ea

Trial al Trial u2 Trial 3

Mv c DEC 1__ _ INC DEC INC DEC

I -I 1 'loI ts Volts Vol ts Volts Volts Volts

_ _ .00(, .00 .000 .0o0 .00C .00C

K1:2 .002 .003 .001 .001 .003 .004

.661 .001 .002 .001 .001 .003 .003

* ' o ,.11 __ .002 .001 .0 (2 .001 .002 .003

S. ' ,. 00 000 .003 .002 .003 .004

.; . (4 . 0(J2 .603 .002.. .002 .003

3,. __-W .006 .0(2 .004 .003 .002 .004

.06 .04 0.002 .003

. 14 .003 iv .003 .002 .004

.. 0 .0 • e00l .001 .003

. . (008 . 0O .(05 .0C4 .00 .002

I .G10 .60 .004 .001 .003

,,, _, _ .;t 3 . ()12 . ( 05 .004 .001 .002

.:,/,1 I 1 .r 14 . 10% .004 .001 .000

- ----- - _ _ _ . . ...

-'' " " " - Y t 2 " - - " -' - " : II I i lllII/ l l mi IIin lllllQ lll l iI i ,- ,-, i'I,-,,?-,



FLUID POWER INSTITUTE
.ILIIAUKH[ SCH&IYL OF E;IE ERiUvS

-L.T ,:,:)Uw LuoJ Cei Calibration PROJECT jn. 50560

BAt" i 11-3-78

T ECHNI CI P'1 .O.M.

DSCRIPIO -M-odei 367-100 s/n 517

INSTRUOFNTAT ION
COlIiIETS SuIodry of Ave Valves Ashcroft WiQht,,.

. ...... ..... _Daytronics Amplifier
- iNC encr d i yn va1uus Fluke VTVM

.., decreasing values

Went_ INC DEC Ref. Ind. Cony.

w. Vol ots Value Value lb/V
lbs Volts

G, 0 -.001 _0 0 0

.361 .029 .030 .361 .029 12.448

6.612 .661 .667 6.612 .661 10.003
S 12.683 i.291 1.293 12.683 1.291 9.964

19.114 1.921 1.923 19.114 1.921 9.936

25.366 2.551 2.553 25.366 2.551 9.944

31 . 17 3.180, 3. 182 31.61/ 3.180 9.942*I
37 . o -HC 9 3.,1O k _ _ 1 37.668 3.809 9.942
44.. f 4.436 4.439 44. 19 4.436 9.946

____. ;,': 5.t 5 K .067 50.3K . 5.065 9'.945

,. 5 , 93 .694 56.62,K 5.693 9.946

_,_... _ _ _ n] . ,]1 62. 7 3 6.321 9.947

64 . 6. 6 ..4, 69.124 6.948 9.949
7 ..,, 7 . 7.73 75.375 7.574 9.952

" ' 'dtr M tIh atical F fr .015 Volto

.. __ _

0 _ _ _:__ _ _. .- _ - -:: -:.
.. _____ ._ __ .___. __ _-..,_..._,__._,._ _ _-, __.... ___ . _. .._ .-__.'__. --_.__



FLUID POIIIER :lSTITUrE
ILMUAKIC SCHMOL 9)F CH(INFERIN's

"T Le~.La Ce H Ca] ibratii j___ on____ PROJECT 'J* 50560 _ _

~ ___ __ __ ___ __DAT.L' 11-3-78

-- - -___ ------ _ _--__--__ ----- ECHNI CI M i.O.M. __

DESCRIPIMd ~ ~ ' / 1

I NS T R Ulf NT AT 1 ON

C. .DAITS __ _____ Ashcroft Ag-jt

_______ __________ _______ Daytronis Ampifier____

~ -- ________ ____ ________________ Fluke VTVM

D 1 ec ri 1, r, vdi

WINC DEC ____ __

- .001 __ _ _ _ __ _ _ __ _ __ _ _ _ __ _ _ _

_____ __ __ _____ .029 _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _

3- 1 .49? .29

16 3. .614 3.816

75.!!5 7. 445 4.457 __ _______

37__ _____5 5.076__ _ _ _ _ _ _ _ _ _ _ _ _

_____1 5._04 5.704_ _ __ __

62. ( 7 3 6. 3316.3-



*Q FLUID PO1fR INSTITUTE

IllLWAUKE[ SCHOL OF [GI;EERiff

-L T __ Lebow Lod Cell Calibration 5PROJECT ,. 50560

' "A-- T . 11-3-78

C ~- -~-------- --------------- *---____________ ECHNICIPl 3. G.M._-
DESCR]PTIO14 Model 3167-100 s/n 517

-- . . ____ ____ INSTRUMiFNTATION! C OIIlHEjjTS Cra l  resister va lue 71.4 11 lbsAs c o t ei n s
coiwos ~ ~ ~>~~ ~Ashcroft Weignts ____

Daytronics_ Amplifier ____e_

Nr . increasing value Fluke VTVM

JEL decreasing value

Trial 1 Trial Y2 Trial 03 Trial #4

Weighn - INC DEC INC DEC INC DEC INC DEC

lbs Volts Volts Volts Volts Volts Volts Volts Volts

0, [; 0 -.O1 0 0 -.001 -.OCl

iol .031 .(,,32 .028 .028 .032 .033 .026 .027

, .662 .663 .660 .66G .664 .664 .658 .660

12.683 1.29 0 1.293 1.291 1.290 1.294 1.295 1.289 1.291

19.14 1.920 1.922 1.919 1.920 1.925 1.926 1.918 1.921

25. 366 2.548 2.550 2.549 L.550 2.554 2.555 2.550 2.551

31.617 3.175 3.179 3.177 3.178 3.183 3.185 3.179 3.181

0 37.68 3. 304 3.806 3.806 3.P( 7 3.812 3.813 3.809 3.810

44. 19 4.424 4.435 4.435 4.435 4.440 4.442 4.437 4.439

50. '7(, 5,(57 5. ,,,(; 5.C(? 5. (64 5..67 -'. 069 5.066 5.067

56. 621 .83 5.6806 5.6c,9 . 690 5.694 5.696 5.694 5.695

6 2.'/3 ,. b 11. 6.311 6.317 6.517 6,3?? 6.324 6.321 6.322

69. , ,.vi. 16 16 F-.943 6.944 6.949 6.950 6.950 6.950

.56 .569 7.570 7. 575 7.574 7.576 7.575

0 _ _

- .7~- ._ -_ _ _

________ ____ ______



APPENDIX D

LOAD CELL AND TORQUE SHAFT CALIBRATION DATA
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Jn eta nj~ yC.f i n 3re P.D. Flowmeter

leviaition 2e' .4669 hz

ave ,ieter factor 3 . 334 hz/qprn

randoin error 72 0:- .4669 hz

reaidabi Iity error 1 hzI

reference standardl error - .286'Q

total error =1 .4669 hz + .286:,Q
31 .- 33 -h-z/g p m

instrument uncertainty .047 gpm + .286'Q

*10
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FLUID POWER INSTITUTC
HILWAUKEE SCHDOL OF [:,GIHEERiSj

3,,T in /rtv PD. Flowmeter Caibi --ra --,on PROJECT 'in. 50560

3-21-79DAli: .--- - ---- - I
J.T.M. S

-.. . .. .. .. .. ... .. .. . . .. ECHNICIP --

D [S C R IP T IO ll . . . . ... . .. .. . .. .. .......... ..

...... . .. ... .... .. . INJSTRUIFNTAT IO.N
CO:IEN TS Dobi) [F 24 0 J at 95" F

Trial g5 Trial #6

Tarqet AV( , R n T Actua l Taraet Ave Run Total Actual

Flow ruq T im cfount" Flow Flow Freq Time Counts Flow
GPM Hz ,E C I PM FPM HZ SEC GPM
5 ____ 45>16 75, 7 5.37 5 168 451.53 75876 5.37

__ 313 .,: 217.25 75832 10.22 10 319.8 237.28 75875 10.22

5 47t,.4 159.49 75988 15.19 15 476.3 159.51 75974 15.19

. 3." li9.3 C i5969 20.32 20 636.8 119.27 75957 20.34

, >-, i_ 32.u 75926 2634 25 825.2 92.05 75958 26.34

7, c. . 7 7 75940 30 .77 30 964.3 78.75 75937 30.78
3, -1~.) 66.7. 75'>1(1 36.3 35 1135.5 66.85 75910 36.26

9-_,. 5 5 .95 75957 4 1i .) 40 1287.5 58.99 75952 41.10

---I -- - _.-- _ _ _

___ __. - 4

-. !



.* FLUID POW4ER IN STITUTE
IILWAUKEC SCHOOL F [£;,I;.EERIlIr,

[ST _6 in ,/rev P.D. Flowmeter Calihratwo, -PROJECT 'jf. 50560

DATI 3-21-79

.. .. . ..... .... .. .. .. . .. ... ----- -- T E C 1 NEC NICI r1 J.T.M.

)[ SCRI PTio;t . .... 1...... ...

- - -.. ... . .- I' STRUHFfNTAT IOl

C O '1!1 T S M o b i I ,)T 2 4 O i l a t 9 5 F 
_ _ _ _ _ _

...... . ztt_ _1 - 3.1. 33.4 n,/~pm _______34

Trial ,i Trial n2

I r;'I. A Run Total Actual Target Ave Run Total Actual

i ow Freq Time Counts Flow Flow Freq Time Counts Flow

. HZ SEC GPM GPM HZ SEC GPM

167.5 453.01 75897 5.35 5 167.8 452.32 75893 5.36

320.2 237.08 75911 10.23 10 320 237.37 75921 10.22

4"-12.4 157.62 76038 15.38 15 481 .4 157.91 76013 15.35

O " 633.8 119.91 75993 20.22 20 637.5 119.17 75967 20.34

oh09.4 93.85 75965 25.83 25825.4 92.12 76032 26.32

____ 962.4 78.97 76001 30.69 30 963.8 78.80 75948 30.76

h <2(.9 67.74 75928 35.79 35 1135 66.91 75943 36.23

40 !276 59.50 75922 40.74 40 1286.8 58.99 75908 41.10

T Irial 43 _ Tr 1 4

Tr, Av, Run Tota I Actium I Tar;et Ave Run Total Actual

luw F r, q Ti[e Counts Flow Flow Freq Time Counts Flow

9/ SEC (IPM GPM HZ SEC GPM

,60. i 451.54 /5-9 5.' . 4( 7d 75885 5.38

!. 237.2? 7 ,.2. 10 319.7 237.37 75885 10.21

<'.b .• I.1(4 4 i 5 . -" 476.9 159.34 75995 15.21

'I, . ). 14 75967 'i.31 20 636.6 119.31 75953 20.31

" . J 759/ 1.> 25 824.9 92.03 75920 26.34

_____ 1 . 78.80 75959 -- ,. 76 30 963.9 78.79 75949 30.76

, L , 3 66. 80 759< 3. :'5 35 i i-.3 66.86 759(i4 36.26

.7 - 58.98 75961 41 .10
4 I - ,, .. 

<5 i -7 9 7" .1 '.



U-ncer-taint_ o f 2.3 I n.3!_rev P_._J_. F-lowmeter

deviation 2d'= 2.49 tiz

ave. meter factor ?11.415 hz/gpm

random error - 2d 2.49 hz

4 readaility error - I hz

reference standard error = .286 of Q

total error 3.49 hz + .286 Q
21.14 -hzT-g pn

instrument uncertainty .0165 gpio + .286 Q

II

-i 4



FLUID PO1vR INSTITUTE
11ILW4AUKH[ SCHM "L O)F [NGINEERINVI

; .T Lt bow lo,:d Cell Ca Ii trat i on PROJECT 'Yn . ,_5_,_

"- D~lr " 5-10- 79
M T._' j- 7- - --

N . A. ECHNICINJ N.AS.

DESCRIPTOI Modtl 3167-iC s/n 512 . .

... .... ... ... . ... ... . I.ISTRUHFNTAT ION
CO:1i AENTS Ab-olut.e Value of Devi ation from tht, Average

iC i ncreaSin vdI u ts

DLC decrasin; values

Trial 4i Trial -2 Trial --3

AVN C DE NC DEC INC DEC

Va ue Vo [t VoIts Volts Volts Volts Volts

_____ .__ , - O - .000 .000 .OC.C •000

.006 .009 .010 .005 .001

.665 .008 .009 .011 .004 .002

I -IND__ _ ."07 ,007 .011 .011 OG 1 .001

.5 /. _. ._ _ __b_7 .(010 .012 .01 , 1O

.i/___ .__ _1 .007 .011 .012 .002 .001

4.43 . 'o .007 .011 .012 .002 .001

5. 063 ., 006 .0 11 .012 .002 .000

0C 619 _ .,.,___ 007 __,1 .012 .001 002
6., i .____6 .005 5.r.V .013 .002 .002

. .__ 06 .006 .015 .012 .002 .002

7.56f 005 .06 .014 .014 .C02 .002

U _ _ mm _lmmmlmmImm mmm__l _ "" _I _ __t ___' : m ___ ___ " ""



FLUID POD,'ER 1STITUT-IIILWAUK[E SCIO)L OF Etii0:JEERINlr

-rT L-bow L,,:( ] Calibration PROJECT ,Jn.

DAT. -79

--- IECHNI CI/"1 A' ...

DESCP.IPTIO;0 1 d -ci -N. .

I -N RSTRUIFNTAT I ON
C0: VI E T S L , I :to va ie of Deviation from the Average

nI n 0

D7EC c I rea inc viu t

Tri 4 Trial 5

_v_ __ DEC_ INC DEC

V o Volts Volts Volts
0 its

_0 .000 .000 .000
.OO .000 _o _Ol

6 001 .002 .OG .001

6 ~' 0____ .01.0 _ _ . .00] 0___

__ _ _ _ .000 .001 .000 000

3 923 .001 .002 .001 .001

. 5 7 . 0l .002 .002 . 001.

3. 179 0 , .002 .003 .002

.003 _._..00_ _ .003 _.004

4.435 j .003 .002 .004 .005

5.063 .003 .001 .004 .003

5.6 (19 .60o . 062 .006 .006

.3 5 .6 j . 00 .008 .006

. Th ___ .01 .002 .008 .008

7 }C ._001 .C01 .010 .009

.005 jo ,ts

_ _.00'4 Vo ts

-_I]61
-169-I



n.et~ nty of C,.cw Load Cell Model 3;67-100 s/n 518

Refer n(;e Stdndard Error ..05" . .0377 lbs

Reiddabil t.y Error .006

C alihration Error 2 .O08V

•OG8V x 00 - .106
7. 566V

Total Error L + .006., + .106.;

.162 ,122 Ibs

Uncertainty 7 .122 Ibs

-1

-i7 ,



Uncertaintyof La oratory Torque Reference Standard

Torque Arm Length Uncertainty

.010 in .010 x 100 = .033'

30 -0-55

Load Cell Calibration Uncertainty

.162

Angular Misalignment Uncertainty

* 2
2(,6) 2 x 100 40 = l' .01745 radians

2
= 2(.01745) x 100 = .06",

Total Uncertainty = .033 + .162 4 .06

.255 = 5.1 in lbs

-01

0'" "



FLUID POWER 11STITUTC
HILWAUKE[ SCHOO)L OF IWIPEF~ilJCq

Esr ni:u.;e} cti n ?00 lb T Pt,")3[CT Jn. £b60
1To',,, Sntaf. C l bratior DAT. -

_ __..... . . .. . . . ... _[CFN " J.A...

D E S C R IPT I O i ay t. o n C ' _. 30 0 D a nd I Iu k V T VM fo r Load Ce lls .
. .- -

Daytrori cs 3278 f;or Torque Shaft

- - - _ _ - - INSTRUIFNTATIO'
COh1KE,[I1TS _Daytronics Amplifiers

1 __,__ecg t 5.E -2 in, Fluke VTVM

z- ioadcell 58 lenqth 15.033 inS

Cal resistor value - 2016 IN LBS

Trial I Increasing Decreasing

Tar(;et A B Def. A B Def. :Calc. Torque

Torque Force Force of Beam Force Force of Beam _NC__ F

IN LBS Volts Volts IN Volts Volts IN IN LBS IN LBS

,( 0 0 .020 - .007 0 0 0

20C .734 .583 .063 .593 .719 .094 197.90 197.17

400 1.379 1.?75 .125 1.290 1.357 .156 398.82 397.78

6 0 2.010 1.972 .203 1.835 2.151 .234 -98.39 599.01

(. 2.610 2.708 .250 2.493 2.828 .297 800.07 799.63

0 3.243 3.415 32R 3. 20, 3.452 .359. 1000.54 1000.89

3931 39 072 .39i .974 4.034 .422 1202.66 1203.41

________ 4.623 4.717 .453 4.670C 4.650 .484 1403.57 1400.56

6 0 5.291 5.393 .531 . 67 5.228 .547 1605.59 1607.18

5.1 6. 13 .594 6.?11 5.827 '.609 1807.67 1808.99

2( G0 6.642 6.746 .656 .656 2010.99

T ra 2 In rcasiv -1w; _),,reas nq

,1 G 02 5  .007 0 0

,I .I . 1070, .599 .725 .094 198.81 198.97

4(,, 1,363 i.29 15 1 4( 1.509 .156 399.13 398.10

0 2.f l 1.960 . o: 1.;43 2. !46 .19 6(10.95 600.21

•.. 4. i1; 8. 59' 2.735 .281 801 .72 801 .42

S ____ __ ._ s. /? 113;3,1 3.31 6 .359 1003.39 1003.39

i; 3.939 4.()/, .3 i 4. ; a.(()0 .422 1204.91 1204.90

4. 73 4.78(, .4A - 4.740- 4.614 .484 1405.53 1405.67

5.197 5.497 .516 ,519 5.187 .547 1607.06 1608.83

. :,. 6.061 .594 6.237 5.828 .594 1803.46 1813.05

,. 638 6.755 .656 .656 2012.64
.~~~ ~ 61- . . .201-2 .. .,.64



FLUID POW'[R IISTITUT[
HILWIAUKEE SCHLY)L OF E;INFEfRIIr

-s_ HimmelsLein 2000 ir In Tor, Shaft Caiibratior, PROJECT 'Jo. 50560

DAT2.' _11 114-78

I E I IN.A.S.

DESCRIPTIO1 jaytronics 30(CT and Fluke VTVM for Load CelIs. J.Q.M.

Daytronics 3270 fo- Torque Shdft

. . .... ..... . ...... . . . . . .~ I, STRUJ F NTAI 1 '

CO:lt1DJTS

A -Oad cell 517 lengto 15.22 in Daytronics Amplifiers

- Ioad celD 12 ien th 1t.033 in Fluke VTVM

Cai re.ister valuc 2016 IN LBS

rial #3 Increas inq Decreasi _ m _F II-,
ITarjet A B Def. of A B Def. of Cal." Torque

Torque Force Force Beam Force Force Beam _INC DEC

In LBS Volts Volts IN Volts Volts IN IN LBS L

_ .0Oi -.011 0 .020 -.015 0 0 0

2(1(j .724 .593 .G78 .655 .651 .094 197.90 196.26

.388 i.Z67 .156 1.306 1.326 .156 398.97 395.52

6(j 2.021 1.964 .188 1.961 2.003 .219 598.84 595.69

... 2.6/4 ?.643 .25G 2.547 2.759 .281 799.01 797.37

__;__ 3.393 3.346 .313 3.276 3.367 .35. 998.43 998.28

3 (, 4., . 1 1 958, 4.029 .422 1200.70 1200.25
I, .. .1.~~77 I .45 4.72 4.606 .484 1399.82 1401.61

It,' . C 5.,79 .516 ..457 5.210 .547 1600.14 1602.07

,___')4_7 6. ('4 4  594 6.;52 5.351 '.594 1801.95 1803.73

26_(,2 6."00 6. 733 .656 .656 2003.62

Tr i i ;-I flu ea inq D c rea. 0i4 . -

. i, -. 7 .. .2 c .G16 0 0 0

*- ___, ./8 .58( (78 .5ll .784 .109 195.35 194.62

7.11.2? - ..i,. .(,33 1.596 .156 396.42 395.10
,2. i36, .,8,11 .;',3 7,,1 2.1!42 .23 , 596.12 £95.56

-.; 2.47f .26 , .410 2.891 .297 796.74 796.63

* ___ ./(1 3. i .328, 3 099 3:533 .359 997.06 996.65

_____ 4.(,44 3.928 .438' 3.714 4.208 .422 1197.99 1199.52

4, 4.15 4. 598 .469 4 .08 4.801 .484 '1399.50 1398.93

• _"-_6__ 3.357 5.307 .531 3.3 7 5.346 .547 _160__ .53 L 2

* 8J0 5.986 6.013 .594 6.047 5.948 .609 11803.15 1802 24

6.620 6.706 .56 .656 2002.57



FLUID PO,,R INTSTITUTE

H]L', AUKE[ SCH)L IOF Effd;EERii

-T riiiiintst,..?in 2000 in lb Torque'.na:: Caibrdtion PROJECT ,Jn.

D A T . " . _ - _- .

- ]~~ECHVNI C1 M" ,AS

L)aytronics 300D and Fluke VTVM for Load Cells.

LS~dytronics 3279 for Torque, Shaft

INS[R U!IFIN Al IC'MLL. ,1:. TS

7 1-h D .ron csA. f ,irs

- en,.Itr, . r Fluke VTVM

..j r v. 0 t - ,v1 X

' cra i rg iecreasi ng

-'I B uf _f_ A , B Df. of Cal,-. lnrue
C, e Force Beam orc u i Force Beam INC L . C

h . , ! Vo1:s IN i
t

; Volts IN IN LOS IN LBS

, ! 15 0 0 7 .1028 -.020 0 00

.691 .614 .094 .643 .658 094 196.56 195.514~ ~ ~ ~ ~: 4___ _____ 6___ 43 .658 _______ __ ___

361 .280 .156 1 .288 1.351 .172 396.87 396.58
I I __ ?.k,42 i .927 .203 4 2.022 3 597.18 595.09

r ~ ~ ~ ~ ~ 3 2____ .____ 82 2___ .234 1
4 ',2 I ?76n0 270 .2 81 .634 2.678 .313 797.67 798.26

. .450 .32R -32 3.3 33 7 997.69 999.48 ml
12' 42 4 .k57 3934 1198.81 1200.59

C& 3 .46(1 ,. :c 053 0C. 1399.23 1400.85.. .. 11 ? -3 i160'-50 1602.21

S" :, i . , c ," . 31 5..,ii 5 15i 6

I t[

15 -173 9 5 1 4__ .6, 9___ __7_ -21  8 03 .8

_ _u 20_4. (_,9

1- .....---.. ... ____... ... .. _______

I-_.. ..... _ _ _ _... ..... . ...._

I .. .. . .. .. . .. .. .I. . I
_-_ _ _



FLUID P 11!- INSTITUTE
IILWA UK[[ SCiD.9L fOF ; I~EERIW,

, T H inme st i n Ak i n 1 11o, qut'W ! I ' ' a bration PROJECT 'Jn. 50560

.. .DAT.: 5-10- 79

. . . . . . . . . . .. .. .. . ... ... . . ... . . . E C H N I C 1 M N . A . S . -

R X -, PTi O _u u Va ue of Jeviatl fc rom the Average I

. .. . . ..... . I.S-IRUIFNTAT IONCO fl;LNTS _____ ___

- -- __ _"_ I -Ya 1
I r(! va I ue

ri~ 7 Tria i ; Trial z3 Trial #4

___ % D____ DEC INC__ DEC__ DEC__
EINC D INC DEC INC DEC

V e iN LBS IN LBQ IN LBS IN LBS IN LBS IN LBS IN LBS IN LBS

, 4' ', .372 1.879 2.54 .985 .654 .548 1.99 1
5?39).52 i. 485 .452 .790 .771 1.622 1.787 .928 2.205

594.6 .8i6 1.230 3.353 2.426 1.278 1.902 1.406 2.191

7 8 1.200 .937 2.817 2 .547 .039 ).423 2.281 1.916

3 6 .97 29? _3 .318 j3.768 1.087 1.305 2.513 2.928 ____

___ __ _-7 3.707 .367 .763 1.273.- 3.563 1. 983

1_ 31_ ____ .95 4 . 1 (:1 4. u i 1 .7639 .031 2.019 2.59 _ __

S ,. ;, * 7 1 3.257 ? 7 .653 1 .953 1.393 1573

... | .469 . 2.979 1.299 1 .799 2.., -

I' ... . . '6 I. -- / *... .:'1 -.
.. ,; ,----____." ____.___ 1_75 c-,.575_ 3._495 3:495 4. 5515__.

tTd I

IN i. In
4 1,3 I O i I b!,

1 3 " I.h't

___,_I_____ ,. ___._ , '  i - 210 i-b __

2.651 in- bS
I j I .) i

41V: ... I :- :-.-:::.: ;:!- _.: . -"__--_-__-___
_______ _______ ____ ____ I

" _ _ _ _ _ _ _ _ -_..__" " _ __ii I ~ il i li l l



Uncertainty of Himmelstein 2000 in-lb Torque Shaft

Laboratory Reference Uncertainty = 5.1 in-lbs

Readability Uncertainty = 1 in-lb

Calibration Uncertainty = 2 F'= 2.651 in-lbs

Total Uncertainty = 5.1 + 1 + 2.65 8.75 in-lbs

1

-176-



APPENDIX E

TEMPERATURE CALIBRATION DATA

-177-



Uncertainty of Laboratory Reference Standard Thermometer #673650

Reference Calibration Error = ' F

Readability Error

RE 2 x smallest scale div.

2 + RF1

RF = 3(le(5-1.1w))

Smallest Scale Div. = 2°F

w = 65 mm = 1.3
50 div

RF1 = 3(1-e - 9 3) = 1.82

RE = 2 x 2 = 4 1.05°F
2 + 1.82 3.82

Total Uncertainty 1 + 1.05 = 2.05'F

-178-



FLUID POtER INSTITUTE
IIILWAUKE[ SCHOL OF [;iGI:1EERIIN j

"LT Omega Iron- Constantan PROJECT ,jn. 50560 --

- . . ..hermocouple Calibration DAT.: 10-19-78

.. . .. . . __ _ _ _TECHNICIP"I J.0.M. - - |

u~iThermoo o.J uple #o_____!0__________ D.G. ___
DE SCR I PT IMr -- er-c-° p .- DG

....... .. .____ - JI.JSTRUMFNTAT ION

CO:IoLu1TS Calibrated with 10 ft. of extension lead _ __

DAS

Thermometer 67365;

Lr [, e Tr-ial Trial Trial Trial Trial Ave

V'Iow; I #2 #3 #4 #5 Value

__ __ .F °F °F _ F ___F_

4_ _ 41. 8 38.7 39.6 37.1 39.2 39.2

5_ 50.4 48.0 48.2 49.7 49.3 49.3

60 61.8 58.5 58.6 59.8 59.3 59.3

70', o9.8 68.7 69.2 69.7 69.0 69.0

78.8 78.9 78.7 78.6 79.0 79.0

9" 89.4 88.8 89.1 89.5 89.3 .. 89.3

99.5 97.7 99.6 99.9 99.2 99.2

1- 107.8 109.1 109.2 110.2 109.2 109.2

120.3 118.8 119.5 119.5 119.6 119.6

128.8 129.2 129.4 128.3 128.8 128.8 _ _

14_ _ 138.2 137.9 138.9 138.5 138.6 138.6 _

149.5 149.5 149.7 150.7 149.8 149.8 _ _ i

I__ _ 158.5 158.9 159.4 159.9 159.3 159.3

1 , 168.5 168.2 169.8 167.9 168.7 168.7

180. 1 179.4 178.5 179.2 179.4 179.4

189.0 190.1 1 9. 9 190.3 189.7 189.7

]')9. 199.0 1 9.3 20,.8 199.8 89. _

?5204.6 203. 1 205.8 204.5 204.5



FLUID POhER IiSTITUTE
IIILWAUK[[ SCHlOQ L OF CiGINEERl:11"

L T Omeia Iron - Constantan . .. PROJECT ,Jn. 50560 _

Thermocouple Calibration DAT A0OJ9_L8
. . . ... . . . 10 -L 78

J .O.M. l
- - ____ TcHNIcIP "__ D.G.

DESCRIPTIOi . .. ..... . _

Thermocou le _

I _STRUIMFNTATIO
CO:111I, TS Absoiute Value of Deviation From The Averae _ __

ve r _aI Trr'ial Trial Trial Trial _

______ ; 2 3 J4 #5
F 0F I F 0 F °F

3_. 2.6 ,5 .4 .2 2.1
It . 1. 1.3 !1 . .8 .4

593 ?.5 1.2 1.3 i.6 .5

69. .8 .3 .2 i.2 .7

N . .2 . .3 1.0 1.6

!. ..5 .2 .4 .2 -

>, .3 1.5 .4 .3 .7

7.,'14 .1 C, .6 1.0O_ _ _1 .4
.7 1.2 .1 . .1

I .'-, . .4 .6 .5 :5

6 .4 1.3 .3 .7 .1

.3 .3 .1 .2 .9

.8 .4 .1 .5 .6

.7 0 .9 .5 .2

., ., .6 .6

i w .- .6 .8 .6 .7 2.0

,_ _'._.1 1.4 .2 1.3

.16 F

. . .. . .7 3

______ ____ ____ -___ - I ___ _ _ _ .- --,



Uncertaintof -'!orkin1 Ins trunient Thermocoupl e #0

Reference Standard Error = 2.05"F

Calibration Error 2 - 1.732-F

Readability Error - .]'F

Total Uncertainty 2.05 + 1.732 + .1 3.88°F

' " " i~i m m di' m Iml mmmm~m mq . '
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FLUID POER INSTITUTE
IllLWAUKEE SCHOOL OF GINEERIII

[ST g - Constantan PROJECT 'Y. 30560
Thermocouple Calibration____ DATS: 10-19-78

J.O.M........... .................. E ,CIINI Cl r~l......

DE SC R I PT IOi D. G_-.. . .... . .

TherrmLcouple .1

............-- I;JSTRUIFNTATI(ON
CO: MENITS Calibrated with 10 ft. extension lead

DAS

Thermometer 673650

__ ~e __ Trial Trial Trial rial ial..Avp-

Ia #1 #2 -3 __ _ _ #4 #5 Value

_ '_ F "F 'F 0F 0F 0F

_ _ _ 41.1 38. 8 39.2 38.7 38.1 39.2

49.6 47.8 47.6 49.9 50.5 49.1

6 62.4 59.1 58.3 57.3 58.5 59.1

( 69.3 68.3 69.0 68.6 68.1 68.7

79.4 78.6 79.0 79.8 78.6 79.1

, 90.4 88.8 88.2 90.1 87.7.- 89.0

98.3 99.2 98.1 97.4 98.4

* __ 108.6 109.3 109.1 109.7 107.8 108.9

119.6 118.3 118.6 120.6 117.7 119

.3. 128.9 129.1 128.4 129.1 129.2
138.6 138.4 138.3 140.1 140.5 139.2

,49.6 148.8 147.8 150.8 148.8 149.2

I 159.8 159.2 159.8 161.1 158.7 159.5

S68.9 169.2 169.1 169.2 170 169.3

179.3 179.2 179.9 179.0 177.3 178.9
4 1 9.7 189. 1 189.2 189.2 189.8 189.4

. 2 198.5 ?U0. 9 (X. 5 200.2 199.9

" '5.5 205.7 ?04.3 204.3 205,3 205

4

K_ _ 

I

. • - . , ._- - , . -, __



FLUID POWER IISTITUT[
HILVIAUKEC SCHOOL nF [;I, iEER11W"

LST _Lg Iron--Cons tantan PROJECT 'Jnl. 50560

Tnermocouple Calibration DAT 10-19-78
J .O.M.

. . . . .. .. .. . . . . . . .... - - -T E C H N I C I M .0
DESCRIPTIOR D.G.

Tnermocouple a]

S INSTRUMFNTAT IO'N
CO 1AENLTS ALsolute Value of Deviatioii from the Average

Ave _ Trial Trial Trial Trial Trial

Value , ul #2 #3 #4 #5

F _F n_ F F F F

39.2 1.9 .4 0 1 1.1

49.1 .5 1.3 1.9 .8 1.4

* ).i 3.3 0 .8 1.8 .6

S.;. / .6 .4 .3 .1 .6

79.1 .3 .5 .1 .7 .5

-' 8 ( .4 .2 .8 1.1 2.3 ..

98.4 .4 .1 .8 .3 1 .0

" -~ !).3 .4 .2 .3 1.1
_____._ .6 .7 .4 1.6 1.3

.2 .2 0 .5 1.0 '0

' .6 .8 .8 .9 .7

S4 . .4 .4 .4 1.6 .4

fl9.5 .3 1.3 1.3 1.6 .8

169. 3 .6 .1 .1 .1 .7

IU. ') .4 .3 .3 .1 1.6

* lI .4 .3 .3 .3 .2 .4

.7 1.4 1.4 .6 .3

2 ) .5 .7 .7 .7 .3

- 83 ___



Uncertainty of Workinq Instrument Thermocouple #1

Reference Standard Error = 2.05'F

Calibration Error = 2A = 1.848-F

Readability Error = .1F

Total Uncertainty = 2.05 + 1.848 + .1 = 4.00°F

-184-



APPENDIX F

BREAK-IN SURVEY RESULTS



PNo ( esponge..--Io

PUMP_ BREA K-_IN PROCEDURE- SURVEY
MSOE FLUID POWER INSTITUTE

C*71 * Complete and return by 16 Dec., 1977 *

Instructions:

Please circle the appropriate response to the following questions and/or fill
in the required information. Additional data is requested in the attached
chart.

1.0 Break-In Procedure General PdA- G u e-r

1.1 Do you have a criterion for determining the point at which a pump
* is satisfactorily broken in?

1.2 Is your procedure based on developmental or laboratory studies?
0 ( -3 AlA I

0 1.3 Has your prcedure evolved over time and experi nce with product?

" (TjO N A I

1.4 Was your procedure arbitrarily arrived at?

A/ A
1.5 Are identical procedures used in production prior to product

shipment and in the service department?

No WAI
O 1.6 Do your engineering department recormendations or laboratory

test procedures differ from 1.5 above?

GI I Al
2.0 Break-In Procedure Specifications

* 2.1 Do you cond, ct your pump break-in at:

Constant pressure f(c) (' /0 VA I
Constant speed 0 10 0 i Yeri *No I

Constant toique Yes () f[A I

2.2 Do you have contamination sensitivit./ test results on your pumps?

O s_ qD7 PAlI
2.3 Do you have different break-in procedures for different gear pump

design features such as bearing types, bearing mounts, shaft seal
* types, and pressure loaded wear plates?

If yes, how many different break-in procedures do you use?

-



.2
.* ,_ _ _ _ _ _ _ ___ _ _ __ _ _ _ 2.

(I AR k At i'[ dR A -IN Pk ..L I1)dRI

.(,I t h di f f-prtll h re,,ok- i 1 -o( r edw f" Y0U I'ero1il1'1tid f'o) prepare 'a
d tl:i) i ( ('td r 1)U1111) t()" r (of w - L I 11(i (I u'i]] f ic a t ioli te"s t

Product Desc ri I 1o:

SJn't: l] Fluid:

Con t am ina t i o

SdAdd iti voIs (Iri it )

- Add it. i ve (Ahra, ion)

Wat'er Content. limit

1) r oced jre ( Des F tr ea ch di fferent qea r III1 b rak - il o rocedure you use
and tale the important ds 1(I n f eat.uro:s wh i set this one
apart from the others- B e sure to include information
rerardi n(j ranqe of var iahIe cordi ti ons , i. speed, pressure,

tot'Iue , on and off time , and t(,tal elapsed time ()f procedure
* [ iJSW, ex tra paqes if needed

For a suninary of the res/ponRses to this Section of -the..questionnaire,

See section 2.2.2 page -84..

1

0

"-'

*0_ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _ _. 87



'T
3.0 Are you willing to submit to MSOE an oil sample from your break in test

stand for contamination particle counting and water content in exchange
for the fluid an lysis results at no charge to you?

(IF you check yes, we will send you a clean bottle.)

i



P 4.0 The research proqam consists primarily of testing toe overall effrciency
of 18 hydraulic qcar pumps during the first few hours of the pump's lives,
that is, during t.ie break-in period. A uniform break-in procedure will
be devised based jpon the results of this survey. Later, selected
manufacturers will be asked to contribute six pumps each for the test
program.

S
Are you willing to participate in this test program by contributing 6
identicdl standard production gear pumps in exchange for confidential
test results at no charge? The data generated and reported will be
coded to rrdintain confidentiality. The Army will receive only
statistical sunrna"ies. You will, however be credited for participating
in the prcr;ram.

I

I

__-
.4--



5.

MSOE FLUID POWER INSTITUTE •

PUMP BREAK-IN PROCEDURE SURVEY

5.0 External Gear Pump Design Features _

Needle Bearings 3
Roller Bearings .

Hydrodynamic Plain Bearings

T.F.E. Plain Bearings Steel Backed 3
T.F.E. Plain Bearings Filament Wound

Resilient Shaft ' al

Mechanical Shaft Seal

Press Fit Bearing Mount (4D

Self Aligning Bearing Mount 0

Pressure Loaded Wear Plates _-__

'5W

0

S
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ANN[ x A
l~~ft -."'

ANNE X A

A GLOSSARY OF TERMS IN SUPPORT Of ',ESTING IN A HYDRAULIC

sLUID POWER lABORATORY

Purpose :

o set forth those trns nd thir definitions needed to urderstund

, technology associated withi accurate measurement of the physical
,arahles encountered in tbe assessr-eot of fluid power equipment.

Includes terms used for jnd,*r;tandinq calibrat~on of inru,,t..

2 Ioci udes terms used for uncers tand ing measurement of phy i cI
variables in fI!i d [owor ;y, terin.

Rrferrncs

•S

S
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3.1.1.4 Calcul ate the Rad i tv Frror for the
Pe idout Device with the Formula:

Value of the S , est Scale Division
[RF P 2 .0] -

3.1 .2 The overall Readability Factor for a Readout Device having
a moving column, such as is the case with a liquid manometer,
shall be calculated usinq

2x Value of the Smallest Scale Division

RF+2 .0 .... .. .

W re RF I is deternined as in clause 3.1.1.2

., .citaI Readout Devices

3.2.1 The Readability Error shall be calculated using the
formu I a :

RE z Smallest Change in the Least Sianificant Diqit

3.2.1.1 TaKe into account the fact that by design, the
least significant digit in some Digital Readout
Devices does not have 10 discreet integer levels.
Use the value of the smallest integer change
possible for the particular readout.

4 .Q0 Redout Dvice Labels

4.1 Enter the overall Readability Error, as determined in clause

... 7, 3 1.2 or clause 3.1.1, into the Readout Device's Label.
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ANNEX D

RECOMMEND P.,OCEDURE FOR EVALUATIWr READF3ILITY

ERROR OFREADOUT DEVICES USED IN FL' U POWER TESTING

1.0 Purpose: To set forth the procedure for determining the amount of error
contributed because of the inability to assign an unl imited number of digit,,
to the indicated value of a measure d quantity.

2.0 ScoDe:

2.1 Includes both analog and digital Readout Devices.

3.0 Evaluation of Readability Error Factor.

3.1 Analog Readout Devices

3.1.1 The Readability Error (RE) for a Readout Device
equipped with a pointer shall be calculated using:

RE Value of the Smallest Scale Division

Where RF1 and RF2 are determined from properties of the Readout

Device as follows:

3.1.1.1 The Readout Device shall be equipped with a
parallax error minimizing feature.

3.1.1.2 Determine within 10%, the width of the smallest
scale division in m (W)

Calculate RF1 with the formula:

RF = 3(1 - 0.5 - 1.1W) W _ 0.5 mm

RFl  0.0 W 0.5 mm

3.1.1.3 Estimate the width ot the pointer to the
nearest 0.25 ro in the renion on the pointer
who're the readina is interprted. Divide

the width of the smallest scale division found
in 3.1.2.) by the pointer width tu form the ratio, ,.

Calculate RF2 with the formula

RF - >.- , 1 1.0

RF. = 0 ci < 1.0



8. 3 [valuate the utfit i n W' tU P ,,th,-,tt , al m ,.
least squares fittirt i''.thds aPii d to d]' W1 'AOn

from Cdliuratio , in a C n ,d, ce ith r rex C.

S.4 Calculate the difference betw en the Indicated Val e nd
trie value predicted by the derived mrath,:,mtical P.. lo Iof
all trials at each Reference Value by:

Indicated Value - Predicted Value

3.5 Calculate the standard deviation of all valueq fourd in 8.4

over the total range of Reference Values.

3.6 Multiply the standard deviation by two for d c ' ,d,., c yel

of 95'. Enter this as the Ca i h at ion Frror on t , I4r, in':
Instrumunt's label.

8.7 Implement the Mathematical Model by substituting tP Indi

cated Values and values of the [vironmental Fa(torn med',r,,,-
during the Measurement Situation into the formula. That re-
sul t is the estimate of the actual value at mnasurpnrwnt time.
Its Calibration Error is the Aimount rtcorded in o aosme 8.6.
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Note: If the avwr>j irdic atvd Vd lue d,'v t", frow:
itw corresInpnrdinq Kfrtnce Valu 1 by or iu4s,
the W.fer n t, vil ,: ,i ta,, ,untiW1. fur the
dvt J' J L, ,d Vall1ue with r iim, n ,d;L ,,1
<tic< t.

7.2.5.1 In the Masuretent Situation, enter ,.l h in-
dicated Value into the ordinate and read the
best estimate of the actual value from the
abscissa.

7.2.5.2 Assume linear interpolation between discreet
data entries.

7.2.5.3 Take Lvirornental Factors into account by:

A. An alternate mathematical mode! which
included their effects.

B. Llsing nrstruments which have insi qu ifi-
cant influe nce by Environmental Fa: tot-s.

C. Controlling Environmental Farctors duririnq
the Measurement Situation to be insigni-
ficant agreement with their values during

0 cal ibration.

8.0 Fourth Order Mathematical Model:

,.1 A Fourth Order Mathematical Model accomodates complex r, the-
matical functions which relate the actual value to the Indi-
cated Value and any influencing Environmental Factors. It
has no specific general form.

8.2 Determine the general form of the mathematical relationship

using any one or combination of the following means:

R.Y.1 Use accepted thuories.

H.2.2 Use ep rical data as determined during controlled
,xper imonts on the ins trument.

R1.3 Use "an.facturers data, such as, for instanc,, zero
shift due to t,'p ,rture, ar span shift du, to vincoc -

ity, etc.

2.?.4 Iqrore nvirun''Twai Iact.ors when they are trnulht into
,uffi Vin,' qrn i-,i in the Meaurement .SK+:,, t(on with
the valu , that eA 'td during the Ca libration %i ,io .

82.5 1:quro r r'a' ': a,1 torS whirh re'L n iwn to h.v

rir 'l~,~,'non '- i ndiontt Vl:.'.
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E.3 Fvaludte bo , bk dnd a i using linear regression on alI data
from all trials of calibration as conducted in Annex C.

6.4 Calculate the difference between the Indicated Value and
the value predicted by the derived mathematical model of all
trials at each Reference Value by:

Indicated Value - Predicted Value

6.5 Calculate the standard deviation of all values found in 6.4
over the total range of Reference Values.

6.6 Multiply the standard deviation by two for a confidence level
of 95 . Enter this as the Calibration Error on the Working
Instrument's label.

6.7 Implement the Mathematical Model by substituting the Indicated
Values and values of the Environmental Factors measured during
the Measurement Situation into the formula. That result is the
estimate of the actual value at measurement time. Its Calibra-
tion Error is the amount recorded in clause 6.6.

/.( Tnird Order Mathematical Model:

7.1 A Third Order Mathem~ccal Model makes use of a point-to-point
correction under the assumption that corrections are linear
when Indicated Values taken in the Measurement Situation lie
between data points used during the Calibration Situation.

7.( Fvaluate the Calibration Error

7.2.1 For each Reference Value: Calculate the averAl_ Indi-
cated Value of all the trials at each Reference Value.

7.2.2 Calculate the difference between the indicated value
and the averae indicated Value of all the trials at each
Reference value by: Indicated Value - Average Indicated
Value.

7.2.3 Calculate the standard deviation of all values found
in 7.2.? over the total range of Reference values.

/.?.4 Multiply the standard deviation by two for a confidence
level of 95%. Enter this as the calibration error on
the working instrument's label.

7.2.5 Implement the Mathematical Model by constructing a graph
of the average Indicated Values found in clause 7.2.1
(a,, averdged over ll the trials for each Referenced
Value) vs. the Reference Values.

.I

I
I.

,l I1
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5.2 Evaluate the Calibration Error

5.2.1 Use the Calibration data as recorded using Annex B.

5.2.2 Calculate the difference between the Indicated Value
and the Reference Value of the five trials at each
Reference Value by: Indicated Value - Reference Value.

5.2.3 Calculate the standard deviation of all values found
in 5.2.2 over the total range of Reference Values.

5.2.4 Multiply the standard deviation by two for a confi-
dence level of 95%. Enter this as the Calibration
Error on the Working Instrument's label.

5.2.5 Implement the Model by using as indicated on the Read-
out Device.

6.0 Second Order Mathematical Model:

6.1 A Second Order Mathematical Model assumes that the Indicated
Value is related to the actual value of a physical variable
and any influencing Environmental Factors through a formula
of the form:

Z m n

Actual Value = b0 + b k x (Indicated Value) k + aif(Ei)
k i i I

where Ei is one of n influencing Environmental Factors, f(E.) is
the functional manner in which Ei affects the measurement o the
actual value and ai is a linear coefficient which affects the de-
gree of effect.

6.2 Determine f(Ei) by any one or combination of the following methods:

6.2.1 Use acceptable theories.

6.2.2 Use empirical data as measured during controlled experi-
ments during Working Instrument Calibration.

f).?.3 Use manufacturer's data, such as, for instance, zero shift
due to temperature, or span shift due to viscosity, etc.

6. ?.4 Ignore Environmental Factors when they are brought into
sufficient agreement in the Measurement Situation with
the values that existed during the Calibration Situation.

6.2.5 Ignore Environmental Factors which are known to have an
insignificant influence upon the Indicated Value.

-SZ
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ANNE X C

( RECOMMENDED METHOD FOk P1 I1.RMINING AN JNSTRUMENT S CA[ IBRAIION

RROR TKROLUGH DE VELOPME N1 OF A SUI TABLE MATHEMATICAL MODE L

1.0 Purpose:

1.1 To set forth the procedures for driving mathtematical models
of a Working Instrument and, when applicable, to evaluate
effects of Environmntal Factors.

1. To detrvine the Calibration Error of a Work ing I nstrument.

1.3 To set forth procedures which can be used to bring an instru-
ment 's Cal i brati on Error to approach its 1 imi t of non- repeeat-
ability.

1.4 To determine the value of Calibration Error to be entered on

the Instrument's Label.

Scope:

2.1 To include four different models.

2 To include methods of dealing with Environmental Factors.

D-,f n i t iors'.

.. P fer to Annex A.

.2 All terr-s used in this Standard which are capitalized are
defined in Annex A.

2. rmrd P'a roc'4,,:ur' S

. )tlect a suitable Mathematical Model from one of the four in
sl au... 5.0, 6.0, 7.0, or 8.0 (Note: The amount of Calibra-
*inr, [rror in mnos t Instrument, will depend upon the Model
, ,d . Highor order Models will yield smallr ,rror")

2 "v uuJtv the Model in accordan.(P w th the applicible ciaue .

4.3 Enter the Calibration £rror, as evaluated in the applicable
(lause, o)n the Instrument's Label.

, ,t Prdtr Y it ,at. a I Model

r-,, 1 A t ra rr r M tih,,-1at ica Model ra Les direct use of the
, ,. , :t Ilev', w i hout rftsortirj to

, ,, , " ". h trw '. P'' K ut [Device are

6' ' " 1
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IAGI.E 2

IREQULNCY OF CALIBRATION - WORKING INWfL MI IS

4 <1 leIType of Working Instrument Freyquency of Calibration

triin Gaqe .......................................... 24 Months
Calibrated Motor ........................................ 12 Months
Cradled Dynometer .......... ............................ 10 Months

P0ISSURE
All Tyoes ... ............................................ 12 Months

FLOW:
All Types ............................................... 12 Months

SPEED:
SMechanical Tachometers ........................... ...... 6 Months

DC Electrical Generaters ................................ 6 Months
Electronical Digital Frequency Meters ................... 2 Months
Other Types ............................................. 6 Months

STEMPERATURE:
All Types ............................................... 12 Months

ORCE:
a,,id We ichts ............................................ 1 0 Yea rs

BW ance Scales .......................................... 6 Months
L(ad Ce lls .............................................. 6 Months
Other Tynes ............................................. 6 Months

? ,S TANiC
r~iiqe Plock ............................................ 2 Years

. .;, ................................................... 5 Years
Micrometers ........................................... 2 Months

TIME:
All Ty pes ............................................... 2 Months

i
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FR OUr NCY OF CAI I1,:,11Od - RI F[i CI STi .. .X S

V ri,.ble/Tyje of Standard f i ntirYv of I :it, t on

C Str .i.. Gage ........................ .[very four . Iars
Forc-e and Distance ................................. [very five years

PR SLRE"

Master Guages ...................................... Every two years
Dead Weight Testers ................................ Every ten years
Strain Gage ........................................ Every two years

k Oter Trar-,ducers .................................. [very two years
LiOquid M,' r, fters .................................. Liquid properties every five

years height every 10 years

FL OW:
i ve Displacement Reference Moeters ............. [very five years

T ,u r , re Reference Meters ........................... L ry two years
Vol u' 2 and Time Provers ............................ Every ten years

h <it and Time Provers ............................ [very ten years

E ,, : onic Digital Frequency Meters ................ Every year
Sti co K ,copes ....................................... Each use
Qc, fc r-,ce Tachometer ............................... Every two years

T ." [;'F Pi,. i URE :
[-': v in Glass ................................... Every. five years

.E u ie....................................... Every year
- 1............................................ Each Use
iIled ............................. ........... Each UW e

D, (',C!WE"
*EkD l Weights ..................................... Every ten years

,.*'Is,....................................... Every two years
P ' ,cales .................................... Every year

.. . ocks...................................... very ten years
*......................................................... Every ten years

Mici r oters ....................................... Every two years

Ele.'_tr'onic Digital Timers .......................... Every year
Mo ,''v,,etc'-s P.chanical ......................... Every six months

.t, 1 EIectro- M echan i ca I .................. very year



Annex
.1 Draf t ?
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I e no det if i Cat i G. o f r or,,n; i *a,1b e f r th ci Vra c, n
of the Worki ng;1 n,'tru,'ent.

7. Z EnteLcr the date of tile next requi red cal i orati on on the Ladbel i r the
,ipprcpri ate place.

7. 3 Fnter the Total Error of the Reference Standard on the Label in tne
(1iropri ate place.
7. 3. 1 If the Total E1rror -is stated in terms of the Maximum ur- fijll-

scale value, use that value.
7.3.? if the Total Error is staited in tois of the Indicated \'altnc

(Readi ng) , use a value dleterii el f'rom that and the fui l-
, cal e value of the Working Instrument be inn cali bra ted.

7.4 Af ix the Label to the I nst r umnen t 's R(2a d ou t b e vi ce in a miannri ie r
which will discourage 41ts inadvertent removal and yet will niot
interfere wi th reading .

R.0 Proonse a Mathematical Model of the Working Instrument in accordance with
Annex

I
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6.1 .3 Collect (aI ibt dti on djta

6.1.3.1 C(uple thi, Worki rio In tr:,iont to the Referernce

6.1 .3.2 For, Workiriq Instr , i'i ts which are subject to
hysteresis effects due to, for instance,
iaterial characteri-,tics or static friction,

carry out the calibration for- both increasing
and decreasing Reference Values.

6.1.3.3 Take advantage of any correction charts or
mathematical models which may have resulted
from Calibration of the tkeference Stdndard
which are needed to confine the Reference
Standard's Total Error to the Certified amount.

6.1.3.4 Make corrections to the Reference Values for
dny other Systematic Errors when the relationships
with other physical variables are known and the
rhysical variables themselves are known (measured)
at the time of Working Instrument Calibration and
if the effects of the Systematic Errors will other-
wise be significant.

6.1.3.5 Record darta

A. Reference value, after any corrections as may
*be applicable from the two previous clauses.

B. Indicated Value from the Working Instrument.

6.1.3.6 Repeat 6.1.3.5 for at least five trials and use
at least 10 calibration points for each. Use the
same set of Reference values during each trial.

6.1.3.7 Make note of anything unusual about the physical
appearance of the instrument.

6.1.3.8 Sign the calibration data sheets and place them
into a safe, permanent file. This record is the
Working Instrument's Certificate.

7.0 Instrument Label

7.1 Prepare a Label for the Instrument which will identify and have room
for the following data:

7.1.1 Date of the next scheduled Calibration as required in Table 2
of this Annex in order to remain in Certification.

7.1.2 Total Error oF the Reference Standre used in Calibrating the
Working Instrurent.

7.1.3 Calibration Error of the Working Instrument as determined after

development of a Mathematical Model in accordance with Annex D.

7.1.4 Readability Error as determined in accordarfte with Annex E.

-!7 -
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AN-NEX 3

RECOMMENDED METHOD FOR CAL[BRAT N WORK ING iNSTRUMEN7S FOR USE_ IN

TESTING FLUID POWER EQUIPENT

1.0 Purpose: To set forth the calibration procedures of Working Instruments
used in fluid power measurements.

2.0 Scope:

2.1 To include requirements of Reference Standards.

2.2 To include reguirements of Working Instruments.

2.3 To include procedures for calibrating Working Instruments.

2.4 To include the requirements of the Working Instrument's Label.

3.0 Definitions:

3.1 Refer to Annex A

3.? All terms used in this standard which are capitalized are defined
in Annex A.,

4.0 General Procedures

4.1 Select a Reference Standard per clause 5.0.U' 4.2 Calibrate the Working Instrument per clause 6.0.

4.3 Prepare dn Instrument Label per clause 7.0.

5.0 Select a Reference Standard:

5.1 Wnich is certified to have been, itself, tracpably calibrated within
the intervals given in Table 1.

5.2 Which is free of physical damage except as noted on its certificate.

5.3 Which has had its total error evciluated and certified.

5.4 Mount the Reference Standard in an attitude indicated on its
Certificate, or in that attitude recommended by its manufacturer.

6.0 Calibrate the Working Instrument at the applicable frequency given in
Table 2.

6.1 Select a Working Instrument which is free from physical damage,
6.1.1 Mount the Working Instrument in an attitude recommended by

the manufacturer or in an attitude expected in the Measurement
si tuation.

6.1.2 Make zero value checks with the Working Instrument physically
uncoupled frofii any possible loading effects.

K

6 t-



A ' NEX A

Draft r?
14 Jur,.r, .:;,,

*4.29 Snubber: A hydraulic restriction deliberately ulaIed between the

source of pressure to he measured and the pre-,sure trdnl'ducer for the
purpose of danping pressure puls(ations.

4.30 Static Pressure: That pressure in a line which does rot include
effects due to fluid momentum.

4.31 Steady-State: An operatirio (ondition in a hydraulic system

which is characterized by the fact that_ , 4fr 7 r r z 0_ T ....

and where T1 and T2 are arbitrary and k is an inteqermultiple of

the period of the fundamental frequency of the pulsation.

4.32 Svmametry__Test: A test conducted on a Snubber for the purpose of

determining the extent to which its reverse pressure-flow
characteristic agrees with its forward pressure-flow chdracter-
istic for the further purpose of assessing its Error Contribution.
See Section 9 for details.

4.33 Systematic Error: A repeatable error which is caused by a physical

phenomenon which, if sufficient experimental evidence exists, can
be eliminated.

4.34 Testinq_AQency: Any Agency whiLh conducts tests on Fluid Power
Equipment.

4.35 Total Error: The total estimated uncertainty in the value of a

measured quantity caused by the combined effect of all Error
Contributing phenomena.

4.36 Verification, Workin_ Instrument: An abbreviated calibration
procedure carried out at spe-fied intervals between Certified
Calibrations.

4.37 Working Instrument: A measuring system, which includes interconnecting

linkages, any necessary signal conditioning and signal processing and

the readout device, which is used by the Testing Agency while conducting
tests on Fluid Power Equipment.

0

0

0
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4.14 Mathematical Model: A graph, chart or equation which relates the
i-nd-icat-ed Value to the value of the mna ,urand.

4.15 Measurement Situation: That time when a Testing Agency
incorporates WorkT'ng Instruments in the testing of fluid power
components and/or systems.

4.16 Physical Standards Laboratory: That agency which is recognized
by a na-tional-gove-rnment- as capable of maintaining Ultimate
Reference Standards.

4.17 Pressure Measurement System: All those devices which are
interconnected between the system, the pressure of which
is to me measured, and the final readout device.

4.18 Pressure Transducer: Any device which senses fluid pressure and
converts it to an electrical signal.

4.19 Random Error: An error which has no known phy'lical cause and is
completely unpredictable except within some bounds.

4.20 Readability: A generic term used to describe the ability of a
human observer to assign a digital quantity to the value displayed
on a Readout Device.

4.21 Readabi lity _Error: The error caused by the inability to assign an
unlimited number of digits to the output of an instrument.

4.22 Readout Device: That mechanism which ultimately displays the
value- of a- p-hysical variable within a system in a form upon which

C -logical decisions can be made.

4.23 Reference Standard: A measuring system which is used only to
calibrate other measuring devices and/or systems.

4.24 Reference Standard, Intermediate: A Reference Standard maintained
by any person or organization other than the Physical Standards
Laboratory and which has been certified in accordance with this
standard.

4.25 Reference Standard, Laboratory: A Reference Standard which is
permittedYetween the-l-ti-mate and/or Intermbdiate References in
certain special cases, criteria for which are contained in this
standard.

4.26 Reference Standard, Ultimate: That Reference Standard maintained
by the Physical Standards Laboratory. The most authoritative
Reference Standard in a given country.

4.27 Reference Value: The best estimate of the actual value of a physical
var-ia-l-e experienced by an instrument durinig its calibration, taking
into account corrections in fluid column height and calibration
corrections for the Reference Standard. It should not be confused with
the true value which can never be known exactly.

4.28 Second Order Error: The error induced in the determination of a
measured quantty caused by a measurement error in an Environmental
Factor which is going to be used to make a correction to the basic
measured quantity.

I .. .
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(Trhis Foreword is not part 01 A\II, .. I ,d. ''

Testing and Presenting Basic 'Wilor Iiin.ut 1 5 n 1 VVi\ I)Iplin

ment HydraLIC Fluid Ilow-i- Putip- a.id V- -IIs 'i1'')

In 1964, producers and users of ',(FLLIU i I. ! ' I '

expressed the need Wr mnore inueaimful, oc' : ti !1d Ik ci1T..'- ill-

for cleterining and expressin ! romp)miw p i I, *1.tii,>

only existing standards were lin' in .''.''ii .- d:i- 1:Y
mobile equipment. Upon requust Wi the N I III 1i11(P i, ,V jk,

w~ere authorized and asiigiefi to ti' NI'PA Mo. Tt1' oi

At the outset, work wV85 divicuU .d ..i t i '-'

" NlathodS of Rating", Dra'~~fqn of the iiU,! 'i-1' '''c' ''

.4 t _ somewhat para l' paie, DraF'nt wr -':p t'.,'#* t U I
separate documnents were siniu~taitiounv s'i' A ' W pcq' nil mri !'-%

r' 'v ew. Separate review and mudi fIC3 1in f1' A v!':i1 tw

it %-. as agreed that the ducurneit'- &;:'ht .... ',1' .'

Wvherever )os~sic, Iratoril ! ' w oin I1W ai
40 '..o di.'.atiur actions. A No, thr hmasi ( r' 1: 1! ()klatim1.I "tat-'

U' ic ursity and the standards acti'jn: Af the ''" i W-' Autonivi-n
Engineers and the B~ritis h Standa ris Itistauo wi t') Ie)(. Lenj,1 1!'" lc (jlllil.

( 'IYh combined and revised draft wns comp 1*4 * oin 23 Novembher 19)70 . It
was c2irculated for comm ents; and imp roved Mn tt'c 15 INctinber mepting.I
13a1iotmng was undertaken on 1H Dncoriter 11170.

Tt ballot, which closed on Iq Jaiuarv 1971, v..,oncled -nc( issfullv
W.ru editorial c*.arificatiotis. Ju !,<iii ifioO'~'V~~'ri
test 'or structural intogrity callvl Nr it two "2 I K 'I' 1i 1 i n lilifa-fu'r- '

mnaximum rated output press iir'C, it i ow w, o .'t NIM VI iiixii.

allowable operatin. prf-ssiire).

E 1 K 20 January 1 971, Owe T1echniical Huar id tii'I; 1'ik! iit.iFt ,( VP ii. ot!;

hl;ihJadFi' bee"ren Nu - di- i i. qw~ r.1: Y

i! Ni'I'A Pcconiuncrided Standi'ba w'(its' Li t fi i' it Ho t 1 ''1

2 jaurv' '""1. F'lditu~ial stctii)i Y. as' L 'I i K 2 5 Ar '

~iembiers n! the NP'A Proi''c (rr'ut ! mt prrti t I1 hIis ';tan~ai d :t rL' ;i'

)ri 30 LDecerbeir 1 97 1, tfie NFPlA BCcortIIutetuc) St-tttdArd %US sln~t' to

\ L ! stI !1cat'ds '''t't ) C' )' nlI ' it--' in ANSI S tartd.'rd.

1avorablc bW11ot wasiL -j"u'A' ani IA I>'r'.. . I ''.Ats.qw IK fh,-

- ~ ~ " \NSI Fkea -d o~f Stufh's1?eyjew v, l grant d 7 trchi1'

vieV nweaburship -'v~ter fur S! L rI"(j : ' i'''

'3 * ' ' 1~



Memnbers of the NF PA P r'oject C t'up th'it d1ev .1 . 0.:p lot hiden1

Christensen, Normi Project('-(.r, :1ll(

Grc .ar-, Mac~seolar Project >..rmi'\ L

Olson, John Sec t ion Cf'-a 'vm 1 1

Czarnecki, Georg-e Sectioni Vi Tu ('rhra Virwc lIje.

Mills, A. D. Section S( c'A! v 2'I3 ~vrii

Morgan, James 1. I.re; ria if I Iid lowV~ c\ ,n.
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METHOD OF TESTING AND PRESENTING BASIC PFRFORMANCE DATA FOR

POSITIVE DISPLACEMENT HYDRAULIC FLUID POWER PUMPS

INTRODUCTION

In hydraulic fluid power systems, power is transmitted and controlled thru a
liquid under pressure within an enclosed circuit. Pumps are components which
convert rotary mechanical power into fluid power.

With very few exceptions, all fluid power pumps are of the positive displacement
type. That is, they have internal sealing means which makes them capable of
maintaining a relatively constant ratio between rotational speed and fluid flow
over wide pressure ranges. They generally utilize gears, vanes, or pistons.
Non-positive displacement pumps, such as centrifugal or turbine types, are seldom
associated with fluid power systems.

Pumps are available either as "fixed" or 'vdridblt," displacement types. Fixed
displacement pumps have pre-selected internal geometries which maintain a corstat
volume of liquid passing thru the pump per revolution of the pump's shaft.
Variable displacement pumps have means for changing the internal geometries so
that the volume of liquid passing thru the pump per revolution of the pump's
shaft can be changed.

1. SCOPE

To include basic methods of test, and methods for presenting the following
performance data for rotary positive displacement hydraulic fluid power
pumps used in industrial, mobile, and marine applications:

".1" Pumps

1.1.1 Volumetric displacement

1.1.2 Output flow

.1.3 Power input

1.1.4 Overall efficiency

1.1.5 Fluid inlet pressure requirements

.1.6 Volumetric efficiency

'.1.7 Mechanical efficiency

s ,ecomended standard also applies to variable displacement pumps wher,
*-sted urder f~xed displacement conditions.

addition to the basic requirements of this recommended standard, other
erformance information may be riecessary to accommodate individual application
'equ irements.

, xcludes pumps ,-'rh contain integral vavlV11 . ?)

* 'Apthod Of test a 'iels 0 5ry to ther ahnra'sry , ,ot the productior
,y to0..,.F,
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2. PURPOSE
To provide a uniform and accurate means for deterri-,ning and expressing pump
performance capabilities in a standard form; to guide the establishment of
meaningful ratings; and to aid in accomplishing optimum component application.

3. TERMS

(For definition of terms not herein defined, see Reference No. 1)

3.1 Test Parameter: Any one of several physical quantities which are
used to assess the performance of a pump but which are controlled at
predetermined values throughout the course of a test. Synonym:
Independent Variable, Controlled Variable.

3.2 Target Value: A predetermined value for a particular Test Parameter.
The test procedure requires the setting in of the Test Parameters at
values which are very iear the predetermined values.

3.3 Observation: A record of all measured data, both dependent and indepenldpnt
variables, at any one combination of Parameter Values (Target Value,,).

3.4 Base Operating Condition: A specific operating point during which time
all Test Parameters are set to their rated values as recommnended
by the pump's manufacturer.

4. GRAPHIC SYMBOLS

- Graphic symbols used herein are in accordance with References No. 2, 3, and 4.
Where References No. 3 and 4 are not in agreement with No. 2, Reference No.
2 governs.
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5. LITERAL SYMBOLS

5.1 Physical Quantity Symbols

Symbol Meaning US Uni ts of Measure SI Units of Mea s;ure

Stead.yState Transient

Q q Flow Gallons per minute Liter per minute

H h Efficiency Dercernt percent

T t Torque lbs-in newton-meter

P p Pressure PST bar

N n Rotational Speed RPM RPM

W w Power Horsepower Kilowatt

tp d Displacement in3i rev cc per rev

1 ,G6 Temperature OF OC

5.2 Identifier Subscript Symbols

Symbol nMeain

i Ideal, based on design info rather than test data

I Input

b At base Conditions

Total or Overall

0 Output

V Volumetric Used with efficiencies only

M Mechanical

L Leakage or loss, depending upon associated Quantity
Symbol

a Actual, based on test data as opposed to ideal

p Pump

D Differential Used for pressure only

A Average

e Effective

6. UNITS

6.1 The International System of 'nits (SI) is used in accordance with
Reference No. 5.

6.2 Approximate conversions to "customary US" units are given for
information Durposes. These appear in parentheses after their S1

counterpart, or separate, r, it, the case of formulas and grdph'i)
Conversion is based upon th - tot"A impli.d )rpcision" principle.

5.3 Use the SI urits on aI 4rA,,h, and dd a. (The use o>+ customary
equivalents - opt4 ora l .

-7-
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7. GENERAL PROCEDURES
7.1 Pumps

7.1.1 Select and set up a Il test apparatus per section 8.
7.1.2 Run all tests per section 10.

7.1.3 Using data from section 10, make calculations per section 11.

7.1.4 Using data from section 10 and calculations from section 11,
present data per clauses 12.1 and 12.2.

8. TEST EQUIPMENT SELECTION AND GENERAL SET-UP

8.1 For the Power Conversion Tests, set up the circuit as in Figure 1.

8.2 Fluid

8.2.1 Select a fluid:

8.2.1.1 Which is Newtonian, that is, one that does not contain
polymeric materials used as thickeners or viscosity
index improvers.

8.2.1.2 Which has viscosity characteristics which are within the
limits shown in Table 1 or Table 2.

_P
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TABLE 1

US UNITS
Viscosity must be -

between these limits SAE M L-L-21u4 Recommendation on Usage
t Grade Grade

At 104°F At 212°F __-.

160 and 240 46 and 51
Sus SUS 10 10 Preferred

240 and 460 51 and 58
SUS ISUS 20; Not Preferred
460 and 725 48 and 69 . . . .. .. .

SUS SUS 30 30 . . Not Preferred

725 and 1050 69 and 85
SUS sus 40 0 4 Not Preferred .. .

1050 and 85 and 110
1650 SUS SUS 50 5 0 Not Preferred

TABLE 2

Viscosity in CST mut be ISO UNITS

between these limits SAE MIL-L-2104 Recommendation on Usage

At 400C At 1000C Grade G-ade

34- 51 6.0 - 7.6 10 10 Preferred

5; 99 7.6 - 9.6 20 N/A Non Preferred

99- 156 9.6 - 12.7 30 30 Non Preferred

156 - 226 12.7 - 16.8 40 40 Non Preferred

226 - 356 16.8 - 22.7 50 50 Nor Preferred

8.2.1.3 Which is "Not Preferred" on.lj_ when the pump's
Manufacturer declares that thie preffrred viscositipw -i,
too low for the safety of th-- pump.

8.2.2 Verify the viscosity by -'ea,,ur.nq il in accordance with
Reference No. 8.

-9-
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8.2.3 Filtration: The position, number and specific description of
filters used in the test circuit snjil provide a standard of
filtration approved by the pump man facturer and shall be
stated. (27 March, 1979)

8.3 Working Instruments

8.3.1 Select Working Instruments which meet the requirements of the
applicable annexes to this standard (Note: NFPA/T2.12 and
ISO/TC-131/SC-8/WG-3 are developing these annexes).

8.4 Pressure Taps

8.4.1 Select a pressure tap which can be evaluated in accordance with
the applicable Annexes to this stindard.

8.4.2 Install the pressure tap in locations which agree with Figure 1.

8.5 Size and select all other test equipment to be compatible with the
applicable limits entered on the Designated Information Sheet.

8.6 Install necessary safety devices to protect both equipment and
personnel.

8.7 Use plumbing and circuit construction techniques to ensure that no
entrained air enterc the pump inlet port.

8.7.1 Use inlet plumbing which is the same size as that which the
pump has.

8.7.2 There can be no changes in inlet plumt, ig size within 10
inlet pipe inside diameters.

9. PRE-TEST DATA

9.1 Power Conversion Test

9.1.1 Using fluid and pump manufacturers' infornation, determine
items I through 8B on the Designated Information Sheet.

9.1.? Measure the viscosity of the fluid in accordance with Reference
No. 8; record on C of the Designated Information Sheet.

9.J.3 Determine the viscosity index in accordance with Reference 7;
record on 8D of the Designated Information Sheet.

9.1.4 Determine the Target Values using both pump manufacturer's
information and the followirg selection criteria:

9.1.4.1 For variable displacement pumps, use 100%, 75%, 50%
and 25% of maximum geometric displacement. Enter
the displicement values on [ine 9A of the Designated
!rformaion ',)hvtet. For fixed disDlacement pumps, use
100% o1yv
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9.1.4.2 For shaft so;eeds, use 100, b(Iz., 60%. 40% and 20%
of rated speed. Enter these 'peed values or, Lir

913 of the Designated Informotion Sheet.

9...4.3 'or in,-t.. Ort'ssJrt-,, use tri,. manufacturer's recorumended
mnimum. Erter this pressure value on Line 9C of the
Desiqnated irformation Shett.

9.1.4.4 For outlet pressures, use 100t, 80%, 60%, 40%, 20% of
base pressure and minimum output pressure. Minimum output
pressure must be less than l041 of rated pressure. Enter
these Pressure values cr Line 9D of the Desiqnated
lnforiatorn Seet. 0

9. .,.5 Usina f-h' rardard viscusity (hart of the fluid
se.ect. , cause ._.., determine the upper
a n d I~ a t v ues f)r temoerature so that
the two 'ai.q(t Viscosities meet the requirements
S ! e, ,n -1-' uppliQ ca le 11in,., below

SAM efF eratur. High Temperature
Grade o-' Grade ol Target 4i scosity Target Viscosity
Fluid Fluid in C'ST 2 SS in CST Ls__US

1010 27.4 (130k 9__ 9 (59)_____
'- , N A ___ __ _ _.. . ._ __

20 ___- 180 9
30 30 701 '325 8 (

..40.... _ '' 25-.0 120_
. . .. . . .. . . ... . . . . . . . , ,-, .' . . . . . ..r. .

A. ,t t reSltnq temperatures on Line 9E
I* P.d :r ft rnatior Sheet as the two

.- wcr Conversion Test.
".. ' l 'ar)et ,, scosities or

'.' d I 4 or"a t or Chee .

. L;. 47 +he Test 'ariables
.ho' ', formulas are on.y

S . ; " '", " tp t they do not. assure
tha .c < .. , ,I, " a ow, d

' .. ,". O , U- .

.' o , t uFd

ed 'peed
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9.1.5.2 7or input Torqu, usC

c" , T _ 1:4 x_ (Rated. Prettiuy)1 x Design Dsplacement. LB-t I
rru X L7

Enter this VdIle on Line IkB of the Designated
Information Sheet.

9.1.5.3 For Case Drain Flow, use 26Z of Maximum Expected
outlet flow. Enter this value on Line IOC of the
Designated Information Sheet.

9.1.5.4 For Input Power, use

m (Rated Speed) x Tma xmax 63024 m HP

Enter this value on Line 100 of the Designated

Information SheeL.

9.2 Evaluation of Measurement Error

9.2.1 Evaluate the Measurement Error in accordance with the applicable
* Annexes of this Standard (Note: NFPA/T2.12 and ISO/TC-131/SC-8/

WG-3 are preparing these annexes). Enter on Desig. Inlo. Sheet.

9.2.2 Using Table 4:

9.2.2.1 Select a Measurement Accuracy Class for each measured
.--- variable.

9.2.2.2 Using the "Basis/Units" column in Table 4 and the

specific conditions of this test, determine the
Maximum Allowed Error In the units of measure as follows:

A. Shaft Speed MAE =

0 (Maximum Test Speed) x (% From Table 4)

B. Inlet Pressure Below Atmosphere MAE =

Selected Value from Table 4

C. Inlet Pressure Below Atmosphere or up to I bar above
* Atmosphere MAE =

Selected value from Table 4

D. Outlet Pressure MAE =

(Maximum Test Pressure) x (% From Table 4)
1 0

* E. Inlet Temperature MAE =

Selected Value from Table 4

F. Outlet Flow MAE

(Maximum Test Flow) x (% From Table 4)

0
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G. Input Torque MAE

(Maximum Test Torque) x_-'% From Table 4)

H. Case Drain Flow MAE -

(Maximum Test Case Drain Flow) x (% From Table 4)
100

9.2.2.3 Enter the above values on the corresponding lines of
section 11 of the Designated Information Sheet under
the column headed "Max Allowed Error".

Please Take Notice: When Maximum Allowable Error
is evaluated correctly, the values are in the units of
measure, not percentages.

9.2.3 Compare the Maximum Allowable Errors from 9.2.2 to the Actual
Measurement Error from 9.2.1. If the Actual exceeds the
Allowable, then a different Class of Accuracy must be selected,
or a different measurement method must be employed.

-13-
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I.,U-Y\,NATED INUKkMAI 1ON ,HiL'

riYDRAULIC FLUID POWER PUMP TESIh NFPA 13.9.17

1 Manufacturer

2 . Model•

3. Serial No.:
4. Pumping Principle:"_____________
5. Rated Pressure:_____
6. Rated Speed:
7. Design Displacement:
8. Fluid:

A. Manufacturer: - --- -
2. Type:__

Viscosity at lO__
D. Viscosity Index:
E. Additives:
F. Specific Gravt
G. Bulk Modulus:
*i. Temp Coef of Expansion:

9. Target Values - Power Conversion Test
A. Displacements: 100% = , 75% : . %50 ,25% =

B. Shaft Speeds: 100% 80% , 60% 40% _, 20%:___
C. Inlet Pressures:
D . Outlet Pressures:T- _0_ , 60%

40% = , 20% =  , Min _ < 10% Rated Pressure

E. Inlet Fluid Temperatures:
" ' I" F. Viscosities:___"

G. Directions of Rotation: --
10. Maximum Expected Values of the Test Variables - Power Conversion Test

A. Outlet Flow:
B. Input Torque:
C. Case Drain Flow:----
0. Input Power:

11. Error Evaluations - Power Conversion Test

Parameter Measurement Max. Allowed Actual
Class Measurement Measurement

Error(From Table 4) Error (From Cl. 9.2.1
A. Shaft Speed
B. Inlet Pressure (Low)
C. inlet Pressure (High)
U. Outlet Pressure

inlet Temperature
F. Outlet Flow
G. Input Torque

H. Case Drain Flow _

12. Total Number of Observations:
13. Testing Agency:

-15-
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Su. PUMP TEST PROCEDURES
1. Install the test pump in t e tst rig _ nown in Figure I.

13.2 Break-in the pump i, accordance with manufacturer's recommendations.

10.3 Power Conversion Test

10.3.1 Iterate parameters, it, speed, inret pressure, outlet
pressure. inlet temperature and pump displacement through
all applicable Target Values as recorded on the Designated
Information Sheet and in all applicable combinations.

10.3.2 Control the individual Target Vaiucs within the limits required
in Table 5 (Note: for variablt displacement pumps it is
recommended that displacement be the slowest changing parameter
in order to minimize tne problem of returning to a given
Target Value after changing displacement and further, it is
recommended that tLe stroking control be locked into a position
for a given Target Value).

10.3.3 Record data per Chart 2 for all individual combinations of
Target Values.

10.3.3.1 Do not record Target Values, instead record their
corresponding actual measured values of the Parameters.

10.3.3.1.1 For pressure Target Values, be sure to
set the outlet gauge pressure to a value
that puts the pump differential pressure

# to the Target Value. This will depend
upon the inlet pressure at each observation.

10.3.3.2 Take readings only after all parameters and test
variables nave stabilized within the limits of
Table 5 for at least 5 seconds.

-16-
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11. PUMP CALCULATIONS

11.1 When the optional flowmeter location downstream of the load valve
is used (see figure 1), flow data may have to be corrected to the
pump outlet using the following formula:

SQF[ -F ) + (6 3 F
Qoe X F[ ( oK

Explanation of symbols:

Q is the effective flow at the high pressure outlet port.
oe
is the flow as measured in the optional location.

P is the measured outlet pressure.
0

P is the inlet pressure to the flowmeter.

KT is the isothermal secant bulk modulus as supplied by the fluid

manufacturer.
Y is the cubic coefficient of thermal expansion as supplied by thefluid manufacturer.

The correction formula must be applied if, when the difference between
Qoe and QF is added to the Actual Measurement Error, the result exceeds

the Maximum Allowable Error. If the Maximum is not exceeded, then
the correction is not necessary then:

Qoe - QF

11.2 In order to compensate for the inevitable fact that Target Values
cannot be perfectly acquired during the test and further, to compensate
for the graphical irregularities which accompany imperfect target
acquisition, it is permissible to adjust the torque and flow data
to values that would have existed had target acquisition been perfect.
tne following formulas apply as first approximations:

QAdj Q oe x NTarqet
NActual

which applies only if the actual speed differs from the Target
Speed by no more than 10% of Maximum Test Speed, and

TAdj T oe x Target

1Actual

which applies only if the actual pressure differs from the Target
pressure by no more than 5% of the maximum test pressure.

-
-19-
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11.3 Calculate the pump input power:

W (Watts) = 0.105 T,(n-m) x N (rpm)

W1  (HP) = T (iri-lb) x N,(rum)/63024

11.4 Calculate pump output power:

W0 (Watts) 
= 1.67 x [P0 - PI](bar) x Qoe (L/Min)

W0 (HP) = [P0 - P1](psi) x Qo(gpm)/1714

11.5 Calculate overall efficiency

H W0HT

11.6 Determine the Actual Displacement

11.6.1 Separate Power Conversion Test datd by displacement and
temperature, that is, so that each individual displacement-
temperature combination forms a single block of data. For P
each of those blocks, carry out the following three ;teps:

11.6.1.1 Calculate the Simple Displacement:

Simple Displacement (cc/rev)

10) 1000 x Qoe (L/Min)/NI(rpm)

Simple Displacement (cu-in/rev)

231 x Qoe (gpm/N (rpm)
o-e

for all observations in each of the data blocks
formed in 11.6.1.

11.6.1.2 Scan all data in each block and select the maximum
value of the Simple Displacement as the Actual
Displacement:

Da z Max [Simple Displacement]

11.6.1.3 Repeat 11.6.1.1 and 11.6.1.2 for each temperature-
displacement data block

11.7 Determine the Volumeteric Efficiency:

11.7.1 For each displacement-temperatore combination, calculate the
Ideal Flow using the displacement found in 11.6.1.2:

Qoi(L/Min) = Da(cc/rev) x NI(rpm)/l000

Qo!(gpm) - Da(cu-in/rev) x Ni(rpm)/l000

for each observation.

-20- 9
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11.7.2 Calculate tht Volurktr. Efticitncy.

H V Q o t"
r)

11.7.3 Determine t t vcjurt-trl efficiency at the base operating
condi tion:

H n
Vb -oeb

wrier, Q is tne effective output flow at base conditionsoet ..

3rd Qoib is ideal flow :aculated using base speed.

ii.7.4 Determine tne volumetric efficiency at the base operating
condi tion:

HVb = Qoab

where Qoat is the actual flow when the pump was operated

under the condition of rated speed, rated temperature,
maximum displacement, rated inlet pressure and rated
outlet pressure; Qoib is the ideal flow at base condition

which was found in 11.7.1 using rated speed for NI.

11.8 Determine the Mechanical Efficiency:

11.8.1 For each displacement setting, calculate the Ideal Input
Torque using the displacement as determined in 11.6.3:

Tli(n-m) - D (cc/rev) x [Po - PI](bar)/2000i

Tll(in-lb) = Da(cu-in/rev) x [Po - PI](psi)/2

where P and P are measured values taken from the Powero I

Conversion Test and PI is a negative value when the inlet

pressure is "below atmospheric.

11.8.2 Calculate the Mechanical Efficiency:

HM TIi
Ii

-21-
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11.8.3 Determine the Mechanical EfficiencY at the base operating

condition:

HM = T ib

lab

where TIdb is the actuaJ torque measured when the pump was -

operated under the condition of rated speed, rated temperature,
maximum displacement, rated inlet pressure and rated outlet
pressure, Tli b is the ideal torque which was found in 11.8.1

using rated values for P and P
0 1'

12. TEST DATA PRESENTATION

When describing pump perfor-vmance in accordance with this standard, the
following data shall be provided.

12.1 Provide all information contained on the Designated Information Sheet.

12.2 Provide all test data results as described in 12.2.1 and 12.2.2

12.2.1 For each displacement setting, plot graphically (se- figure 2)
pump performance versus pump pressure differential (P -PI)

at a constant pump speed (NJ).

12.2.1.1 Overall efficiency (HT) versus pressure

differential (P - PI) with test temperature (e)

as a parameter.

12.2.1.2 Flow output (Qo) versus pressure differential

Po- P I) with test temperature (a) as a parameter,

12.2.1.3 Horsepower input (WI) versus pressure differential

(P - P ) with test temperature (a) as a parameter.
0

12.2.1.4 Repeat 12.2.1 for each displacement setting and
pump speed combination.

12.2.2 For each displacement setting. plot graphically (see figure 3)
pump performance versis pump spted (NI) at a constant test
temperature ()

12.2.2.1 Flow output (Q0 ) versus pump speed (NI) with pressure

differential (P0 - PI) as a parameter. 0

12.2.2.2 Overall efficiency (H T) versus pump speed (N1 )

with pressure differential (P0 - PI) as a parameter.

12.2.2.3 Horsepower input (WI) versus pump speed (NI) with

pressure differential (P0  PI) as a parameter.

-22-
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12.2.2.4 Repeat 12.2.2 fc, r each ,-isplacement setting
and test temperaturc combination.

I
12.3 Graphing of several variables on one set of axes is allowed.

14. IDENTIFICATION

The use of the following statement in catalogues and sales literature

prepared by those ClecLing to comply with this voluntary standard is

strongly recommended:

14.1 "Performance data obtained and presented per NFPA Recomended Standard

T3.9.17-9XX".
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Preferred Flowmeter
Position

04D L Load Valve

4D

@00
4D E. 4

Optional FlowMeter
QF Position

Supercharg Inlet
Pump -Pressure ControlI I Valve

Optional Inlet
Pressure Control* L A

* If positive inlet pressures are required, the supercharge pump can be used.

If very low inlet pressures are required, only the load valve may be necessary.

Note 1: See clause 8.2.3 for filtration requirements

Note 2: When the Optional Flowneter position is used, it may be necessary to
correct for differences in pressure between the preferred and optional
positions. See Clause 11.1 for specific procedures and criteria.
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